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WARRANTY 

Wavetek warrants that all products manufactured by Wavetek conform to published Wavetek 
specifications and are free from defects in materials and workmanship for a period of one (1 ) year 
from the date of delivery when used under normal conditions and within the service conditions for 
which they were furnished. 

The obligation of Wavetek arising from a Warranty claim shall be limited to repairing, or at its option, 
replacing without charge, any product which in Wavetek's sole opinion proves to be defective within 
the scope of the Warranty. In the event Wavetek is not able to modify, repair or replace non- 
conforming defective parts or components to a condition as warrantied within a reasonable time after 
receipt thereof, Buyers shall be credited for their value at the original purchase price. 

Wavetek must be notified in writing of the defect or nonconformity within the Warranty period and the 
affected product returned to Wavetek's factory or to an authorized service center within (30) days 
after discovery of such defect or nonconformity. 

For product warranties requiring return to Wavetek, products must be returned to a service facility 
designated by Wavetek. Buyer shall prepay shipping charges, taxes, duties and insurance for 
products returned to Wavetek for warranty service. Except for products returned to Buyer from 
another country, Wavetek shall pay for return of products to Buyer. 

Wavetek shall have no responsibility hereunder for any defect or damage caused by improper 
storage, improper installation, unauthorized modification, misuse, neglect, inadequate mainte- 
nance, accident or for any product which has been repaired or altered by anyone other than Wavetek 
or its authorized representative and not in accordance with instructions furnished by Wavetek. 

Exclusion of Other Warranties 

Tiie Warranty described above is Buyer's soie and exclusive remedy and no ottier warranty, wlietiier written 
ororai, is expressed or implied. Wavetelcspecificailydisciaimsttie implied warranties of mercliantabiiity and 
fitness for a particular purpose. No statement, representation, agreement, or understanding, oral or 
written, made by an agent, distributor, representative, or employee of Wavetek, which is not 
contained in the foregoing Warranty will be binding upon Wavetek, unless made in writing and 
executed by an authorized Wavetek employee. Under no circumstances shall Wavetek be liable for any 
direct, Indirect, special, incidental, or consequential damages, expenses, losses or delays (including loss 
of profits) based on contract, tort, or any other legal theory. 
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Model 145-S-620 is a standard Wavetek Model 145 modified to provide a 
SYMMETRY control on the rear panel. This control allows the waveform time symmetry 
to be continuously adjusted over a 19:1 to 1:19 range. When this control is switched 
on, the generator operates at approximately 1/10 of the selected frequency. All 
procedures and descriptions in this manual assume that the SYMMETRY control is in' 
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PROTECT YOURSELF. Follow these precautions: 

• Don't touch the outputs of the instrument or any exposed test wiring carrying the 
output signals. This instrument can generate hazardous voltages and currents. 

• Don't bypass the power cord's ground lead with two-wire extension cords or plug 
adaptors. 

• Don't disconnect the green and yellow safety-earth-ground wire that connects 
the ground lug of the power receptacle to the chassis ground terminal (marked 
with @ or ^ ). 

• Don't hold you eyes extremely close to an rf output for a long time. The normally 
nonhazardous low-power rf energy generated by the instrument could possible 
cause eye injury. 

• Don't plug in the power cord until directed to by the installation instructions. 

• Don't repair the instrument unless you are a qualified electronics technician and 
know how to work with hazardous voltages. 

• Pay attention to the WARNING statements. They point out situations that can 
cause injury or death. 

• Pay attention to the CAUTION statements. They point out situations that can 
cause equipment damage. 
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SECTION 
GENERAL DESCRIPTION 



1.1 THE MODEL 145 

The Model 145 20 MHz Pulse/Function Generator has 
the versatility of output found in a function generator, 
plus the pulse characteristics of a pulse generator. It 
is a precision source of sine, triangle, balanced 
square, positive square and negative square 
waveforms, a source of dc levels and a source of nor- 
mal and inverted pulses. All are front panel and 
remote control variable from 0.0001 Hz to 20 MHz 
(periods from 50 ns to 10,000s). Pulse widths are 
variable from 25 ns to 1 ms and pulse delays variable 
from 50 ns to 10 ms. Double pulses (two pulses per 
period) are also available with variable time between 
pulses. The logical complement of the pulse is selec- 
table and either pulse or compl emen t are output 
simultaneously as ECL, ECL, TTL, TTL and variable 
amplitude and offset pulses. 

The amplitude controllable output of either waveform 
or pulse can be varied to 30 volts peak-to-peak (open 
circuit) and attenuated up to 80 dB. DC voltage or dc 
offset of signal is variable by front panel control and 
by external control between ±15 volts (open circuit). 
The outputs are also triggerable for one or multiple 
cycles by front panel switch or remote signal. A 
voltage representing generator frequency and a TTL 
level sync pulse at the frequency of the generator are 
auxiliary outputs. 

1.2 SPECIFICATIONS 

1.2.1 Versatility 

Instrument operates as either a function generator or 
pulse generator. 

1.2.2 Function Generator 

Waveforms 

Selectable sine'\/ , square Hj , triangle \ , positive 
square n , negative square is and dc^TTL sync 
pulse and fixed amplitude pulses of TTL, TTL, ECL and 
ECL, all simulaneously available with function output. 

Operational IModes 

Continuous: Generator oscillates continuously at 
selected frequency. 

Triggered: Generator is quiescent until triggered by an 



external signal or manual triger, then generates one 
cycle at selected frequency. 

Gated: As triggered mode, except generator 
oscillates for the duration of the gate signal. 

Frequency Range 

0.0001 Hz to 20 MHz in 10 overlapping ranges with 
approximately 1% vernier control. 

Function Output 

^y , Hj , \ selectable and variable to 30 Vp-p 
(1 5 Vp-p into 50Q). n , u , to 1 5 Vp (7.5 Vp into 50fi). 
All waveforms and dc can supply 150 mA peak cur- 
rent and may be attenuated to 60 dB in 20 dB steps 
with an additional 20 dB vernier. 

DC Output and DC Offset 

Selectable thru FUNCTION OUT output. Controlled by 
front panel control or by applying an external voltage. 
Adjustable between a minumum of ± 1 4.4 Vdc ( ± 7.2 
Vdc into 50fi) with signal peak plus offset limited to 
±14.4 Vdc (±7.2 Vdc into 50fi). External offset sen- 
sitivity approximately - 1 VA/ with output into open 
circuit. DC offset and output waveform attenuated 
proportionately the 60 dB output attenuator. 

Sync Output 

A TTL level pulse. Will drive 50Q termination. 

GCV—Generator Controlled Voltage 

At GOV OUT connector, a to -I-2V signal propor- 
tional to generator frequency. 600fi source im- 
pedance. 

VCG— Voltage Controlled Generator 

Up to 1000:1 frequency change with external to 2 
volt signal to VCG IN connector. Upper and lower fre- 
quencies limited to maximum and minimum of 
selected range. 

Slew Rate: 2% of range per /xs. 

Linearity: 

±0.2% for 10 Hz to 200 kHz. 

±0.75% for 0.001 Hz to 2 MHz. 

Impedance: 2 kQ. 

Trigger and Gate 

Input Range: 1 Vp-p to ±10V. 
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Impedance: 10kl2, 33pF. 
Pulse Width: 25 ns minimum. 
Repetition Rate: 10 MHz maximum. 
Adjustable Triggered Signal Start/Stop Point (sine and tri- 
angle only): Approximately -90° to +90° to 2 MHz. 

1.2.3 Frequency Precision 

Dial Accuracy 

±3% of full range from X .01 Hz to X 1 MHz. 
±5% of full range on X 10 MHz. 

Time Symmetry 

Square wave variation less than: 
±1% from 0.001 Hz to 200 kHz 
±0.5% from 20 Hz to 20 kHz 

1.2.4 Amplitude Precision 

Amplitude Change With Frequency 

Sine variation less than: 
±0.1 dB for 0.001 Hz to 200 kHz 
±0.5 dB for 200 kHz to 2 MHz 
±3.0 dB for 2 to 20 MHz 

Step Attenuator Accuracy 

0.3 dB per 20 dB step at 2 kHz. 

1.2.5 Waveform Characteristics 

Sine Distortion 

<0.5% on X 100 Hz to X 10 kHz. 

<1.0% on X .01 to X 10 Hz and X 100 kHz. 

All harmonics 34 dB below fundamental on X 1 MHz. 

All harmonics 26 dB below fundamental on X 10 MHz. 

Square Wave Rise/Fall Times 

At FUNCTION OUT <20 ns for 1 5V p-p output into 50Q load. 

1.2.6 Pulse Generator 

Pulse Outputs 

Variabl e amp litude pulse, and simultaneous fixed ECL, ECL , 
TTL and TTL pulses and TTL sync pulse. All outputs can drive 
50Q terminations. 

Operational Modes 

Continuous, triggered and gated plus the following. 

Normal Pulse: Adjustable width pulse in phase with sync 

signal. 

Delayed Pulse: Pulse delayed with respect to normal pulse. 

Pulse delay and pulse width adjustable. 

Double Pulse: Two pulses for every period. Time between 

pulses and pulse width adjustable. Minimum period 100 ns. 



Pulse Period Range 

50 ns to 10,000s 'in 10 overlapping ranges with approxi- 
mately 1% vernier control. 

Pulse Width 

25 ns to 1 ms in 5 overlapping ranges with vernier control. 
Includes OFF and square wave. 

Pulse Delay 

50 ns to 10 ms in 6 overlapping ranges with vernier control. 

Duty Cycle 

Duty cycles to 70% for periods > 100 ns « 10 MHz); for 
periods < 100 ns (> 10 MHz) duty cycles are approxi- 
mately 50%. 

Function Output 

Variable to 30V p-p {15V p-p into 5012). DC offset and 
attenuation are same as for function generator. 

Pulse Rise/Fall Times 

At FUNCTION OUT, < 20 ns for 15V p-p output into 500 
load. 

1.2.7 General 

Stability 

Short Term: ±0.05% for 10 minutes. 

Long Term: ±0.25% for 24 hours. 

Percentages apply to amplitude, frequency and dc offset. 

Environmental 

Specifications apply ai 23°C ± 5°C. Instrument will operate 
from 0°C to 50°C ambient temperatures. 

Dimensions 

28.6 cm {1 1 Va in.) wide; 1 3.3 cm (5 'A in.) high; 27.3 cm 
{^0V^ In.) deep. 

Weight 

5 kg (1 1 lb) net; 6.6 kg (1472 lb) shipping. 

Power 

90 to 105V, 108 to 126V, 198 to 231V and 216 to 252V 
selectable; 48 to 400 Hz; less than 30 watts. 



NOTE 

AH specifications apply from 0. 1 to 2.0 on fre- 
quency dial when FUNCTION OUT output is 
at maximum and 50n terminated. Function 
generator specifications apply when PULSE 
WIDTH control is OFF. 
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1.3 EQUIPMENT REQUIRED 

Equipment required is given in table 1-1. 

Table 1-1. Equipment Required But Not Supplied 

Application 
Manufacturer's Alternate Accept- Calibra- 
Equlpment Part Number Part Number ance tion 



Oscilloscope 


TEK 465 


TEK 475 


X 


X 


Voltmeter 


Fluke 8000A 


Fluke 801 OA 




X 


Distortion 










Analyzer 
Counter 


HP334A 
HP5300B 


HP5345A 




X 
X 



Function 

Generator Wavetek 1 80 Wavetek 1 48 X 

DC Voltage 

Source JF 332 X 



50Q 

Termination TEK 01 1 -0099-00 Fluke Y91 03 

3 Foot Coax Pomona 

Cables TEK 01 2-0057-01 4964-SS-36 X 



Coax Tee 

Connector TEK 103-0030-00 Pomona 3285 X 
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SECTION 
INSTALLATION 



2.1 MECHANICAL INSTALLATION 

After unpacking the instrument, visually inspect all external 
parts for possible dannage to connectors, surface areas, etc. 
If damage is discovered, file a claim with the carrier who 
transported the unit. The shipping container and packing 
material should be saved in case reshipment is required. 

2.2 ELECTRICAL INSTALLATION 
2.2.1 Power Connection 

WARNING 

To preclude injury or death due to shock, the 
third wire earth ground must be continuous to 
the facility power outlet. Before connecting to 
the facility power outlet, examine extension 
cords, autotransformers, etc., between the in- 
strument and the facility power outlet for a 
continuous earth ground path. The earth ground 
path can be identified at the plug on the instru- 
ment power cord; of the three terminals, the 
earth ground terminal is the nonmatching shape, 
usually cylindrical. 

CAUTION 

To prevent damage to the instrument, check for 
proper match of line and instrument voltage 
and proper fuse type and rating. 

NOTE 
Unless otherwise specified at the time of pur- 
chase, this instrument was shipped from the 
factory with the power transformer connected 
for operation on a 108 to 132 Vac line supply 
and with a 0.5 amp slow blow fuse. 

Conversion to other input voltages requires a change in rear 
panel fuse-holder voltage card position and slow blow fuse 
according to the following table and procedure. 



Card Position 


Input Vac 


Fuse 


100 


90 to 105 


0.5 amp 


120 


108 to 126 


0.5 amp 


220 


198 to 231 


0.25 amp 


240 


216 to 252 


0.25 amp 



4. 



Select operating voltage by orienting the printed 
circuit board to position the desired voltage on the 
top left side. Push the board firmly into its module slot. 

Rotate the fuse-pull back into the normal position 
and insert the correct fuse into the fuse holder. Close 
the cover door. 

Connect the ac line cord to the mating connector at 
the rear of the unit and the power source. 



1. 



Open fuse holder cover door and rotate fuse pull to 
left to remove the fuse. 



2.2.2 Signal Connections 

Use 3 foot RG58U 500 shielded cables equipped with fe- 
male BNC connectors to distribute all input and output 
signals. 

2.3 ELECTRICAL ACCEPTANCE CHECK 

This checkout procedure is a general verification of generator 
operation: Should a malfunction be found, refer to the war- 
ranty in the front of this manual. 

Refer to table 1-1 for equipment required for this procedure. 
Preset the generator front panel controls as follows: 

Set up the oscilloscope. Model 145 and external generator 
as shown in figure 2-1 . 



Control Position 

Dial • • 1-0 

GENERATOR MODE CONT 

TRIGGER LEVEL 9 o'clock 

PULSE DELAY 1 /is I 10 /is 

PULSE DELAY VARIABLE 12 o'clock 

NORMAL/DOUBLE/DELAYED NORMAL 

PULSE WIDTH OFF 

PULSE WIDTH VARIABLE 12 o'clock 

ATTENUATION 

ATTENUATION VERNIER Full cw 

FUNCTION Hj 

DC OFFSET . . . OFF 

TRIGGER START/STOP 0° CAL 

FREQ/PERIOD MULT IK 

VERNIER Fullcw 
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MODEL 145 



OSCILLOSCOPE 



Step 

1 
2 



TUNC OUT 



SYNC OUT 



GCV OUT (REAR PANEl) 




TRIG 



CH2 



EXT DC OFFSET 
{REAR PANEL) 



-• OUTPUT 



FUNCTION GENERATOR 

OR VOLTAGE SOURCE 

INITIALLY OFF 



Figure 2-1. Initial Setup 



Table 2-1. Acceptance Procedure 



Control 



POWER 
Dial 

FREQ/PERIOD MULT 

VERNIER 
ATTENUATION 
ATTENUATION VERNIER 
DC OFFSET 



Position/Operation 



Function Generator or 
Voltage Source 



ON 

Rotate dial. Return to 1.0. 

Rotate switch. Return to IK. 

Rotate ccw. Return to CAL. 
Rotate ccw. Return to 0. 
Rotate ccw. 
Rotate cw. Return to OFF. 



Observe 



Vary input voltage. 



1 kHz square wave. 

Rotation ccw increases frequency of square on 
one channel and dc level on other channel; cw 
decreases frequency and dc level . 

Rotation cw increases frequency; ccw decreases 
frequency (dc level not affected). 

Rotation ccw gives a small decrease in frequency. 

Rotation ccw reduces square wave amplitude. 

Square wave amplitude decreases. 

Square wave is immediately offset below previous 
level ; then waveform moves up to a positive level . 
OFF returns waveform to original position. (Clip- 
ping occurs at ±15V.) 

Waveform dc level varies. 



Remove EXT DC OFFSET IN cable and connect to VCG IN connector. Remove GCV OUT cable. 



Function Generator or 
Voltage Source 

10 ATTENUATION VERNIER 

11 FUNCTION 

12 GENERATOR MODE 

13 MANUAL TRIG 



Vary input voltage; then dis- 
connect input. 

Rotate cw. 

Rotate to DC, % , \ , 
"h . R ,U . then % , 



GATE 
Press down. 



Frequency increases with increased voltage, de- 
creases with decreased voltage. 

Square wave amplitude increases. 

Note dc level on scope. \, , \ and Ij 
should be centered on dc level. JH. should rest 
on dc level, "Lf should rise to dc level. 

A dc level. 

A series of sine waves. 
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MODEL 145 



OSCILLOSCOPE 



TRIG 
IN 



FUNCOUT 



CH 1 



SYNC OUT 




FUNCTION GENERATOR 



TRIG I CH2 



OUTPUT 



Figure 2-2. Second Setup 



Step 



14 

15 
16 



Table 2-1, Acceptance Procedure (Continued) 



Control 



Position/Operation 



Observe 



Set up a trigger source as shown in figure 2-2. Trigger on triangle waveform. Set trigger source at 100 Hz % 



TRIGGER LEVEL 

GENERATOR MODE 
TRIGGER START/STOP 



Rotate knob. Set for several 
cycles. 

TRIG 

Rotate knob, then to 0° GAL. 



Knob varies number of cycles gated. 



One cycle per trigger cycle. 

CW starts sine wave at +90°; ccw starts sine wave 
at —90°. Fully cw gives continuous sine waves. 



NOTE: Select square wave on trigger source. 



17 


FUNCTION 


PULSE 


DC level (minus). 


18 


PULSE WIDTH 


Turn cw to 100 /us 1 1 ms. 


Pulse appears. 


19 


PULSE WIDTH VARIABLE 


Rotate, then to 1 2 o'clock 


CW increases pulse width; ccw decreases pulse 




FUNCTION 




width. 


20 


PULSE, then PULSE. 


Pulse direction reverses; dc levels remain the 








same values. 


21 


NORMAL/DOUBLE/ 
DELAYED Switch 


DELAYED 


No change. 


22 


PULSE DELAYED 


100 /AS 11 ms 


Small horizontal shift. 


23 


PULSE DELAYED VARIABLE 


Turn knob. 


Pulse moves horizontally. 


24 


NORMAL/DOUBLE/ 
DELAYED Switch 


DOUBLE 


No change. 


25 


PULSE DELAYED VARIABLE 


Turn knob to resolve two pulses. 


Double pulse appears. 
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2.4 PREPARATION FOR SHIPMENT 

If original packing material was saved, pack instrument in 
same manner as received. When using packing materials 
other than original, use the following guidelines: 



1. 
2. 
3. 

4. 
5. 



Wrap instrument in plastic packing material. 

Use double-wall cardboard shipping container. 

Protect all sides with shock-absorbing material such 
as styrofoam dunnage to prevent instrument move- 
ment within the container. 

Seal shipping container with approved sealing tape. 

Mark FRAGILE on all sides, top and bottom of shipping 
container. 



2.5 PREPARATION FOR STORAGE 

This instrument should be stored in a clean, dry environ- 
ment. The following limitations apply to both storage and 
reshipment. 



1. Temperature within -55°C to h-75°C range. 

2. Relativity humidity not to exceed 95% at + 25 °C and 
sea level (non-condensing). 

3. Altitude from sea level to 40,000 feet. 

2.6 PREPARATION FOR EXTENDED STORAGE 

For extended storage greater than 6 months, pack instru- 
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SECTION 
OPERATION 



3.1 CONTROLS AND CONNECTIONS 

The generator front panel controls and connectors are 
shown in figure 3-1 and keyed to the following descriptions. 

POWER Switch 

Turns generator on and off. 

(2) Frequency Dial 

Settings under the dial index mark multiplied by 
@ determine the output signal frequency. The 
dial calibration marks correspond to the frequency 
(black) numbers only. The period (grey) numbers 
are approximations only. Refer to table 3-1 for 
quick period/frequency conversion. The frequency 
can be varied by the vernier ^j) and the VCG 
signal \\o) 



(3) GENERATOR MODE Switch 

Selects one of the following three modes. 

CONT - Continuous output at FUNCTION OUT, 
SYNC OUT and, if PULSE WIDTH is on, PULSE 
OUT connectors. 

TRIG - DC level output at all six output connec- 
tors until the generator is triggered by MANUAL 
TRIGGER switch or with a signal at the TRIG IN 
connector. When triggered, the generator output is 
one cycle of waveform or one pulse period followed 
by a dc level. 

GATE - As for TRIG except the output is contin- 
uous for the duration of the trigger signal at TRIG 
IN. The last cycle or period started is completed. 




■ ■■■■fl 

14) @ @ 

Figure 3-1. Controls and Connectors 



h ^ (9) ® 
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Table 3-1. Period to Frequency Conversion 



Converted Frequency Dial Values 
(Based on f = 1/T where ' |_j ) 

l«-TH 



1. Find the number 23 (or .23, 2.3, etc.) in the Time 
column. Note its form and Freq equivalent. 



Time 



Freq 



.5 


2 


.6 


1.67 


.7 


1.43 


.8 


1.25 


.9 


1.11 


1 


1 


1.1 


.91 


1.2 


.83 


1.3 


.77 


1.4 


.71 


1.5 


.67 


1.6 


.63 


1.7 


.59 


1.8 
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4.8 


.21 


4.9 


.2 


5 


.2 



Time 



Freq 



2.3 .44 

2. Express 23 [is using the 2.3 form: 2.3 X 10~^ . 

3. Set FREQ/PERIOD MULT switch to the equivalent of 

icr^: IOm. 










4. Set the dial to the frequency equivalent of 2.3: .44. 



Symbols 

M = 10^ 
k = 10^ 

m = icr^ 
fi = icr^ 

n = Id' 



To use the dial calibration marks when setting period time, 
the period must be converted to frequency. 




Example: Set generator for a 23 /js pulse period. NOTE: Refer to paragraph 1.2 for dial accuracy. 



TRIGGER LEVEL Control 

Determines the level at which the input trigger 
signal at the TRIG IN connector n5) is accepted 
as a trigger or gate in the trigger and gate modes. 
The trigger level can be varied from fully cw, where 
a positive-going excursion thru approximately —10V 
is a trigger, to fully ccw, where a positive-going ex- 
cursion thru approximately -t-lOV level is a trigger. 

(4) MANUAL TRIGGER Switch 

Triggers or gates the output signal when GENER- 
ATOR MODE switch (T) is at TRIG or GATE. 
In trigger mode, one cycle is output when the 
switch is pressed. In gate mode, cycles are contin- 
uously output as long as the switch is held down. 

NOTE 
Set TRIGGER LEVEL @ fully ccw. 



@ PULSE DELAY Control 

When NORMAL/DOUBLE/DELAYED switch ® 
is at DELAYED, PULSE DELAY selects one of six 
time ranges for delay of pulse with respect to the 
undelayed signal leading edge. When (g) is at 
DOUBLE, PULSE DELAYselects the time between 
double pulse leading edges. 

VARIABLE Control 

Inner knob selects delay time within the range 
selected by the outer knob. 

(?) NORMAL/DOUBLE/DELAYED Switch 

Selects the pulse parameters as follows: 

NORMAL - Pulse of width and frequency set by 

front panel switches appears at TTL, TTL, ECL, 



3-2 



ECL and FUNCTION OUT connectors with syn- 
chronous leading edges to the sync pulse @ 
trailing edge. 

DOUBLE— As NORMAL plus an additional pulse 
in each pulse period delayed from the first pulse 
leading edge by time (s) 

DELAYED— As NORMAL, except the pulse 
leading edge is delayed from the normal pulse 
leading edge by time (s) 

® PULSE WIDTH Control 

Outer knob selects the range for the width of all 
pulses except sync. Has OFF and square wave 
detents. When in OFF position, the 145 has no 
PULSE OUT outputs. The square wave ( ^ ) de- 
tent is normally used to check the 50% period 
point; PULSE DELAY (s) has no effect. For the 
best square wave output, set FUNCTION qj) 
to 1 

VARIABLE Control 

Inner knob selects pulse width within the range 
selected by the outer knob. 

(5) ATTENUATION Control 

Outer knob reduces output voltage level of all 
outputs at FUNCTION OUT with increasing 
steps of attenuation. 

VERNIER Control 

Inner knob is a 20 dB vernier which controls the 
output within the steps of the outer knob. DC and 
offset voltages are not affected by this control. 

(9) FUNCTION OUT Connector 

The only output for the functions other than fixed 
amplitude pulse. At this output the functions and 
pulses are controllable in amplitude and dc off- 
set; the other outputs furnish fixed amplitude 
pulses only. 

@ SYNC OUT Connector 

Furnishes a TTL pulse for each cycle or period of 
the generator. To be used for scope or similar 
synchronization. Refer to paragraph 3.2.1.4 for 
conversion to an ECL sync pulse. 



@ FUNCTION Switch 

Selects one of eight 
waveforms or pulses. 



output signals; dc, 



(^ PULSE OUT 

Four standard pulses for logic circuits as follows 
(PULSE WIDTH @ must be other than OFF): 

TTL Connector — Furnishes a transistor-transistor- 
logic level pulse whose occurence and duration 
are controllable. Levels are typically <0.5V 
quiescent, > 2.0V active into a 500 termina- 
tion. 

TTl Connector — Same as TTL connector except 
active and quiescent levels are reversed. 

ECL Connector — Furnishes an emitter-coupled 
logic level pusle with controllable occurence 
and duration. Levels are typically - 1 .8V quies- 
cent, -0.9V active into a 5012 termination con- 
nector to -2 volts. Refer to paragraph 3.2.1.3 
for ECL loading instructions. 

ECL Connector — Furnishes an output like the 
ECL output, except active and quiescent levels 
are reversed. 

@ DC OFFSET Control 

Offsets the waveform or dc level at (§) from 
approximately -15V to -I- 15V (open circuit; 
approximately ± 7.5V into 50fi). An OFF position 
ensures no offset. 

@ TRIGGER START/STOP Control 

Sets the start and stop point of the selected 
waveform (sine or triangle only) appearing at (§) 
Usually used in the trigger mode and in com- 
bination with @ to create desired 
waveforms. 0° CAL position ensures conven- 
tional waveforms symmetrical about Vdc. 

@ TRIG IN Connector 

Accepts a 1 Vp-p to 1 0V external signal to trigger 
the generator. (Up to ± 50V will not damage cir- 
cuitry.) Triggers on rising edge of input which 
crosses TRIGGER LEVEL (3) setting from 
negative to positive. 

@ VCG IN Connector 

Accepts to -I- 2V ac or dc voltages to vary up to 
1000:1 the frequency and period of the outputs. 
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The upper and lower limits are defined by the 
maximum and minimum dial (2) settings multi- 
plied by @ . VCG input will not drive the gen- 
erator beyond the normal dial limits of a range. 

@ FREQ/PERIOD MULT Switch 

The outer knob selects one of ten frequency /period 
multipliers for the dial (2) setting. Frequency, 
then period, are noted at each setting. 

VERNIER Control 

A fine adjustment of the frequency dial (2) 
setting. 



Not 
Shown 



Not 
Shown 



EX I UC OFFSET IN Connector (Rear Panel) 

Applied voltage offsets the selected waveform 
linearly. Offset is IV for each -IV applied with 
output connected into an open circuit. Maximum 
inputis ±7.5V. Offset is affected by the attenua- 
tor (s). 

GCV OUT Connector (Rear Panel) 

This connector gives a to +2V signal propor- 
tional to the frequency of the generator within 
any given range. The signal can be used as the 
X drive for X-Y recorders. 



3.2 OPERATION 

Perform the initial checkout in Section 2 for the feel of the 
instrument. Any questions concerning individual controls 
and connectors may be answered in paragraph 3.1. 

3.2.1 Signal Termination 

3.2.1 .1 FUNCTION OUT Signal 

Proper signal termination, or loading, of the generator con- 
nectors is necessary for its specified operation. For example, 
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Figure 3-2. Signal Termination 



the proper termination of the main output is shown in 
figure 3-2. Placing the 500 terminator, or 50^2 resistance, 
in parallel with a higher impedance matches the receiving 
instrument input impedance to the generator output im- 
pedance, thereby minimizing signal reflection or power loss 
on the line due to phase angle mismatch. 

3.2.1 .2 TTL PULSE OUT Signals 

The TTL and TTE PULSE OUT outputs can drive 500 and 
higher impedance terminations. 

3.2.1 .3 ECL PULSE OUT Signals 

The ECL and ECL PULSE OUT outputs are driven by 
MC10124's. The signals must be properly terminated at 
the point that they enter an external ECL circuit. Several 
connection possibilities are shown in figure 3 3. 
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All connecting cables are RG58 
cables with BNC connectors. 



Figure 3-3. ECL Terminations 
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3.2.1 .4 Conversion of SYNC OUT TTL to ECL 



3.2.2 Pulses 



The SYNC OUT TTL pulse can be converted to an ECL 
pulse by rerouting two jumpers on the trigger/pulse printed 
circuit board. Disconnect jumper at E24 and connect to 
E25. Disconnect jumper at E27 and connect to E28. The 
two jumpers are correctly routed from E25 to E26 and 
from E28 to E29 for ECL operation. Instrument disassembly 
is covered in paragraph 5.3. 



See figure 3-4 for definition of controllable pulse character- 
istics. 

3.2.3 Waveforms 

See figure 3-5 for definition of controllable waveform char- 
acteristics. 
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NOTES 

1. Not Shown: TTL, TTL, ECL, ECL double pulse, delayed pulse and pulse. 

2. Pulse period is determined by the generator frequency setting unless in trigger mode, in which case it is determined by 
trigger frequency. 

3. In trigger mode, just one period is generated for each trigger pulx. 
DC offset plus pulse peak voltage > I 7.5 V I causes pulse clipping. 

Figure 3-4. Pulse Characteristics ^^^_^ 



3-5 



3.2.4 Voltage Controlled Function Generator Operation 1 

Operation as a voltage controlled function generator (VCG) 

is as for a manually controlled function generator, only the 

frequency within particular ranges is additionally controlled 

with dc levels (±2V excursions) injected at the VCG IN con- 3. 

nector. Set the frequency dial to a reference from which 

the frequency is to be voltage controlled. 



For frequency control with positive dc inputs at VCG 
IN, set the dial for a lower frequency limit. 

For frequency control with negative dc inputs at VCG 
IN, set the dial for an upper frequency limit. 

For modulation with an ac input at VCG IN. set dial 
at desired center frequency. Do not exceed th,e maxi- 
mum dial range of the selected frequency range. 
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NOTES 

1. Period is controlled by the generator frequency setting. 

2. In trigger mode, just one period is genera ted for each trigger pulse. 

3. DC offset plus peak waveform voltage > \ 7.5V \ causes waveform clipping. 
Figure 3-5. Waveform Characteristics 
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Figure 3-6. VCG Voltage 
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2.0 
to-Frequency Nomograph 



Figure 3-6 is a nomograph with examples of dial and voltage 
effects. Example 1 shows that with OV VCG input, fre- 
quency is as determined by the main dial setting, 1.0 in this 
example. Example 2 shows that with a positive VCG input, 
output frequency is increased. Example 3 shows that with a 
negative VCG input, output frequency is decreased. (Note 
that the Output Frequency Factor column value must be 
multiplied by a frequency range multiplier to give the actual 
output frequency.) 

NOTE 
The frequency vernier must be rotated fully 
ccw for 1000: 1 range. 

Nonlinear operation results when the VCG input 
voltage is excessive; that is, when the attempted 
generator frequency exceeds the range setting 
(2 times the multiplier setting) or in the other 
direction, 1 /1000th of the range setting. 



The up to 1000:1 VCG sweep of the generator frequencies 
available in each range results from a 2V excursion at the 
VCG IN connector. With the frequency dial set to 2.0, ex- 
cursions between — 2V and OV at VCG IN provide the up to 
1000:1 frequency sweep. With the dial set to .002, excur- 
sions between OV and +2V at VCG IN provide the up to 
1000:1 sweep within the set frequency range. 

3.2.5 Delay of Triggered Pulse 

Additional pulse delay is available in triggered mode. Not! 
only is the PULSE DELAY usable, but the % cycle delay 
between trigger acceptance and sync pulse shown in 
figure 3-7 can also be variable delay. 

Merely determine the delay desired and apply this formula 
for the frequency setting: 



Frequency in Hz = 



1 



(4 • delay in seconds) 



Then, adjust the pulse width for your desired pulse. Practical 
range with the frequency dial and multiplier is 1 ms to 
42 minutes. Delay control range is 50 ns to 10 ms. 

Frequency vernier and start/stop control also affect the 
delay. So, for accurate frequency dial control of delay, set 
these at their cal positions. 
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Figure 3-7. Pulse Delay From Trigger 
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Figure 4-1. Overall Block Diagram 
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SECTION 
CIRCUIT DESCRIPTION 



4.1 BASIC WAVEFORM DEVELOPMENT 

The heart of the generator (the boJd path in figure 4-1) is a 
triangle and square wave generator. The triangle waves are 
developed by capacitor charging ramps that are alternately 
reversed in polarity. The polarity reversal is caused by a flip- 
flop circuit, or hysteresis switch, that in turn produces the 
square waves. The flip-flop changes states upon detecting 
annplitude limits of the charging ramps through the triangle 
amplifier. 

As shown in figure 4-1, the VCG dial buffer sums the cur- 
rents from the frequency dial, frequency vernier and VCG 
in connector. The VCG dial buffer is an inverting amplifier 
whose output voltage is used to control a positive current 
source and a negative current source. For symmetrical out- 
put waveforms, the currents from the two current sources 
are equal and directly proportional to the voltage of the 
VCG dial buffer output. The diode gate, which is controlled 
by the hysteresis switch, is used to switch the positive or 
the negative current to the integrating capacitor selected by 
the frequency multiplier. If the positive current is switched 
into the integrating capacitor, the voltage across the capaci- 
tor will rise linearly to generate the triangle rise transition. 
If the current is negative, the voltage across the integrating 
capacitor will fall linearly to produce the fall transition. 

The triangle amplifier is a unity gain amplifier whose output 
is fed to the hysteresis switch. The hysteresis switch has two 
voltage limit points (+1.25 and -1.25V) at its input. 

During the time the output voltage of the triangle amplifier 
is rising, the output voltage of the hysteresis switch is posi- 
tive, but when the output voltage of the triangle reaches 
+1.25V, it triggers the hysteresis switch causing the output 
to switch negative. Once the control voltage into the diode 
gate becomes negative, it will switch the positive current 
out and switch the negative current in to the integrating 
capacitor, so that the voltage across the capacitor will re- 
verse, starting a linear decrease of the waveform. When the 
decreasing voltage reaches -1.25V, the output of the hys- 
teresis switch will switch back to positive, reversing the 
process. This action generates the triangle waveform as 
shown in figure 4-2. Since the output of the hysteresis switch 
is a square wave, the result is simultaneous generation of a 
square wave and a triangle wave at the same frequency. 
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Figure 4-2. Basic Generator and Timing Diagram 

the output frequency is determined by the magnitude of the 
capacitor selected by the frequency multiplier and the magni- 
tude of the positive and negative current sources. Since the 
current sources are llnearlly proportional to the control voltage 
of the VCG circuit, the output frequency will also be linearily 
proportional to the control voltage. 



The output of the hysteresis switch is fed to the sync amplifier 
arrd also the the square wave shaper. The square wave shaper 
consists of a shaping circuit which limits the square wave output 
swing to +1 .25V. For positive pulse outputs, it limits the output 
voltage swing from -1 .25 to OV; and for negative pulse outputs, 
it li mits the output voltage swing from to +1 .25V. The PULSE 
or PULSE from the auxiliary board are bipolar and processed 
as the square wave. 



The triangle wave from the triangle amplifier is coupled through 
a buffer amplifier and made available to the function selector 
switch. The buffer amplifier provides a low impedance to drive 
the sine converter circuit. The sine converter, using the 
nonlinear characteristics of its diodes, converts the triangle 
wave into a sine wave. 



The square wave from the sync amplifier, processed through a 
one-shot and the sync out buffer, is externally available at the 
sync out connector. The sync pulse, then, is a TTL level pulse 
output of the generator frequency. 
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4.2 AMPLITUDE OFFSET AND ATTENUATION 

The selected waveform is inverted and amplified in the pre- 
amplifier. The preamplified waveform is sent to the output 
amplifier. 

The output amplifier is an inverting amplifier with a current 
limiting output stage for short circuit protection. The dc 
offset control provides the offset to the selected waveforms 
center reference. The dc offset can be set by voltage at the 
external dc offset connector. The output amplifier establishes 
the generator dB attenuation reference. An output atten- 
uator decreases this reference amplitude in operator selected 
20 dB steps. The attenuator consists of three voltage dividers. 
Attenuation between the steps is provided by the attenuation 
vernier. 

4.3 TRIGGER AND GATE CONTROL 

Generator operation is controlled by allowing or preventing 
the timing capacitor to charge. Figure 4-3 shows in detail 
this portion of the circuit. For continuous operation, the 
trigger amplifier maintains a positive level above the positive 
peak developed by the charging capacitors. This reverse 
biases {turns off) the start/stop diode, and the trigger ampli- 
fier does not interfere with continuous operation. 

When the trigger amplifier outputs some level below the 
positive peak charging level, the diode is forward biased 
(turned on) to sink the integrating current from the current 
source, preventing the capacitors from charging to the posi- 
tive peak. This stops waveform generation and holds the 
triangle output at some dc level called the trigger baseline. 
The trigger baseline is the level where a triangle waveform 
cycle starts and where it stops. This baseline is directly ap- 
plicable to the triangle waveform and thus affects the sine 
wave. The square wave levels, output via the hysteresis 
switch, are not affected by the triangle baseline levels. 

The normal trigger baseline is zero volts, analogous to 
phase of a sine or triangle waveform. The trigger start/stop 
control offsets the trigger amplifier output and can change 
the baseline for starting and stopping a sine or triangle 
waveform from its negative peak (—90 ) to its positive peak 
(+90°) range. At the extreme positive peak level setting 
though, the diode is again reverse biased and generator 
operation goes continuous. 

When charging level is being held, the positive current 
generator still varies its output with corresponding frequency 
control inputs. These varying currents must be sunk through 
the diode to keep the timing capacitors from varying their 
charge, and thus varying the trigger baseline. The baseline 
compensation circuit monitors the output from the positive 
current generator to control the trigger amplifier and thus 



control the necessary compensating current through the 
diode. 

The trigger control logic determines that after a waveform 
starts, it always stops at a complete cycle and at the same 
phase at which it started. The trigger control logic latches 
the trigger amplifier for an enabling output from the time 
the cycle starts to when the negative peak of the last cycle 
is reached (just one cycle in the trigger mode). Upon reach- 
ing the negative peak, the timing capacitor continues 
charging positive again, but stops upon reaching the trigger 
baseline. A square wave from the hysteresis switch synchro- 
nizes the last negative peak time for unlatching the trigger 
amplifier for its trigger baseline output. 

The generator mode control circuitry (not shown) deter- 
mines whether the trigger control logic is to be fired for just 
one cycle, or is to be held on for the duration of the trigger 
input. When in gate mode, the trigger is directly coupled for 
controlling the trigger control logic. In the trigger mode, 
the squaring circuit output is converted by a one-shot to a 
narrow pulse which fires the trigger control logic. 

The squaring circuit is a level detector that generates a 
square pulse for the duration of a trigger signal above the 
set trigger level. The pulse is also generated for the duration 
the manual trigger switch is held down in gate mode, and 
fires one cycle in triggered mode. 

4.4 PULSE OUTPUTS 

The pulse outputs are based on the squarf wave from the 
basic generator circuit (see figure 4-1); the ulse frequency 
is controlled by the frequency dial, frequency vernier and 
VCG voltage in the same manner as the v\ iveforms. The 
square wave is first modified to the sync pulse by a one-shot 
circuit; then the normal/double/delayed pulse selector switch 
sets or inhibits AND gates to distribute the sync pulse to 
the delay one-shot and the width one-shot circuits. When 
the switch is in normal position, the sync pulse is gated to 
the width one-shot; the delay one-shot is bypassed. When 
the switch is in delayed position, the sync pulse is gated to 
the delay one-shot only. With the switch in the double posi- 
tion, the sync pulse is gated to both the delay and width 
one-shots. 

Pulse width of the width and delay one-shot pulses can be 
varied by the front panel width and delay controls, respec- 
tively. The resulting pulse is gated by the selection of a pulse 
width value rather than the square wave ( Hj ) detent on 
the pulse width switch. The pulse or the basic generator 
square wave, as selected by the pulse width control, is sent 
to a buffer circuit and output as TTL, TTL, ECL and ECL 
pulses. The pulse or square wave is also routed to another 
buffer which is set by the selection of PULSE, PULSE or a 
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waveform with the front panel function switch. This output, 
a normal pulse or a complemented pulse, is routed to the 
square wave shaper and output, if selected, through the 
output amplifier as a variable amplitude pulse. The pulse 
modes of normal, delayed and double are shown as timing 
diagrams in figures 4-4, 4-5 and 4-6. 

4.5 WIDTH AND DELAY ONE-SHOTS 

The pulse width and delay one-shots feature front panel 



adjustable current sources to regulate the capacitor charge 
time and as a result, the one-shot pulse width. The steady 
state condition of the one-shot circuit is as shown in figure 
4-7: Upon triggering, Q goes bw, the switch transistor 
switches off and the capacitor begins to charge. When the 
voltage across the capacitor is sufficient, the level detector 
senses the set level, the flip-flop is cleared and the circuit 
reverts to its steady state condition. The duty cycle of the one- 
shots is limited by the capacitor discharge time when return- 
ing to steady state conditions. 
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Figure 4-3. Trigger Circuit and Timing 
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Figure 4-5. Delayed Mode Timing 
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Figure 4-6. Double Mode Timing 
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NOTE 

The completion of the calibration procedure 
returns the instrument to correct alignment. 

CALIBRATION LIMITS AND 

TOLERANCES ARE NOT 

INSTRUMENT SPECIFICATIONS 

Instrument specifications are given in Sec- 
tion 1 of this manual. 
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5.1 FACTORY REPAIR 

Wavetek maintains a factory repair department for those 
customers not possessing the necessary personnel or test 
equipment to maintain the instrument. If an instrument is 
returned to the factory for calibration or repair, a detailed 
description of the specific problem should be attached to 
minimize turnaround time. 

5.2 INSPECTION AND PERFORMANCE 
VERIFICATION 

Inspect and verify instrument performance every six months 
or at a frequency determined from actual instrument usage. 
Inspect the exterior for damage, cleanness and loose knobs. 
Use a soft cloth dampened with commercial window cleaner 
to clean the exterior. When calibrating or repairing the 
instrument, inspect the instrument interior for heat damage 
and loose wires. This instrument requires no lubrication. 
Verify performance by performing the calibration pro- 
cedures. 

5.3 REQUIRED TEST EQUIPMENT 

Refer to table 1-1 for equipment required to perform the 
calibration procedures. 

5.4 REMOVING GENERATOR COVERS 

WARNING 

With covers removed, several dangerous 
voltage points may be exposed. Contact with 
these points could cause serious injury or 
death. 

1 . Invert the instrument; remove the four screws in 
the cover. 

2. Turn the instrument upright; remove the top 
cover; and remove the four screws securing the 
bottom cover. 

3. Replace the top cover. 

NOTE 

Remove the covers only when it is 
necessary to make adjustments or meas- 
urements. 

5.5 CALIBRATION 

After referring to the following preliminary data, perform 
calibration, as necessary, per table 5-1 . If performing partial 
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calibration, check previous settings and adjustments for 
applicability. See figures 5-1 and 5-2 for calibration point 
location. 

1 . Unless otherwise noted, all measurements made at the 
50^2 OUT connector should be terminated intoaSOfi 
(±0.1%) load. 

2. Allow the unit to warm up at least 30 minutes for 
final calibration. Keep the instrument covers on to 
maintain heat. Remove covers only to make adjust- 
ments or measiirements. 

3. Verify operation in TRIG and GATE modes by con- 
necting an external generator to the TRIG IN BNC 
and observing proper operation of TRIGGER LEVEL 
and TR IGGER START/STOP controls (paragraph 3.1 ). 

4. Verify SYNC OUT is an approximate 30 ns positive 
pulse into BOfi and that GOV OUT is a voltage pro- 
portional to dial position with'a 2V max (open circuit). 

5. Properly terminate the TTL, TTL, ECL and ECL out- 
puts (paragraph 3.2.1) and verify proper operation 
(paragraph 3.1) 

6. After starting the calibration by connecting the 
unit to an ac source and setting the front panel 
switches as follows; invert the instrument. 

Dial 02 

FREQMULT 100K 

FREQ VERNIER Full cw 

GENERATOR MODE CONT 

TRIGGER LEVEL Full ccw 

TRIGGER START/STOP 0° CAL 

PULSE DELAY 50 ns I 100 ns 

PULSE DELAY VARIABLE cw 

Pulse Mode DOUBLE 

PULSE WIDTH OFF 

PULSE WIDTH VARIABLE 12 o'clock 

DC OFFSET OFF 

FUNCTION DC 

ATTENUATION 20 I 

ATTENUATION VERNIER Full ccw 

POWER ON 
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Table 5-1. Calibration Chart 



Step 


Check 


Tester 


Cal 
Points 


Control 
Settings 


Adjust 


Desired 
Results 


Remarks 


1 


Power 
Supply- 


DVM 


C112 






+15±0.05 Vdc 


If voltage is incorrect, 
proceed to step 3. 


2 


cm 




-15±0.05Vdc 


If voltage is correct, 
proceed to step 9. 



Steps 3 - 8 are on the trig/pulse board. Place the cover on the generator and turn it upright. Remove the top cover for access 
to the trig/pulse board. 
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Power 
Supply 



DVM 



TP1 (COM) 
TP2 
(+15 Vdc) 



TP3 



TP4 



TP5 



TP6 



TP7 



R27 



R18 



+15 ±0.02 Vdc 



-15 +0.05 Vdc 



+24 ±1 Vdc 



-24 ±1 Vdc 



+5 ±0.2 Vdc 



-5.2 ±0.01 Vdc 



If steps 3 - 8 were performed, place the cover on, invert the generator and warm up the generator for Va hour. Remove the 
uppermost cover for generator board access when necessary. 



9 


Cap 

Mult 

Balance 


DVM 
(DCV) 


TP5 (COM) 
TP1 




R55 


<5mV 




10 


Power 
Ampf 
Balance 


FUNC- 
TION 
OUT 


R181 


±0.01 Vdc 


Terminate with 50r2 
load. 


11 


Preamp 
Balance 


ATTENUATION 
VERNIER: full cw 


R252 


±0.01 Vdc 




12 


VCG 

Null 


Scope 


FUNCTION: 1i 


R12 


Minimum fre- 
quency shift 


Observe one cycle at 
50 jus/div. Alternately 
short and open VCG 
IN BNC while adjust- 
ing R12. 


13 


1000:1 
Freq 


FREQ VERNIER: 
full ccw 


R13 
BOD 
Freq 
Adj 


< 1 cycle 
« 200 Hz) 


Scope on .5 ms/div. 
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Table 5-1. Calibration Chart (Continued) 



Step 



Check 



Tester 



Cal 
Points 



Control 
Settings 



Adjust 



Desired 
Results 



Remarks 



14 



15 



16 



17 



18 



19 



20 



21 



22 



1000:1 

Sym- 
metry 



Main 
Sym- 
metry 



Sine 
Distor- 
tion 



Main 
Freq 



Cap 

Mult 

Freq 



X 10M 
Freq 



X 1M 
Freq 



Trigger 
Baseline 



Scope 



FUNC- 
TION 
OUT 



Distortion 
Analyzer, 
Scope 



Frequency 

Counter/ 

Timer 



Scope 



R16 
BOD 
Sym 



Symmetrical wave- 
form 



NOTE: Steps 13 and 
14 are interactive. 



FREQ VERNIER: 
full cw 
Dial: 2.0 
FREQ MULT: IK 



R35 
TOD 

Sym 



Symmetrical wave- 
form 



FUNCTION: % 



R120 

Triangle 

Balance 



Symmetrical 
residue 



R93, 
R107 
Triangle 
Peaks 



Minimum sine 
distortion 



FUNCTION: Tj 



R4 
TOD 
Freq 
Adj 



2000 ±10 Hz 



FREQ MULT: 10 



R48 



20+0.1 Hz 



FREQ MULT: 10M 
Dial: Vary 



C40 



Best frequency 
tracking over 
X 10M range 



FREQ MULT: 1M 
Dial: Vary 



C34 



Best frequency 
tracking over 
X 1M range 



FUNCTION: \ 
GENERATOR 
MODE: TRIG 
Dial: Vary 



Connect FUNCTION 
OUT to distortion 
analyzer and distor- 
tion analyzer output 
to scope. Set scope 
to .1 V/div. Sync scope 
to SYNC OUT BNC 
loaded into 50^7. 



If either adjustment is 
going near a stop, re- 
center both pots and 
return to step 15. 



Remove SYNC OUT 
cable. 



This adjustment must 
be made each time 
step 20 is done. 



R162 



Minimum shift of 
baseline around 
Vdc 
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CAPACITANCE 
ML'LTiPLIER 



Figure 5-1. Generator Board 
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TP1 



TP2 



R27 




R18 



TP6 



TP7 
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Figure 5-2. Trig/Pulse Board 
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SECTION 
TROUBLESHOOTING 



6.1 FACTORY REPAIR 

Wavetek maintains a factory repair department for those 
customers not possessing the necessary personnel or test 
equipment to maintain the instrument. If an instrument is 
returned to the factory for calibration or repair, a detailed 
description of the specific problem should be attached to 
minimize turnaround time. 

6.2 TROUBLESHOOTING CHARTS 

Troubleshooting charts are given in figures 6-1 thru 6-9. 
The charts do not cover every possible trouble, but will be 
an aid in systematically isolating faulty components. 

Figure 6-1 . Initial Checks, Generator Board 

Figure 6-2. Generator Loop Checks, Generator Board 

Figure 6-3. VCG Checks, Generator Board 

Figure 6-4. Generator Output Checks 

Figure 6-5. Trigger and Gate Mode Checks, Trig/Pulse Board 

Figure 6-6. Power Supply Checks, Trig/Pulse Board 

Figure 6-7. Generator Input and Output Checks 

Figure 6-8. Pulse Mode Checks, Trig/Pulse Board 

Figure 6-9. Pulse Generator Checks, Trig/Pulse Board 

6.3 TROUBLESHOOTING INDIVIDUAL COMPONENTS 
6.3.1 Transistor 

1. A transistor is defective if more than one volt is mea- 
sured across its base emitter junction in the forward 
direction. 

2. A transistor when used as a switch may have a few 
volts reverse bias voltage across base-emitter junction. 

3. If the collector and emitter voltages are the same, but 
the base emitter voltage is less than 500 mV forward 
voltage (or reversed bias), the transistor is defective. 

4. A transistor is defective if its base current is larger 
than 1 0% of its emitter current (calculate currents from 
voltage across the base and emitter series resistors). 



In a transistor differential pair (common emitter 
stages), either their base voltages are the same in 
normal operating condition, or the one with less 
forward voltage across its base emitter junction 
should be off (no collector current); otherwise, one 
of the transistors is defective. 



6.3.2 Diode 

1. A diode is defective if there is greater than one volt 
(typically 0.7 volt) forward voltage across it. 



6.3.3 Operational Amplifier (e.g., 741, 1458) 

1. The "+" and "— " inputs of an operational amplifier 
will have less than 15 mV voltage difference when 
operating under normal conditions. 

2. When the output of the amplifier is connected to the 
"— " input (voltage follower connection), the output 
should be the same voltage as the "+" input voltage; 
otherwise, the operational amplifier is defective. 



6.3.4 Capacitor 

1. Shorted capacitors have zero volts across their termi- 
nals. 

2. Opened capacitor can be located (but not always) by 
using a good capacitor connected in parallel with the 
capacitor under test and observing the resulting effect. 

6.3.5 Digital TTL IC's (e.g. 7400 Series) 

1. The device is operating correctly if the output high 
state is > +2.4V and low state is < +0.5V. 

2. The input must show the same two levels as in step 1 . 
If the levels are between -H0.8V and +2.0V, the con- 
nection to the driving circuit output is open. 
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6.4 DISASSEMBLY/REASSEMBLY INSTRUCTIONS 
(For the Bench Instrument) 

6.4.1 Disassembly 

WARNING 

With covers removed, several dangerous 
voltage points may be exposed. Contact with 
these points could cause serious injury or 
death. 

Review the following procedure and identify com- 
ponents using chassis assembly drawing 01 02-00-0575 
(refer to Section 7). 

1. Disconnect the power plug from the line recep- 
tacle. 

2. Invert the instrument and remove four screws 
fastening the bottom cover to the top cover. 

3. Turn the instrument upright and remove the top 
cover. 

4. Remove the four screws fastening the lower 
board to the bottom cover standoffs. 

5. Remove the instrument from the bottom cover 
and invert the instrument. 

6. Unsolder the No. 18 black wire at the solder lug 
of FUNCTION OUT BNC. 



7. Disconnect the following 
generator board locations: 



wires from the 



E28 (coax) and E29 (shield) function output; 
E26 (yellow) and E27 (white-black) Ext DC; 
E6 (green) and E7 (white-black), GOV; 
El (brown) and E2 (white-black), VCG; 
E4 (red), E5 (brown) and E3 (orange) dial pot. 

8. Remove all knobs except the dial knob. 

9. Remove four screws fastening the generator 
board (upper board in this inverted position) to 
standoffs between the boards. 

10. Tilt the front panel forward and slide it forward 
enough to clear the detents of the generator 
board and lift the generator board free. Slide the 
front panel back over the detents of the remain- 
ing board 

11. For troubleshooting, set the generator board 
component side up on the working surface along- 
side the rest of the instrument. Ensure that the 
generator board is lying on a nonconductive sur- 
face and it is not making physical contact with 
the rest of the instrument. A jumper wire may be 
attached between E3 and E4 of the generator 



board to simulate a top-of-dial frequency 
voltage. It may be necessary to replace some of 
the knobs to set up various test conditions. 

At this point, the entire instrument is accessible 
for troubleshooting. To reassemble, perform 
steps 6 through 16, paragraph 6.4.2. 

12. To completely remove the generator board, 
disconnect the following wires from the 
generator board: 

E21 pulse disable; 
E23 pulse select; 
E24 pulse coax; 
E25 pulse coax shield. 

Disconnect the Molex connector. To reassemble, 
perform steps 1 tnrougn 16, paragraph 6.4.2. 

13. To remove the trigger/pulse board, remove the 
two screws connecting the power switch to the 
trigger/pulse board. 

14. Unsolder the following wires from the trig- 
ger/pulse board: 

El (blue); 

E2 (white-blue); 

E3 (blue); 

E4 (red); 

E5 (white-red); 

E6 (red); 

E7 (green); 

E8 (green); 

E9 (blue); 

El (red); 

E11 (violet); 

El 2 (white); 

El 3 (white); 

El 4 (white); 

El 5 (gray); 

El 6 (orange); 

El 7 (red); 

El 8 (white-black); 

El 9 (yellow); 

E22 (brown); 

E48 (green); 

E30 (coax, center conductor); 

E31 (coax, shield); 

J6 (TTL BNC), E40 and E41 ; 
J5 (TTL BNC), E42 and E43; 
J4 (ECL BNC), E44 and E47; 
J3 (ECL BNC), E45 and E46. 

15. Unsolder the green-yellow wire connecting the 
front and rear panels. 

16. Slide out the trigger/pulse board, 
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6.4.2 Reassembly 

Refer to the chassis assembly drawing 0102-00-0575 
(refer to Section 7) for correct positioning of the 
reassembled components. 

1 . Turn the unit upside down (bottom of unit up). 

2. Insert the trigger/pulse board (component side 
up). 

3. Solder the following wires to the board: 

El (blue); 

E2 (white-blue); 

E3 (blue); 

E4 (red); 

E5 (white-red); 

E6 (red); 

E7 (green); 

E8 (green); 

E30 (coax-center conductor); 

E31 (coax-shield); 

J6 (TTL BNC), E40 and E41 ; 

J5 (TTL BNC), E42 and E43; 

J4 (ECL BNC), E44 and E47; 

J3 (ECL BNC), E45 and E46; 

E9 (blue); 

E10(red); 

E11 (violet); 

El 2 (white); 

E1 3 (white); 

El 4 (white); 

E15(gray); 

E16 (orange); 

El 7 (red); 

E18 (white-black); 

E19 (yellow); 

E22 (brown); 

E48 (green). 

4. Secure the power switch to the trigger/pulse 
board. 

5. Solder the green-yellow wire connecting the 
front and rear panels. 

6. Slide in the generator board (component side up). 

7. Secure the four screws attaching the generator 
and trigger/pulse boards together. 

8. Install the two screws securing the generator to 
the left side panel mounting brackets. 



9. Push the front panel back over the board 
detents. 

10. Connect the following wires to the generator 
board: 

E4 (red), E5 (brown) and E3 (orange) dial pot; 

El (brown) and E2 (white-black) VCG; 

E6 (green) and E7 (white-black) GCV; 

E28 (coax, center conductor) and E29 (coax 

shield); 
E26 (yellow) and E27 (white-black) Ext DC; 
E23 from E34 of trigger/pulse board; 
E21 from E39 of trigger/pulse board; 
E24 from E37 of trigger/pulse board; 
E25 from E38 of trigger/pulse board. 

Connect the Molex connector. 

1 1 . Solder the large No. 1 8 ground wire to the output 
BNC. 

12. Turn the instrument upright and slide front and 
rear panels into the bottom cover. This spaces 
them correctly for proper knob alignment. 

13. Install all knobs. Align them so that they match 
the front panel graphics and are spaced approx- 
imately 1/1 6th of an inch away from the surface 
the front panel. 

14. Install four screws to secure the lower board to 
the bottom cover standoffs 

1 5. Replace the top cover and invert the instrument. 

16. Secure the top cover with four screws into bot- 
tom cover. 

6.5 DISASSEMBLY/REASSEMBLY INSTRUC- 
TIONS (For the Rack Mounted Instrument) 

6.5.1 Disassembly 

Review the following procedure and identify 
components using drawings 0102-00-0621 and 
0102-00-0575 (refer to Section 7). 

1 . Disconnect the power plug from the line recep- 
tacle. 

2. Turn the unit top side up. 

3. Remove the four top cover screws and cover. 
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4. Invert the unit (bottonn side up). 

5. Remove the four bottom cover screws and cover. 

6. Remove all front panel knobs except the fre- 
quency dial knob. 

7. Position the unit upside down (bottom of unit) 
with the front panel away from you. 

8. Remove the three screws holding the heat sinks 
of the trigger/pulse board to the rear panel. 

9. Remove the two screws attaching the front 
panel to the right side panel (labeled "R.H." in 
drawing 0102-00-0621). 

10. Remove the two screws securing the rear panel 
to the left side panel. 

1 1 . Remove the two screws securing the generator 
board to the left side panel mounting brackets. 

1 2. Unsolder the large No. 1 8 (black) ground on the 
function output BNC. 

13. To remove the generator board, disconnect the 
following wires from the generator board loca- 
tions: 

E28 (coax) and E29 (shield), function output; 

E26 (yellow) and E27 (white-black), Ext DC; 

E6 (green) and E7 (white-black), GCV; 

El (brown) and E2 (white-black), VCG; 

E4 (red), E5 (brown) and E3 (orange), dial pot; 

E23 (pulse select); 

E21 (pulse disable); 

E24 (pulse coax); 

E25 (pulse coax shield). 

Disconnect the Molex connector. 

14. Slide the rear panel to the right and backwards. 
Notice that the wires for the power supply are 
connected to the rear panel. 

1 5. Remove the two screws attaching the generator 
board to the mounting brackets on the right side 
panel. 

16. Remove the four screws securing the generator 
and trigger/pulse boards together, 

17. Remove the main board back and upwards. 



For troubleshooting the generator and tr'gger/ 
pulse boards, turn the instrument around with 
the front panel facing you (keep the unit in- 
verted). Place the generator board (component 
side up) on a working surface with the board on 
the right side of the unit. Ensure the generator 
board is lying on a nonconductive surface and 
not making physical contact with the rest of the 
unit. Jumper E3 and E4 simulate the top of dial 
frequency voltage. Pull J1 (Molex connector) 
from the instrument and plug into position on the 
generator board. Add the following jumpers 
between the generator and trigger/pulse board: 



Trigger/Pulse 


Generator 


E34 (nnise selecf* 


E23 


E39 (pulse disable) 


E21 


E37 (pulse coax, center) 


E24 


E38 (pulse coax, shield) 


E25 



It may be necessary to replace some of the 
knobs to set up various test conditions. 

At this point, the entire instrument is accessible 
for troubleshooting. To reassemble, perform 
steps 6 through 19, paragraph 6.5.2. 

19. To remove the trigger/pulse board, remove the 
two screws connecting the power switch to the 
trigger/pulse board. 

20. Unsolder the following wires from the trig- 
ger/pulse board: 

El (blue); 

E2 (white-blue); 

E3 (blue); 

E4 (red); 

E5 (white-red); 

E6 (red); 

E7 (green); 

E8 (green); 

E9 (blue); 

El (red); 

Ell (violet); 

El 2 (white); 

E13 (white); 

E14 (white); 

El 5 (gray); 

El 6 (orange); 

E17(red); 

El 8 (white-black); 

El 9 (yellow); 



21. 



E22 (brown); 

E48 (green); 

E30 (coax, center conductor); 

E31 (coax, shield); 

J6 (TTL BNC), E40 and E41 ; 

J5 (TTL BNC), E42 and E43; 

J4 (ECL BNC), E44 and E47; 

J3 (ECL BNC), E45 and E46. 

Unsolder the green-yellow wire connecting the 
front and rear panels. 



22. Slide out the trigger/pulse board. 
6.5.2 Reassembly 

Review the following procedure and identify 
components using drawings 0102-00-0621 and 
01 02-00-0575 (refer to Section 7). 

1. Turn the unit upside down (bottom of unit up). 

2. Insert the trigger/pulse board (component side 
up). 

3. Solder the following wires to the board: 

4. Secure the power switch to the trigger/pulse 
board. 

El (blue); 

E2 (white-blue); 

E3 (blue); 

E4 (red); 

E5 (white-red); 

E6 (red); 

E7 (green); 

E8 (green); 

E30 (coax-center conductor); 

E31 (coax-shield); 

J6 (TTL BNC), E40 and E41 ; 

J5 (TTL BNC), E42 and E43; 

J4 (ECL BNC), E44 and E47; 

J3 (ECL BNC), E45 and E46; 

E9 (blue); 

El (red); 

Ell (violet); 

El 2 (white); 

El 3 (white); 

El 4 (white); 

El 5 (gray); 

El 6 (orange); 

El 7 (red); 

E1 8 (white-black); 

El 9 (yellow); 

E22 (brown); 

E48 (green). 



5. Solder the green-yellow wire connecting the 
front and rear panels. 

6. Slide in the generator board (component side up). 

7. Secure the four screws attaching the generator 
and trigger/pulse boards together. 

8. install the two screws securing the generator to 
the left side panel mounting brackets. 

9. Attach all knobs to the front panel. 

10. Slide the rear panel and right side panel into 
position. Align the wires with notched locations 
on the generator board. 

1 1 . Install the two screws securing the rear and left 
side panel. 

12. Secure the front and right side panels with two 
screws. 

1 3. Install the two screws securing the generator to 
the right side panel mounting brackets. 

14. Secure the heat sink to the rear panel using 
three screws. 

15. Connect the following wires to the generator 
board: 

E4 (red), E5 (brown) and E3 (orange) dial pot; 

El (brown) and E2 (white-black) VCG; 

E6 (green) and E7 (white-black) GCV; 

E28 (coax, center conductor) and E29 (coax 

shield); 
E26 (yellow) and E27 (white-black) Ext DC; 
E23 from E34 of trigger/pulse board; 
E21 from E39 of trigger/pulse board; 
E24 from E37 of trigger/pulse board; 
E25 from E38 of trigger/pulse board; 

Connect the Molex connector. 

1 6. Solder the large No. 1 8 ground wire to the output 
BNC. 

1 7. Visually inspect the instrument for missing hard- 
ware and disconnected wires. 

18. Attach top and bottom covers with four screws 
for each cover. 

19. Check the unit for proper operation. 
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CHECK 

SINE CONVERTER 

CIRCUIT OR 

SW4-C 



CHECK 

CR28-31,Q17, 

SW4-C, SW4-D 

& SW4-E 



CHECK 

TRIANGLE BUFFER 

CIRCUIT 



.PROBLEM INTRIG^ YES 
\ & GATE MODES y^ 



1, 



> 



'NORMAL/DOUBLE/DELAY SWITCH TO NORMAL, FREQ VERNIER TO CAl 
DIAL TO 2.0, ALL OTHERS TO 12 O'CLOCK 
'SYMMfclHICAL SQUARE OH Uhl-Stl SQUARES 



Figure 6-1. Initial Checks, Generator Board 
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GENERATOR LOOP 



> 



PLACE ALL CON- 
TROLS IN INITIAL* 
POSITIONS 



PI -9 +24 Vdc 
PI -8 -24 Vdc 
P1-7 -15 Vdc 
PI -6 +15 Vdc 



< 




< 



VOLTAGE AT 

WIPER SW1-F 

(GN WIRE) THE 

SAME AS ATTP2 

? 

'yes 



T 



< 



APPROX 2 Vdc 

AT COLLECTOR 

015 & OPPOSITE 

IN POLARITY TO 

THAT AT TP2 ? 

YES 



1' 




YES 



NO 




NO 



APPROX +10 Vdc 
ATQ4& -10 Vdc 

at 06 emitters 
'yes 



> 



NO 



> 



NO 



> 



NO 



>E> 







> 



> 



check 
triangle ampl 

08-012 CIRCUIT 



CHECK 

HYSTERESIS 

SWITCH IC9& 

Q15-Q17CIRCUIT 



VOLTAGE AT 
EMITTERS Q13 & Q14 NO 

< THE SAME AS AT > 

COLLECTOR Q15 
? 

^NORMAL/DOUBLE/DELAY SWITCH "lO NORMAL, FREQ VERNIER TO CAL, 
DIAL TO 2.0, ALL OTHERS TO 12 O'CLOCK 
**A NEGATIVE VOLTAGE HERE STOPS GENERATOR FOR TRIGGERED 

OPERATION 
'**USE SCOPE AND HIGH IMPEDANCE PROBE 



CHECK 

INTEGRATOR Q13 

&Q14 CIRCUITS 

S DIODES CR6-CR9 

CR26 



Figure 6-2. Generator Loop Checks, Generator Board 
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VCG CHECK 



> 



> 



CHECK 

CR6-CR9 &CR26 

INTEGRATOR 

CIRCUITS 



PLACE ALL CON- 
TROLS IN INI riAL' 
POSITIONS 



I 



REMOVE ANY 
INPUTS TO 
VCG IN BNC 



+15VdcT0APPR0X 
+ 150mVdcATE4AS NO 
<s DIAL IS ROTATED/""^ — 
FROM 2.0 TO .02 






^ IS 



Vdc ±5 mV 
1C1-2 ASDIAl\. 
ROTATED** ^ 



X- 



-5 TO ~0 Vdc 
ATIC1 -6 AS DIAL 
\ IS ROTATED 
FROM 2.0 TO .02 



> 



-^i^YES 



+ 10 TO +14.95 Vdc 

AT IC4-3 ASDIAL IS 

<C ROTATED FROM ^ 

2.0 TO .02 



X'' 



-10 TO -14.95 Vdc 

AT IC5-3 ASDIAL IS 

<C ROTATED FROM ^ 

2.0 TO .02 



X" 



X' 



'NORMAL/DOUBLE/DELAY SWITCH TO NORMAL, FREQ VERNIER TO CAL, 
DIAL TO 2.0, ALL OTHERS TO 12 O'CLOCK 

•*USE SCOPE AND HIGH IMPEDANCE PROBE FOR THIS AND SUBSEQUENT 
VCG MEASUREMENTS 



NO 



NO 



+ 10 TO +14.95 Vdc 
AT EMITTER Q4 AS NO 
<C DIAL IS ROTATED ^^>— — 
FROM 2.0 TO .02 
? 

'yes 



-10 TO -14.9b Vdc 
YES AT EMITTER 06 AS NO 

<C DIAL iS ROTATED ^ 

FROM 2.0 TO .02 
7 



CHECK 
DIAL& E3-E5 



CHECK 
IC1 CIRCUIT 



CHECK 
IC1 CIRCUIT 



NO 


Rki 


CHECK 

IC2,Q1 &Q2 

CIRCUITS 






NO 


J 


i 



CHECK 

IC4, Q3&Q4 

CIRCUITS 



CHECK 

IC5, 05 & 06 

CIRCUITS 



Figure 6-3. VCG Checks, Generator Board 



6-8 






GENERATOR OUTPUT 



Q> 



> 



CHECK 
OUTPUT ATTEN, 
FUNCTION OUT 
BNC WIRING, EX- 
TERNAL CABLE & 
TERMINATION 



\piSTORTED, CLIPPED, OFFSET/ 



PLACE ATTENUA- 
TION VERNIER 
CCW, DC OFFSET 
OFF & ALL OTHER 
CONTROLS IN INI- 
TIAL* POSITIONS 



X 



PI -9 +24Vdc 

. PI -8 -24Vdc 

<^ P1-7 -15Vdc 

PI -6 -HBVdc 

7 

YES 



> 



NO 



> 




YES 



CHECK 
tTRIANGLE BUFFER! 



ALL FUNCTIONS 

GOOD AT WIPER 

< SW4-C (WHT/ORN 

WIRE) WHEN SW4 

ROTATED ? 

YES 



> 



NO 



REMOVE 
WHITE/CRN WIRE 

& ADD 60Q 

RESISTOR FROM 

WIPER TO CIRCUIT 

GROUND 



ALL FUNCTIONS 
GOOD AT JUNCTION NO 

<Cr271 & R185 WHEN/" 

SW4 ROTATED 




CHECK 
PREAMP CIRCUIT 



jT YES 



TURN ATTEN 
VERNIER CW 




ALL FUNCTIONS 
J^^5<^G00D AT JUNCTIONS^ 
^ R224 & R226 ^ 



NO 




^ 


CHECK 
OUTPUT AMPLIFIER 




k 


k ^ 


NO 







'NORMAL/DOUBLE/DELAY SWITCH TO NORMAL, FREQ VERNIER 
TO CAL, DIAL TO 2.0. ALL OTHERS TO 12 O'CLOCK 



Figure 6-4. Generator Output Checks, Generator Board 
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JERATOR MODE CHECK 



> 



PLACE GENERATOR 

MODE TO GATE 
(NO TRIG IN INPUT) 
& ALL OTHER CON- 
TROLS IN INITIAL* 
POSITIONS 



X 



CHECK 

IC2, IC3, SW1-A 

&SW4 



YES 



SET TRIG LEVEL 
FROM CCW TO CW NO 

<^ OF CENTER; IC3-1 ^^>— — 
GOES FROM HIGH 
TO LOW ? 

jTyes 

IC3-8 GOES 

FROM HIGH TO LOW 

AS TRIG LEVEL IS 

OPERATED OR AS 

MAN TRIG** IS 

DEPRESSED ? 



CHECK 

TRIGSQUARER 

CIRCUIT 




CHECK 
SWl-B 



YES 



CHECK 
SYNC AMPL ON GEN- 
ERATOR BOARD 
PM WIRING 



GO TO GATE MODE 



CHECK 
IC2& SWl-B 



IC2-8 GOES 
FROM HIGH TO LOW NO 
< WHEN MAN TRIG >— — 
DEPRESSED 



jTyes 



CHECK 
IC2 &TRIG AMPL ON 
GENERATOR BOARD 



GO TO TRIG MODE 



REMOVE PI TO 
ISOLATE PROBLEM 



CONTINUED 

^NnRMAL/DOUBLE/DELAY SWITCH TO NORMAL, FREQ VERNIER TO CAL, 
DIAL TO 2,0, ALL OTHERS TO 12 O'CLOCK 
'*RETURNTRIG LEVEL CCW TO OPERATE MANUAL TRIGGER 



Figure 6-5. Trigger and Gate Mode Checks. Trig/Pulse Board (Page 1 of 2) 
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CONTINUED 
FROM 
PREVIOUS PAGE 




IC2-8 MOMENTARILY 
GOES LOW WHEN MO 
MAN TRIG IS ^>-—\ 
DEPRESSED 
?^ 

YES 



CHECK 

C28, IC2, IC3 

SW1-A &SW1-B 



TRIG/PULSE BOARD 
GENERATOR BOARD 




BASE OF 027 GOES 
FROM HIGH TO LOW ,yjo 
■\ WHEN MAN TRIG x>^ 
IS DEPRESSED 

1" 

GENERATOR RUNSOINLLY, 
<^WHEN MAN TRIG 
IS DEPRESSED 
? 



CHECK 
P1-4 WIRING 



GENERATOR 

DOES NOT 

RUN 



GOTO 
CONTMODE 



~^E 



YES 



A 



C71,CR18 -CR26 
<^ 013,024,026 



NO 



TRIGAMPLOK ^""'^^^ 
? 

^Tyes 



CHECK 
IC2 ON TRIG/ 
PULSE BOARD 



YES 



TRIGGERS OK; 

TRIG WAVEFORM 

CORRECTS BASE. 

LINE BAD 

START/STOP 
0° CAL>100mV v,,^ 
BETWEEN 2.0 & .02^ 
ON DIAL 

NO 




CHECK 

t:R2,CR26* &TRiq 

COMPENSATION 

CIRCUIT IC6&Q7 



START/STOP 

<;ONTROL DOESN'T\^ 
WORK PROPERLY ^ 
? 



YES 




GROUND 
JUNCTION 
07 & R168 



CHECK 
CONTROL 




CHECK TRIGGER 

COMPENSATION 

CIRCUIT IC6&Q7 



♦MATCHED DIODE PAIR 



NO 




CHECK TRIGGER 

AMPLIFIER 

Q28 - 032 



Figure 6-5. Trigger and Gate Mode Checks, Trig/Pulse Board (Page 2 of 2) 
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REGULATED POWERS 
SUPPLIES 




/er\ 



VOLTAGE SELEC- 
TOR MATCHES LINE |sjo 
<C VOLTAGE {PC BD /*—— 
UNDER FUSE) 
7 



'BEFORE MAKING THIS MEASUREMENT, REMOVE ANY CONNECTIONS 
BETWEEN THIS INSTRUMENT AND ANY OTHERS WHICH USE EARTH 
COMMON 



CORRECT IT 




YES 




*< 



A SHORT IS 
ACROSS LINE 0R\,^^ 
TO EARTH AT ^ 
LINE CONNECTOR 



j^Q AIM OPEN CIRCUIT 

►<IS BETWEEN CIRCU IT _> 

COMMONS EARTH- 



REMOVE PI FROM 

J1 ON GENERATOR 

BOARD 




T 



YES 



CHECK TRANS- 
FORMER & PRI- 
MARY WIRING, 
POWER SWITCH 



GENERATOR BOARD 
LOADING SUPPLIES 

DOWN; LABELED 
JUMPERS PROVIDED 
TO AID IN TROUBLE- 
SHOOTING 



:r^ 



CHECK TRANSFORM- 
ER SECONDARY & 
WIRING, INSULATORS 
UNDER REGULATORS 
& PASS TRANSISTORS, 
PINCHED CHASSIS WIR- 
ING, SHORT BETWEEN 
J1 & RECEPTACLE 
SHIELD 



REPLACE PI 




> 



YES 



CHECK 
BLUE SECONDARY, 
31,C2,CR1,CR2&Q2 




YES 



CHECK 

BLUE SECONDARY, 

C3,C4,CR3,CR4&Q4 




CHECK 

IC1,Q3, 04, 

07 & 08 CIRCUITS 



i 



CHECK 

IC1,Q1,Q2, 

Q5&Q6 CIRCUITS 



YES 




Figure 6-6. Power supply checks. Trig/Pulse Board (Page 1 of 2) 
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>! 



NO 



YES 



AT+ END 
\ OF C6 ^ 

YES 


^NO 


/ 


CHECK 
C13, C14&Q9 








CHECK 
RED SECONDARY, 
C5, C6. CR5 & CR6 


^ 


^ 



-24V 
BAD 



NO ^r 



YES 



^0-26 Vdc\^ 
AT END 


^ NO 


^^ OF C8 ^^ 

1 YES 


> 

^ 


CHECK 
C15,C16&Q10 




CHECK 

, RED SECONDARY, 

C7,C8, CR7&CR8 


^ 




REPLACE 


^ 


NO 


JUMPER 


■^ 




1 


r 






USE OTHER 






JUMPERS IN+5V 






POWER LINES TO 






ISOLATE PROBLEM 







LIFT JUMPER 
BY FB5&R69 



CHECK 
C17,C18&Q11 



REPLACE 
JUMPER 




CHECK 
GREEN SECONDARY, 
C9,C10& CR9-CR12 




LIFT JUMPER 
UNDER C13 



CHECK 
C19, C20&Q12 



CHECK 
C63 & IC8 




Figure 6-6. Power Supply Checks, Trig/Pulse Board (Page 2 of 2] 
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SYNC OUT BAD 




SET GENERATOR 
TO 2.0 X 1 MHz 
INCONTMODE 



APPROX 30 ns 
-><POSITIVE TTL PULSE> 
AT SYNC OUT 
? 



CHECK 

COAX FROM 

E30 & E31 TO J7 

SYNC OUT BNC 




CHECK 
SYNC AMPLIFIER ON 
GENERATOR BOARD 



< 



> 



NO 



30 ns POSITIVE 

PULSE AT IC4-8 

ON TRIG/PULSE 

BOARD 

30 ns POSITIVE 

YES PULSE AT IC7-8 NO 

<^ ON TRIG/PULSE ^>— - 

BOARD 

^ 7 , 



CHECK 
IC3JC4&P1-1 

VViRiNG 



CHECK 
IC6 & IC7 



TRIG IN BAD 



SET GENERATOR 
TO TRIG OR GATE 

MODE, TRIG SIGNAL 
BETWEEN 1 & 10V 

PEAK AMPLITUDE; 

FREQ APPROX 1/10 

GENERATOR FREQ 



< 



GENERA- 
TOR TRIGGERS YES 
■X]^ BY ROTATING ^^ 




NO 



TRIG SIGNAL 
YES^ APPEARS AT E17 

\ ON TRIG/PULSE /> 
BOARD 



NO 



TRIG OK 



CHECK 

E17& E18WIRING 

T0J2 



VCG IN BAD 



GENERATOR FREQ 
_^^ FOLLOWS DIAL -^^^ 
"^\ WITHOUT VCG IN j^ 
INPUT 
\ 7^ 



NO 



YES 



> 



K 



EXPECTED FREQ 
(SUM OF VCG IN 
& DIAL SETTING) 
EXCEEDS LIMITS 
OF FREQ RANGE 

^ 7 ^ 



YES 



> 



NO 



CHECK 

WIRING FROM 

J1 TO El & E2 

ON GENERATOR 

BOARD & R1 



CHOOSE A RANGE 
THAT INCLUDES 
FREQUENCIES TO 
BE REACHED, NOT 
EXCEEDING 1000:1 



Figure 6-7. Generator Input and Output Checks (Page 1 of 2) 



6-14 



GCV OUT BAD 



<^" 



GENERATOR 
EQ OPERATES 
PROPERLY 



NO 



> 



YES 



CHECK 

GCV AMPLIFIER 

ON GENERATOR 

BOARD & E6& E7 

WIRINGTOJ10 



> 



EXT DC OFFSET 
INPUT BAD 



FUNCTION OUT 
OUTPUT NORMAL yES 

-►<^ WITHOUT EXT DC />— 

OFFSET INPUT 

\ 7 ^ 



CHECK 

E26 & E27 

WIRING TO C83 

J9&R183 



NO 



> 



Figure 6-7. Generator Input and Output Checks (Page 2 of 2) 
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PULSE MODE 
INITIAL CHECKS 



PLACE ALL CON- 
TROLS IN INITIAL 
POSITIONS* 



SET FUNCTION 
TO PULSE 



YES 




NO 



RETURN TO GEN- 
ERATOR MODE 
INITIAL CHECKS, 
FIGURE 6-1 



NO 



NO 




NO 




YES 



> 



CHECK 
COAX E42 & E43 TO J5, IC7 & IC9 



CHECK 
COAX E44 & E47 TO J4, IC8 & -5.2V SUPPLV 



NO 



CHECK 
COAX E45 & E46 TO J3 & IC8 



SET FUNCTION 



TO PULSE 



^G> 




NO 




YES 



PULSE SELECT STAYS HIGH 

CHECK 
IC9, R44, SW4-B ON GENER- 
ATOR & WIRING FROM E23 
ON GENERATOR TO E34 
ON TRIG/PULSE 



NO 



CHECK 

COAX E37 & E38 0N 

TRIG/PULSE TO fc24& 

E25 ON GENERATOR, 

IC9& IC14 TRIG/PULSE 

PULSE AMPLIFIER 025 & 

SW4-E0N GENERATOR 



12 



> 



'NORMAL /DOUBLE/DELAY SWITCH TO NORMAL, FREQ VERNIER 
TO CAL, DIAL TO 2.0, ALL OTHERS TO 12 O'CLOCK 



Figure 6-8. Pulse Mode Checks, Trig/Pulse board (Page 1 of 2) 
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CONNECT SYNC OUT 
TO EXT SYNC OF SCOPE 



SET PULSE MODE 
TO DELAYED 




YES 



SET PULSE MODE 
TO DOUBLE 



CHECK 
PULSE DISABLE FROM E39 
ON TRIG/PULSE TO E21 ON 
GENERATOR; A LOW DIS- 
ABLES PULSE FUNCTIONS; 
CHECK SW4-A 



PULSE SELECT STAYS LOW 

CHECK 
IC9, R44, SW4-B ON GENER- 
ATOR & WIRING FROM E23 
ON GENERATOR TO E34 
ON TRIG/PULSE 



REDUCE PULSE 
WIDTH VARIABLE 

TO 12 O'CLOCK; 
SET PULSE DELAY 
VARIABLE TO CW 



COMPLETE PULSE 
RANGE CHECKS IN 
TABLE 6-1. IF EQUIVA- 
LENT DOUBLE PULSE 
DISPLAY IS OBTAINED 
ON EACH RANGE, PULSE 
MODE IS OK 



Figure 6-8. Pulse Mode Checks, Trig/Pulse Board (Page 2 of 2) 



Table 6-1. Pulse Ranges 



Pulse Width 


Ranging Components 


Pulse Delay 


Ranging Components 


Pulse Period 


Scope Horizontal 


OFF 


105, SW3-A 


NA 


NA 


NA 


NA 


25 ns 1 100 ns 


055,019, Q20,SW3-B 


50 ns 1 100 ns 


040, 016, Q17,SW2-B 


> 0.5 MS 


0.05 Ms/div 


100 ns 1 1 /us 


056, OR29, OR30 


100 ns 1 1 MS 


041,0R19, OR20 


>5ms 


0.5 Ms/div 


1 jLtS 1 10/L« 


057, CR31,OR32 


1 MS ! 10 ms 


042, OR21,OR22 


>50ms 


5 Ms/div 


10 JUS 1 100 MS 


058, 0R33, 0R34 


10 ms 1 100 ms 


043, OR23, OR24 


> 0.5 ms 


50 Ms/div 


lOOjUs 1 1 ms 


059, 0R35, OR36 


1 00 MS 1 1 ms 


044, OR25, OR26 


> 5 ms 


0.5 ms/div 


100/is 1 1 ms 


059, OR35, 0R36 


1 ms 1 lOmst 


045, OR27, OR28 


> 5 ms 


0.5 ms/div 


^ 


104- I06,SW3-A 


NA 


NA 


0.5 ms 


0.5 ms/div 



tRotate PULSE DELAY VERNIER ccw for proper display 
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PULSE GENERATOR 
BAD 



> 



PLACE ALL CONTROLS 
IN INITIAL POSITIONS, 

EXCEPT PERIOD AT 

0.5 X 1 jUs, PULSE WIDTH 

AT 25 ns I 100 ns, PULSE 

WIDTH VARIABLE AT 

12 O'CLOCK, PULSE 

MODE AT DOUBLE, PULSE 

DELAY AT 50 ns I 100 ns, 

VARIABLE ATCW* 



CONNECT SYNC OUT 

TO FAST SCOPE; 

USE HIGH IMPEDANCE 

X 10 PROBE TO CHECK 

WAVEFORMS, SYNC 

SCOPE ON NEGATIVE 

(TRAILING) EDGE 




CHECK 

GENERATOR OR 

EXT SOURCE, 

P1-1 WIRING 



CHECK 
IC3, IC4 & +5V SUPPLY 



NO 


^ 


CHECK 
IC4, IC5, R1 (SIP), SW3-A & SW5 




w 



< 



NEG 

PULSE 

WITH APPROX 

110 ns DELAY 

FROM SYNC 

AT IC11-8 ? 

YES 



> 



NO 



CHECK 

PULSE DELAY ONE-SHOT 

IC10, IC11 &Q16-Q18 



1 



CHECK 
IC4& IC10 



NO 




CHECK 
IC5, IC13,R1,SW3-A & SW5 



CHECK 
IC12& IC13 



L>07> 



'IF GENERATOR BOARD IS REMOVED, APPROX 1 MHz TTL MAY BE CON- 
NECTED FROM AN EXTERNAL SOURCE TO PM (SYNC) AND Pi-2 (COM) 



Figure 6-9. Pulse Generator Checks, Trig/Pulse Board (Page 1 of 2) 



^ 



SET GENERATOR MODE 
TO NORMAL 




CHECK 
IC4 & SW5 



SET GENERATOR MODE 
TO DELAYED 



X 



NORMAL 
PULSE GOES AWAY; NO 
<s DELAYED PULSE /"— — 
COMES BACK 

YES 




CHECK 
IC13&SW5 



SET GENERATOR MODE 
TO DOUBLE 




CHECK 

IC12, IC13, &Q19-Q21 

PULSE WIDTH ONE-SHOT 



CHECK 
IC6, IC7, IC9, IC14 
& SHORTED COAX 



Figure 6-9. Pulse Generator Checks, Trig/Pulse Board (Page 2 of 2) 
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SECTION 
PARTS AND SCHEMATICS 



7.1 DRAWINGS 

The following assembly drawings, schematics and parts lists 
are in the arrangement shown below. 



Drawings 

Instrument Assy & Parts List 
Instrument Schematic 
Chassis Assy 
Chassis Assy Parts List 
Generator Board Schematic 
Generator Board Parts Locator 
Generator Board Assy (sheets 2 & 3) 
Generator Board Parts List 
Current Li miter Assy & Parts List 
Trigger/Pulse Board Schematic 
Trigger/Pulse Board Parts Locator 
Trigger/Pulse Board Assy (sheet 2) 
Trigger/Pulse Board Parts List 
Rack Mount Assy & Parts List 
Chassis Assembly 
Chassis Parts List 
Generator Board Schematic 
Generator Board Assembly 
Generator Board Parts List 
Option 001 Timer Assy & Parts List 
Option 003 Timer Assy 
Option 003 Timer Parts List 

7.2 ORDERING PARTS 



When ordering spare parts, please specify part number, circuit 
reference, next higher assembly and serial number of the unit. 

7.3 ERRATA 

Under Wavetek's product improvement program, the latest 
electronic designs and circuits are incorporated into each 
Wavetek instrument as quickly as development and testing 
permit. Because of the time needed to compose and print 
instruction manuals, it is not always possible to include the 
most recent changes in the initial printing. Whenever this 
occurs, errata pages are prepared to summarize the changes 
made and are inserted inside the shipping carton with the 
instrument. If no such pages exist, the manual is correct as 
printed. 

7.4 INDEX OF FEDERAL SUPPLY CODES 

The following table gives the Federal Supply Code for Manu- 
facturers (FSCM) for manufacturers cited in the parts lists. 





MFGR Code 


Manufacturer 


FSCM 


; and parts lists 


AMP 


AMP Inc. 
P.O. Box 3608 


00779 


Drawing No. 




Harrisburg, PA 17105 




0102-00-0101 
0004-00-0101 
0102-00-0575 
1101-00-0575 


ANDEV 


Analog Devices Inc. 
221 Fifth Street 
Cambridge, MA 02142 


24355 


0103-00-0556 








1100-00-0556 
0101-00-0556 
1100-00-0556 
0101-00-1008 


ARCO 


Arco Electronics Inc. 
Connmunity Drive 
Great Neck, NY 11022 


84171 


0103-00-0565 








1100-00-0565 
0101-00-0565 
1100-00-0565 
0102-00-0621 


BECK 


Beckman Instrument Inc. 
2500 Harbor Blvd. 
Fullerton, CA 92634 


71738 


1101-00-3243 
1100-00-3243 


BOURN 


Bourns Inc. 


32997 


1104-00-3245 




1200 Columbia Ave. 




1101-00-3245 




Riverside, CA 92507 




1100-00-3245 








0102-00-0221 
0102-00-0442 


C&K 


C&K Components Inc. 


09353 


1000-00-0442 




103 Morse Street 





CRL 



CHIM 



CINCH 



CRL 



Newton, MA 02158 

Centralab-Division 
of Globe Union 
Milwaukee, Wl 53201 

Chicago Miniature Lamp 
Works 

4433 Ravenwoods Ave. 
Chicago, IL 60640 

Cinch Manufacturing Co. 
1026 S. Homan Street 
Chicago, IL 60624 

Centralab-Division 
of Globe Union 
P.O. Box 591 
Milwaukee, Wl 53201 



71590 



71744 



71785 



71590 
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MFGR Code 

CORCM 

CTS 
FAIR 



FERRX 



GAVTT 



1MB 



KING 



LITFU 



MAL 



METRS 



MICRO 



MOLEX 
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Manufacturer 

Gorman Inc. 

2635 N. Kildars Ave. 

Chicago, IL 60639 

CTS Corporation 
Elkhart, IN 46514 

Fairchild Semiconductor 
Division 
313 Frontage Road 
Mountain View, CA 94043 

Ferroxcube Corporation 
of America 

K^fM int KAf^ ft r\r\ Dr\oH 

Saugerties, NY 12477 

Gavitt Wire & Cable 
455 N. Quince Street 
Escondido, CA 92025 

1MB 

15401 S. Garments Rd. 
Santa Fe Springs, CA 
90670 



Kings Electronics Co. Inc. 
40 Marbledale Road 
Tuckahoe, NY 11223 

Littelfuse Inc. 
800 E. Northwest 
Highway 
Des Plaines, IL 60016 

Mallory Capacitor Co. 
3029 E. Washington St. 
P.O. Box 372 
Indianapolis, IN 46206 

Milton Ross Company 
51 1 Second St. Pike 
Southhampton, PA 
18966 

Micro Semiconductor 
Corporation 
11250 Playa Court 
Culver City, CA 90230 

Molex Products Co. 
5224 Katrine Avenue 
Docuners Grove, IL 
60515 



FSCM 


MFGR Code 


Manufacturer 


FSCM 


05245 


MOT 


Motorola Inc. 

Semiconductor 

Production Div 
5005 East McDowell Rd. 


04713 


71450 




Phoenix, AZ 85008 






PACRD 


Packard Electric 
Division 


77060 


07263 




408 Dana Street N.E. 
Warren, OH 44481 






RCA 


RCA 

Harrison, NJ 07029 


86684 


02114 


ROGAN 


Rogan Bros., Inc. 


86797 



23499 



27556 



91836 



79515 



90201 



07047 



14552 



27264 



8031 N. Monticello St. 
Skokie, IL 60076 

SEMTEC Semitech Corporation 14099 

652 Mitchell Road 
Newbury Park, CA 91320 

SMITH Herman H. Smith 83330 

812 Snediker Avenue 
Brooklyn, NY 11207 

SPRAG Sprage Electric Co. 56289 

North Adams, MA 01 247 

STKPL Stackpole Components 29604 

P.O. Box 14466 
Raleigh, NC 27610 

THOMN Thompson Industries Inc. 96881 

1 029 Plandome Road 
Manhasset, NY 11030 

Tl Texas Instruments 01295 

North Central Exprwy 
Dallas, TX 75231 

TRIKO Trico Products Corp. 75915 

817 Washington Street 
Buffalo, NY 14203 

TRW TRW Electronic 18486 

Components Division 
666 Garland Place 
Des Plaines, IL 60016 



UNICP 


Unicorp 


44729 


USECO 


USECO Inc. 
Mt. Vernon, NY 


15849 


WVTK 


Wavetek 

9045 Balboa Avenue 

San Diego. CA 92123 


23338 



7.5 CAPACITOR VARIANCE 

Because of changes in part suppliers, certain capacitor 
values in your instrument may differ from those called 
out in the schematics and parts lists. These value varia- 
tions are well within tolerable limits for correct circuit 
performance. 

The following capacitor variations may occur in your 
instruments; 

Ref 
Assembly Part Designation Values 

1 1 00-00-0565 1 500-35-0003 C-1 4, C-1 6 50 /^F, 50V or 

47 ixF, 50V 

1 1 00-00-0565 1 500-35-01 03 C-6, C-8 500 ^F, 50V or 

470 /iF, 50V 

1 1 00-00-0556 1 500-72-7602 C-95, C-98 27 ptF, 35V or 

33 ixF, 35V 
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THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION. OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 



4053, 4058 (am) ACT. 



6H6 



AT. 



w-zm 



^I'-'/r, 



'm 



STAMDAPD 
CHASSIS 
ASSEMBLY 
tW1-00-0575 



B 




REFERENCE DESieNATORS 



NONE 
NONE 
NONE 
NONE 

NONE 

NONE 

NONE 

12 

NONE 

NONE 



V^VETEK 

RMnSUST 



PART DESCRIPTION 



SCHEMATIC, INSTRUIENT 

FINAL CAL PROCEEDURE 

ASSY DRMe, MODEL 145 

ATP FOR MODEL 145 Ah© 
OPTIONS 

PC A. GENERATOR 

STD CHASSIS 

KIT, FINAL ASSY -145 

I. D. LABEL 

101-7(F) INSERT 

CARTON 15 1/4X15 

1/4X9 

3/4, 200«, SINGLE. RSC 

MODEL 145 INSTRUCTION 

MANIML 

145-STD, 145-S-620. 145 

-S-872, 145-S-1021 



OR I C-MFCR-P ART-NO 



0004-O0-0101 
0006-00-0101 
0102-00-0101 
1002-00-0101 

145-554 

145-57S 

145-1554 

801-9090 

101-7 

101-7A 

MAN UM.- 145 



TITLE 

nODEL 145 20nHZ PULSE 
FUNCTIONOENERATOR 
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MATION AMO DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAV NOT BE REPROOUCH) FOR ANY 
REASON EXCa>T CALIBRATION. OPERATION, AND 
MAINTENANCE »»IT«OUT WRITTEN AUTHORIZATION. 



WITH ^S90 LOCTITE 
(2) Q45 AND Q44 



(2 PL) 



B 




£44 WHT/RED 
E45 RED 



E4-I GBN 
£42 WHT/GSN 



1100-00-055Q, 
GENEQATOe BOARD 
{REF.) 



E40 BLK 



NOTE. UNLESS OTHERWISE SPECIFIED 



BISHOP QIUPHICS/ACCUn«n 



F.KJ.AQUIMO 



J^^££ 



V/o/eg 



?mr"°''^Ne3 



TOLERANCE UNLESS 
OTHERWISE SPECIFIED 

XXX ^010 ANGLES M 

XX -030 



DO NOT SCALE DWG 
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RECmOOt NO. A-3K4 



8 



THIS DOCUMENT CONTAINS PROPRIETARY INFORMATION 
AND DESIGN RIGHTS BELONGING TO WAVETEK AND MAY NOT 
BE REPRODUCED FOR ANY REASON EXCEPT CALIBRATION, 
OPERATION, AND MAINTENANCE WITHOUT WRITTEN AU- 
THORIZATION. 



BY DATE APP 



REFERENCE DESICNATORS 


PART DESCRIPTION 


OR le-MFCR-P ART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


NONE 


ASSY DRWC CENERATOR 


0101-00-0556 


WVTK 


0101-00-0556 




NONE 


SChEMATIC CENERATOR 


0103-00-0556 


WVTK 


0103-0O-0556 




13 


PCA. CURRENT LIMITER 


143-10O8 


WVTK 


1208-00-1008 




NONE 


KIT, PRE WAVE I OAD 
145-055i 


145-1563 


WVTK 


1208-00-1563 




C49 


CAP, CER, 56PF, IKV 


DD-560 


CRL 


1500-05-6001 




C37 38 39 


CAP SET, POLYC MIXED 
MATCHED SET 


1509-80-000B 


BISHO 


1509-80-0008 




Jl 


CCMN, 9PIN 


09-60-1091 


MOLEX 


2100-02-0052 




NONE 


SOCKET, MINISERT 


75060-012 


BERe 


2100-03-0076 


4 


NONE 


KNOB STD 


RB-67-1-SB-M 


ROCAN 


240O-01-00O8 


3 


NONE 


COAX KI«)B SEJ 


RB-67-1 -SB+O-M-9 


ROCAN 


2400-0 1-0009 


2 


NONE 


SUPER KIT 


250O-0145-O1 


WVTK 


25OO-0145-O1 


1 


NONE 


HEAT SINK 


207 


WAKE 


280O-11-O001 


2 


NONE 


TRANSIPAD 


531-218 


BIVAR 


2800-11-0004 


2 


14 


HEATS INK 


2606SH5E 


WAKE 


2800-1 1-0O12 


2 


U 


NUT, MACHINE SCREW, 
18-8 SS. #6-32 SMALL 
PATTERN 


NAS 671C6 


CMRCL 


2B00-5O-6100 


2 


VAVETEK 

R<\KFSIJSr 


TITLE 

PCA. CENERATOR 


ASSEMBLY NO. 1 1 00-00-0556 
PACE 1 


REV 
AC 



REFERENCE DESICNATORS 



044 
Q4S 



VSAVETEK 

WVRrSUST 



PART DESCRIPTION 



TRANS 
TRANS 



ORIG-MFOR -PART-NO 



2N3866 
2NS160-18 



TITLE 

PCA, CENERATOR 



MOT 
MOT 



WAVETEK NO. 



4901-03-6660 
4901-05-1600 



ASSEMBLY NO. 11 0O-OO-0556 



NOTE UNLESS OTHERWISE SPECIFIED 



REFERENCE DES I SNATCHES 


PART DESCRIPTION 


ORIG-MFGR-PART-ND 


MFCR 


WAVETEK NO. 


QTY/PT 


NONE 


ASSY DRWC, CURRENT 
LIMITER BOARD 


0101-00-1008 


WVTK 


0101-00-1008 


1 


NONE 


SCHEMATIC GENERATE 


0103-00-0556 


WVTK 


01O3-0O-0556 


1 


12 


HEATSira^ BRACKET 


143-50B3 


WVTK 


1400-01-5083 


1 


NONE 


CURRENT LIMITER BD 
REF: SPEC 
0OO8-OO-0455 REV C 


143-1008 


WVTK 


170O-0O-1O08 


1 


10 


UASHER 


5607-150 


SESTM 


2800-11-0O15 


2 


7 


WASHER, LOCK REG, S/S 
•4 


MS 35338-135 


CMRCL 


2SOO-45-40OO 


2 


16 


LOCK WASHER, INTERNAL 
TOOTH, SS #4 


MS 35333-70 


CMRCL 


280O-45-40O1 


1 


6 


SCREW PLPS PAN M/S 
18-8 S/S 4-40X3/8 


MS 51957-15 


CMRCL 


28O0-48-4106 


3 


8 


NUT, MACHINE SCREW, 
18-8 SS, #4-40 


NAS 671C4 


CMRCL 


280O-50-4100 


3 


R285 R287 


RES, C, 1/2W, 5X, 4. 7 


RC-1/2-4R7J 


STKPL 


4700-25-0479 


2 


R2B4 R286 


RES, MF, 1/8W, IX, 100 


RN55D-100OF 


TRW 


4701-03-1000 


2 


CR47 CR48 CR49 CR50 


DIODE, ZENER, lOV 


1N758A 


FAIR 


4801-01-0758 


4 


U13 


VOLT REGULATOR, 3 
TERMINAL ADJUSTABLE 


LM317T 


NSC 


7000-03-1700 


1 


^ , 






ASSEMBLY NO. 1 208-OO- 1 008 
PACE 1 


REV 
B 


VViWETEK 

R^KISUST 


PCA, 


CURRENT LIMITER 



REFERENCE DESICNATORS 



PART DESCRIPTION 



POS 

VOLT REGULATOR 



VAVETEK 

FWTTSUST 



OR I G-MFGR -PART-NO 



TITLE 

PCA, CURRENT LIMITER 



WAVETEK NO. 



7000-03-3700 



ASSEMBLY NO. 1 208-O0- 1 008 



T 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR I G-MFGR -PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


NONE 


ASSY DRWC CENERATOR 


0101-00-0556 


WVTK 


0101-00-0556 


1 


NONE 


SCHEMATIC GENERATOR 


0103-00-0556 


WVTK 


0103-00-0556 


1 


NONE 


PC BD PREPPED 
145-0556 


145-1564 


WVTK 


1208-00-1564 


1 


C55 


CAP, CER, 5PF, IKV 


DD-050 LDNC LEAD 


CRL 


1500-00-5001 


1 


C108T C61 C76 C77 


CAP, CER 

DISK, 5PF, IKV, lOX 


0311-00018 


WVTK 


15O0-00-5011 


4 


C59 CS2 


CAP, CER, lOPF, IKV 


DD-100 


CRL 


150O-01-O011 


2 


CI 02 087 


CAP, CER, lOOPF, IKV 


DD-101 


CRL 


15OO-01-O111 


2 


C13 C22 C9 


CAP, CER, . OOIUF, IKV 


DD-102 


CRL 


150O-01-O211 


3 


CI ClOl C103 C104 Cll Clio 
C16 C17 C18 C20 C21 C24 C27 
C29 C3 C30 C32 C33 C4 C42 
C43 C44 C5 C53 C54 C56 C57 
C58 C60 C62 C63 C66 C68 C71 
C72 C73 C74 C75 C80 C81 C83 
C84 C89 C90 C92 


CAP CER MON . OlMF 
50V, AXIAL 


CAC02Z5U103Z100A 


CCKNC 


1500-01-0310 


45 


C105 C106 C107 C109 C67 C78 
C79 C85 C86 C88 C91 C93 C94 


CAP, CER, MON, . IMF, 50V, 
AXIAL 


CACO3Z5U104ZO5OA 


CORNC 


150O-01-O405 


13 


C2 


CAP, CER, 150PF, IKV 


DD-151 


CRL 


150O-01-5111 


1 


CIO C14 


CAP, CER, 330PF, IKV 


DD-331 


CRL 


1500-03-3111 


2 


\ A y 






ASSEMBLY NO. 1 208-00-1 563 
PACE 1 


REV 
AB 


NA(W/ETEK 

FWilSLIST 


KIT, 


PRE WAVE LOAD 145-0556 



Rkl-kKENCE DESICNATORS 


PART DESCRIPTION 


OR IC-MFCR -PART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


C26 


CAP, MICA. lOOPF, 5O0V 


DM15-101J 


ARCO 


1500-11-0100 


1 


C25 


CAP, MICA, 15PF, 500V 


DM15-150J 


ARCO 


1500-11-5000 


1 


C28 C31 C99T 


CAP, MICA, 220PF, 500V, R 
AOIAL 


DM1 5-221 J 


ARCO 


1500-12-2100 


3 


NONE 


CAP, MICA, 30PF, 500V, RA 
DIAL 


DM15-30OJ 


ARCO 


1500-13-0000 


1 


C46 C51 


CAP, MICA, 47PF, 500V 


DM15-470J 


ARCO 


15OO-14-70OO 


2 


C47 C50 NONE 


CAP, MICA, 6SPF, 500V 


DM15-680J 


ARCO 


1SOO-16-S0OO 


3 


C36 


CAP, MICA, 820PF, 300V 


DM15-S21F 


ARCO 


15O0-1S-2101 


1 


C69 


CAP, ELECT, 22MF, 25V, RA 
DIAL 


SRA25VB22RM6X7LL 


UNCON 


1500-32-2002 


1 


C19 


CAP, POLYC, IMF, lOOV, AX 
lAL 


B1A1D5F 


ELPAC 


15O0-41-O5O4 


1 


C34 C40 


CAP.VAR, 3. 5-13PF, 
2S0V 


7S-TRIK0-02 3. 5/l»>F 


TRIKO 


1500-51-3000 


2 


C12 C8 C96 C97 


CAP, TANT, IMF, 35V 


150D105X9035A2 


SPRAC 


15O0-7 1-0502 


4 


C95 C98 


CAP, TANT 

27UF, 35V+/-10X, 0. 25LS 


199D276X9035FE4 


5PRAC 


1500-72-7602 


2 


cm C112 C64 C6S 


CAP. TANT, 5. 6MF, 35V 


15OD565X9035B2 


SPRAC 


1500-75-6502 


4 


NONE 


TRANSIPAD 


10123N 


METRS 


2800-11-0003 


2 


^ , 






ASSEMBLY NO. 1208-O0-1563 
PACE 2 


REV 
AB 


V^VETEK 

R^HISUST 


KIT, 


PRE WAVE LOAD 145-0556 



WAVETEK PROCESS 



DO NOT SCALE DRAWMG 



RELEASE APPROV. 



TOLERAfKXS ARE: 

F1UCTIONS DECIMALS ANGLES 

.XX I 

.XXX ± 



NA^fiVETEK 



PARTS LIST 
PCA, GENERATOR 



PSCMNO. IDWG. NO. 

23338 1100-00-0556 

ImODB. 145 |«HEET 1 OF 3" 



AC 



i 



THK DOCUMeNT COMTMHS PHOPHETARY WFOMMATKMI 
MO DeSMM MOHTB tOXMiaMa TO mmVETBC AND MAY NOT 
M MPKOOUCB) FOR AMY REAMN EXCEPT CAUMUTION, 
OPBIATION, AND MAINTENANCE WITHOUT WMTTBI AU- 
TH0MZAT10H. 



REFERENCE DESISNATORS PART DESCRIPTION 


OR lO-MFOR -PART-NO 


MFCR 


UAVETEK NO. 


QTV/PT 


NONE 


TRMHSIPAO 


931-21B 


BIVAR 


280O-11-O0O4 


2 


FBI 


FERRITE BEAD 


96-990-69/ 3B 


FERRX 


31OO-0O-OOO1 


1 


R4 R48 


POT, TRIM, IK 


91AR1K 


BECK 


460O-01-O2O9 


2 


R12 R162 R55 


POT, TRIM, lOK 


91AR10K 


BECK 


4600-01-0319 


3 


R13 Rltt R181 RZSZ 


POT, TRIM. lOOK 


91AR100K 


BECK 


4600-01-0402 


4 


R120 


POT. TRIM, 200 


91AR200 


BECK 


4600-02-0101 


1 


R107 R35 R93 


POT, TRIM, 900 


91AR900 


BECK 


46O0-O9-O104 


3 


Rll RB 


RES.C, 1/2U, 10%, 9. IM 


RC-1/2-919J 


STKPL 


4700-29-9104 


2 


R17 


RES, C, 1/2H, 10%, 6. Bh 






4700-29-6804 


1 


R118 R124 R127 R128 R129 
R142 R14S R149 R133 RISB 
R174 R180 R214 R21& R49 R57 
R73 


RES. MF, 1/8M. 1%, 100 


RN99D-1000F 


TRM 


4701-03-1000 


17 


R104 RlOe Rill R199 R1&9 
R168 R200 R297 R49 R47 R91 
R94 R98 R99 


RES.MF. 1/8M, 1%. IK 


RN99D-1001F 


TRM 


4701-03-1001 


14 


R112 R146 R203 R269 R41 


RES,MF. 1/8W. IX. lOK 


RN99D-1002F 


TRM 


4701-03-1OO2 


9 


R116 R123 R139 R141 R172 
R173 R19& R210 R23&T R24 
RZ73 R38 R90 R61 R&4 R74 


RES.MF, 1/BM, IX, 10 


9043ED10R100F 


MEPCO 


4701-O3-10O9 


18 


^ , 






ASSEMBLY NO. 1206-00-1963 
PACE 3 


REV 
AB 


RMnSUST 


KIT. 


PRE WAVE LOAD 149-0996 



REFERENCE DESIONATORS 


PART DESCRIPTION 


ORIO-MFCR -PART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


R81 Re4 












R211 R212 


RES, MF, 1/8W. IX, 1. IK 


RN9M>-1101F 


TRW 


4701-O3-1101 


2 


R239 R240 R290 R291 


RES.MF, 1/8U. IX, UK 


RN9K)-1102F 


TRM 


4701 -03-1 102 


4 


R96 H97 


RES, MF, 1/8U, IX, 1. 21K 


RN9S>-1211F 


TDM 


4701-O3-1211 


2 


R114 R241 R247 R66 


RE8,HF, 1/8U, IX, 190 


RN99D-1900F 


TRM 


4701 -03-1 900 


4 


R113 R176 R18 R198 R23 R267 


RES.MF. 1/8W, IX. 1. 9K 


RN99D-1901F 


TRW 


4701-03-1901 


11 


R32 R36 R62 R63 R9 












R132 R163 R2 


RES.MF. 1/BH, IX, 19H 


RN99D-1902F 


TRM 


4701 -03-1 902 


3 


R182 


RES.MF, 1/BU, IX. 190K 


RN99D-1903F 


TRM 


4701-03-1903 


1 


R218 R219 R220 R2Z1 


RES,MF. 1/8U. IX. 19 


RN9H)-19nOF 


TRM 


4701-03-1909 


4 


R263T 


RES, MF, 1/8U, IX, 17. 4K 


RN99D-1742F 


TRW 


4701-O3-1742 


1 


R169 


RES,MF, l/ew. IX, 1. 78K 


RN99D-17B1F 


TRM 


4701-03-1781 


1 


R184 


RES.MF. 1/8M, 1%, 1.96K 


RN9»)-1961F 


TRW 


4701-03-1961 


1 


R179 


RES, MF, 1/8M, IX. 20D 


RN99D-2D00F 


TRW 


4701-03-2000 


1 


Rl R19 R183 R209 R31 


RES, MF, 1/8U. IX, 2K 


RN99D-2001F 


TRW 


4701-03-2001 


9 


R143 


RES, MF, 1/8U. IX, 219 


RN99D-2190F 


TRW 


4701-03-2190 


1 


R166 R170 


RES,MF, 1/8U. IX. 21. 9 


RN59D-21R9F 


TRW 


4701-03-2199 


2 


^ , 






ASSEMBLY NO. 
PA 


1208-O 

ce 4 


0-1963 


REV 
AB 


NAWv^TEK 
FWTTSUST 


KIT, 


PRE WAVE LOAD 149-0996 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIO-MFOR -PART-NO 


MFCR 


WAVETEK NO. 


OTV/PT 


R237 R24e 


RES.MF, 1/8U, IX. 23. 7K 


RN59D-2372F 


TRM 


4701-03-2372 


2 


R102 R137 R144 R159 R186 
R230 R24Z R249 R29 R262 R39 


RES.MF, 1/8H. 1%, 249 


RN99D-2490F 


TRW 


4701-03-2490 


11 


R147 R191 R196 R171 R1B8 
R1B9 R19 R294 R299 R274 
R278 R33 


RES. MF. 1/8M. IX. 2. 49K 


RN99D-2491F 


TRM 


4701-03-2491 


12 


R161 R213 R281 R283 


RES. MF. 1/8M. IX, 24. 9K 


RN99D-2492F 


TRM 


4701-03-2492 


4 


R187T 


RES,MF, 1/8M, 1X,27. 4 


RN59D-27R4F 


TRM 


4701-03-2749 


1 


R190 R177 R178 R43 


RES, MF, 1/BM, IX. 3. OIK 


RNg9D-301 IF 


TRM 


4701-03-3011 


4 


R131 R296 


RES. MF. 1/8U, IX, 301 K 


RN990-3013F 


TRM 


4701-03-3013 


2 


R134 R67 R71 RBB R89 


RES.MF, 1/8M. IX. 316 


RN99D-3160F 


TRW 


4701-03-3160 


9 


RlOl R103 R109 RllO R119 
R126 R130 R140 R192 R204 
R293 R269 R272 R69 R68 R69 
R72 R79 R76 R79 RK R99 


RES.fF. 1/8H, IX, 33. 2 


RN95D-33R2F 


TRW 


4701-03-3329 


22 


RIOOT R109T 


RES, MF, 1/8W, IX. 3. 97K 


RNSH)-3971F 


TRW 


4701-03-3971 


2 


R191 R202 R298 RSO R83 


RES. MF. 1/8M. 1%. 3. 69K 


RN9W)-3651F 


TRM 


4701-03-3651 


9 


R119 R193 R194 R199 


RES. MF. 1/8M. IX. 392 


RN99D-3920F 


TRM 


4701-03-3920 


4 


R199 R42 


RES,MF, 1/BU, 1X,4. 02K 


RN99D-4021F 


TRM 


4701-03-4021 


2 


R106 R209 R206 R207 


RES.MF. 1/8W.1X. 464 


RN9S>-4640F 


TRM 


4701-03-4640 


4 


^ ^ 






ASSEMBLY NO. 120B-0O-1563 
PACE 9 


REV 
AB 


NAAvts. re K 
FWnSUST 


KIT. 


PRE WAVE LOAD 149-0596 



REFERENCE DESICNATORS 


PART DESCRIPTION 


ORIO-MFCR -PART-NO 


MFCR 


MAVETEK NO. 


OTV/PT 


R201 


RES.MF. 1/ew. IX, 46. 4K 


RN5W-4642F 


TTIW 


4701-03-4642 


1 


R9 


RES,rF, IBM, IX, 46 4 


RN99D-46R4F 


TWW 


4701-03-4649 


1 


R34 


RES, MF, 1/8W, IX, 4. 79K 


RN09D-4791F 


TRW 


4701-03-4791 


1 


R231 R299 


RES.MF. 1/8. IS. 499 


RN59D-4990F 


TRW 


4701-03-4990 


2 


R117 R14 R192 R20 R2Z R23S 
R3 R37 


RES.MF. 1/BM, IX, 4. 99K 


RN95D-4991F 


TRW 


4701-03-4991 


8 


R197 


RES,MF, 1/8H. IX. 49. 9K 


RN99D-4992F 


THW 


4701-03-4992 


1 


RB9T R92T 


RES.MF. 1/8M. IX. 94. 9 


RN9M)-94R9F 


TRM 


4701-03-5499 


2 


R235 


RES.MF, 1/8U. IX, 96. 2 


RN9SD-96R2F 


TRM 


4701-03-9629 


1 


R148T R243 R246 


RES.MF. 1/BM. IX. 976 


RN95D-9760F 


TRM 


4701-03-5760 


3 


R21 R40 R44 RB6 R91 


RES.MF. 1/BM. IX. 604 


RN95D-6040F 


TRM 


4701-03-6O4O 


5 


R219 R217 R234 R244 R260 
R26B R279 


RES.MF, 1/BM. IX. 61. 9 


RN55D-61R9F 


TRM 


4701-03-6199 


7 


R264 R270 


RES.MF. 1/BM, IX, 6B1 


RN99D-6aiOF 


TRM 


4701-03-6810 


2 


R46 


RES,MF, l/BU, 1X.6. 98K 


RN9M)-69B1F 


TRM 


4701-03-6981 


1 


R139 R167 R190 R60 R70 


RES,MF. 1/8M. IX. 790 


RN55D-7900F 


TRM 


4701-03-7500 


5 


R133 R136 R138 R160 R164 
R261 R266 R77 R78 


RES.MF. 1/BU. IX, 7. 9K 


RN95D-7901F 


TRM 


4701-03-7501 


9 


Vv^VETEK 

RiWISUST 


TITLE 

KIT. PRE WAVE LOAD 145-0556 


ASSEMBLY NO. 1 208-00- 1 963 
PACE 6 


REV 
AB 



•Y I DATE I APP 



REFERENCE DESICNATORS 


PART DESCRIPTION 


ORIC-MFCH -PART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


R194 


RES, l«^, 1/BM, 1X> 76. 8K 


RN55D-7682F 


TRU 


4701-03-7682 


1 


R129 


RES, MF, 1/8M. IX. 829 


RN55D-9250F 


TRM 


4701-03-8290 


1 


R238 R249 RS8 


RES. MF. 1/8W. IX, 8 25K 


RN55D-B251F 


TFM 


4701-03-8291 


3 


R197T R208T R59 


RES, MF, l/OJ. IX. 82. 5 


RN95D-82R5F 


TRM 


4701-03-8259 


3 


R122 R228 


RES.MF. 1/BW. IX. 909 


RN55D-9090F 


TRM 


4701-03-9O90 


2 


R271 


RES. MF. 1/8M. IX. 90. 9 


RN55D-90R9F 


TRW 


4701-03-9099 




R7 


RES, MF, 1/4W, IX, IM 


RN6OD-10O4F 


TRW 


4701-13-1004 




R233 


RES.MF. 1/4W. IX. 121 


RN6OD-1210F 


TRW 


4701-13-1210 




R229 


RES.MF. 1/4M. IX. 124 


RN6OD-1240F 


TRW 


4701-13-1240 




R179 


RES.MF. 1/4M. IX, 49. 9 


RN6C»-49R9F 


TRW 


4701-13-4999 




R6T 


RES.MF. 1/4M. 1%.69SK 


RN6(H)-6983F 


TRW 


4701- 13-6983 




R2S4 R225 RZ26 RZ27 


RES.MF. 1/2M. IX. 49. 9 


RN69D-49R9F 


THW 


4701-23-4999 




R52 R53 RS4 


RES. MF. MIXED ^T 


4789-00-0043 


IRC 


4789-00-0043 




R96 


RES. MF, .6M. IX, lOM 


ML-181 


CM>D0 


4799-O0-O0O3 




17 


RES. OHM JUHPER 


JP0BT68C 


ROHM 


4799-00-0067 


9 


CR3 CR33 CR4 CR9 


DIODE. ZENER. 6.2V. 
INB23 


1N823A 


MOT 


4801-01-0623 


4 


^ , 






ASSEMBLY NO. 1 206-00- 1 963 
PACE 7 


REV 
AB 


VVwv'ETEK 

R^KISUST 


KIT, 


PRE MAVE LOAD 149-0596 



REFERENCE DESICNATORS 


PART DESCRIPTION 


OR le-MFOR-P ART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


CRI6 


DIODE. REFERENCE. LOU 
LEVEL. IbMP COHP 


1N4961 


MICRO 


4601-01-4961 


1 


CR19 CR28 CR29 CR30 CR31 


DIODE. ULTRA FAST 


1N4244 


J/CSF 


4607-02-0777 


9 


CR6 CR7 CR8 CR9 












CRl CRIO CRll CR14 CR15 


DIODE 1N4148 


1N4148 


FAIR 


4607-02-6666 


20 


CR17 CRIB CR20 CR21 CR22 


COMPUTER. C/P. 79V. 200M 










CR23 CR24 CR29 CR27 CR32 


A, 94ITCHINC 










CR34 CR39 CR36 CR37 CR46 












CR12 CR13 


DIODE 9082-2811 
SCHOTTKY, 19V, 20HA 


9062-2811 


HP 


4809-02-2811 


2 


CR2 26 


DICTOE, M/PR, FD-777 
OTY: 2: 4807-02-0777 


4896-OO-0O04 


KLC 


4898-0O-O0O4 


1 


CR38 39 40 41 42 43 44 49 


DIODE. SET. 8-FD-777 
OTY: 8: 4807-02-0777 


4898-00-0010 


KLC 


489B-O0-O010 


1 


042 


TRANS 2N2219A NPN 
GENERAL PURPOSE TO-9 


2N2219A 


NSC 


4901-02-2191 


1 


043 


TRANS 2N2909A PNP 
GENERAL PURPOSE TO-5 


2N2909A 


NSC 


4901-02-9091 


1 


012 036 090 


TRAre. NPN. TD-92 


2N3963 


FAIR 


4901-03-9630 


3 


019 016 037 049 


TRANS. PNP. TO-92 


MPS3640 


MOT 


4901-03-6400 


4 


039 


TRANS 


2N3B66 


MOT 


4901-03-8660 


1 


^ ^ 


TITLE 
KIT. 


PRE WAVE LOAD 145-0956 


ASSEMBLY NO. 


1208-00-1563 


REV 
AB 


VVAVETEK 


RMHSUST 








PACE 8 







NOTE UNLESS OTHEBWISE SPECiFiEO 



DO NOT SCALE DRAWING 



RELEASE tPfflOV 



UNLESS OTHEB>¥IS£ SPECIFIED 
DIMENSIONS ARE IN INCHES 
TOLERANCES ARE; 



Vvtf^VETEK 



PARTS LIST 
PCA, GENERATOR 



23338 
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1100-00-0556 



AC 
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OPERATION. AND MAINTENANCE WITHOUT WRITTEN AU- 
THORIZATION. 



BY DATE APP 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR I G-MFGR-P ART-NO 


MFCR 


WAVETEK NO. 


OTY/PT 


Q13 02 1 Q22 Q25 Q27 Q28 Q2V 
031 040 06 


TRANS. CENERAI. 
PURPOSE. NPN, TO-92 


2N3903 


NSC 


4901-03-9030 


10 


010 Oil 014 017 019 023 024 
026 030 032 033 034 04 041 
046 047 051 


TRANS, GENERAL 
PURPOSE. PNP, TO-92 


2N3905 


ITT 


4901-03-9050 


17 


038 


TRANS 


2NS160-18 


MOT 


4901-05-1600 


1 


03 


TRANS. P-CHANNEL 
JFETS 


2N5460 


MOT 


4901-05-4600 


1 


05 


TRANS. N-CHANNEL JFETS 


2N5485 


MOT 


4901-05-4850 


1 


01 


TRANS N-CHANNEL JFETS 


2N54S6 


MOT 


4901-05-4860 


1 


018 20 


TRANS, M/PR, 2N3563 
OTY: 2: 49O1-O3-5630 


4998-00-0004 


KLC 


4998-OO-00O4 


1 


02 07 


TRANS, SEL, 2N5462 
OTY: 1: 4901-05-4620 


4998-0O-0OO8 


KLG 


4998-00-O0O8 


2 


08 9 


TRANS, M/PR, 2N5485 
OTY: 2: 4901-05-4850 


4998-00-0009 


KLC 


4998-00-0009 


1 


1C4 IC5 


OP AMP, 

LOWOFFSET/DRIFT JFET 
INPUT TIONAL AMPLI 


LF411CN 


NSC 


700O-04-110O 


2 


035 048 


TRM4S, MONO, DUAL, NPN 


LS312-52 


LINSY 


70OO-08-120O 


2 


ICl IC2 IC6 


OP AMP, DUAL, HICH 
GAIN, INTERNALLY COMP 


NC1458P1 


MOT 


700O-14-580O 


3 


. 






ASSEMBLY NO. 1208-OO-1563 
PACE 9 


REV 
AB 


NA^VETEK 
RAKISUST 


KIT, 


PRE HAVE LOAD 145-0556 



REFERENCE DESIGNATORS 



V^VETEK 

RftRTSUST 



PART DESCRIPTION 



ASSY, SWITCH SW-1 
145-0556 



ASSY, SWITCH SW-2 
145-0556 



ASSY, SWITCH SW-3 
145-0556 



ASSY, SWITCH SW-4 
145-0556 



ASSY, SWITCH SW-5 
145-0556 



OR I C-MFGR-P ART-NO 



TITLE 
SUPER KIT 



WAVETEK NO. 



1202-00-1565 



1202-00-1566 



1202-00-1567 



1202-00-1568 



1202-00-1569 



ASSEMBLY NO. 2500-0145-01 



REFERENCE DESIGNATORS 



PART DESCRIPTIOM 



OR I C-MFCR -PART-NO 



WAVETEK NO. 



DIFFERENTIAL AMP, 
DUAL HICH FREQ 



OP AMP, BIMOS MOSFET 
INPUT/BIPOLAR OUTPUT 



7000-30-4900 



70OO-3 1-4001 



VAVETEK 

FARTS LIST 



TITLE 

KIT, PRE WAVE LOAD 145-0556 



ASSEMBLY NO. 1208-00-1563 



NOTE UNLESS OTHERWISE SPECIFIED 



T 



OO NOT SCALE DRAWING 



RELEASE APPDOV. 



UNLESS OTHERWISE SPECIHED 
DIMENSIONS ARE IN INCHES 
TOLERANCES ARE: 
FRACTIONS DECIMALS ANGLES 



NA^fl'VETEK 



PARTS LIST 
PCA, GENERATOR 



SIZE FSCM NO. DWG. NO. 

D 23338 1100-00-0556 



AC 
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4938 



AX 



^'«/8, 



B 




REFERENCE DESICNATORS 


PART DESCRIPTION 


ORIC-MFCR -PART-NO 


MFCR 


UAVtIEK NO. 


OTY/PT 


NONE 


ASSY DRWC, CURRENT 
LIMITER BOARD 


0101-OO-10O8 


WVTK 


0101-00-1008 


1 


NONE 


SCHEHATIC GENERATOR 


0103-00-0556 


MVTK 


0103-00-0556 


1 


IS 


HEATSINK BRACKET 


143-5083 


WVTK 


1400-01-5083 


1 


NONE 


CURRENT LIMITER BD 
REF: SPEC 
0008-00-0495 REV C 


143-lOOe 


WVTK 


170O-OO-1008 


1 


10 


VMSHER 


5607-1 50 


SESTM 


2800-11-0015 


2 


7 


MASHER. LOCK REe. S/S 
•4 


MS 35338-135 


CMRCL 


280O-45-40OO 


2 


16 


LOCK HASHER. INTERNAL 
TOOTH. SS #4 


MS 35333-70 


CMRCL 


280O-45-4OO1 


1 


6 


SCREW PLPS PAN M/S 
18-e S/S 4-40X3/B 


MS 51957-15 


CMRCL 


2800-48-4106 


3 


8 


NUT. MACHINE SCREW. 
18-8 SS. *4^40 


NAS 671C4 


CMRCL 


280O-9O-410O 


3 


R2e5 RS87 


RES, C. l/aw. 5X.4 7 


RC-1/2-4R7J 


STKPL 


4700-25-0479 


2 


R2B4 R286 


RES.MF. 1/aW. IX. 100 


RN55D-1000F 


TRW 


4701-03-1000 


2 


CR47 CR4B CR49 CR30 


DIODE. ZENER. lOV 


lN75eA 


FAIR 


4801-01-0758 


4 


U13 


VOLT REGULATOR. 3 
TERMINAL ADJUSTABLE 


LM317T 


NSC 


700O-O3-170O 


1 


VAVETEK 

FWKISUST 


TITLE 

PCA. CURRENT LIMITER 




ASSEMBLY NO. 1208-00-1008 
PAflE 1 


REV 

B 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR 1 0-irOR-P ART-NO 


HFGR 


UAVETEK NO. 


QTV/PT 


U12 


POS 

VOLT REGULATOR 


LM337T 


NSC 


70OO-O3-370O 


1 


^ , 






REV 

B 


WAVETEK 

WVRTSLIST 


PCA. 


CURRENT LIMITER 
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B 



SEE 0103-00-0556 FOR SCHEMATIC. 

NOTE UNIESS OTHERWISE SPECIFIED 



(?0 Fh 



■E , AWROV 



TOLERANCE UNLESS 
OTHERWISE SPECIFIED 

XXX • 010 ANGLES •! 

XX • 030 



DO NOT SCALE DWG 
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±J5V R.EGULATOR. 



±24V l2EGULATOfZ 



-5.ZV I^EGULATOR^ 



H 



J 



rCN /674. 



ECN (800 



ECN Z090 



ECN Z^8I 



ECAi-v-zeoi 



3/95 J 3/9<a 



3Q>/0 Ci^t. df) 



ECN 4417 



K ECN 4674 



466^ 



7554 



8R-^10 



BY DATE 



FO 



JR«\ 



DC 



LOU 



■./kk 



^ 



m 



n 



B& 



S-5-8 



/•f57» 



!-4i- 






•^^M ' 



^ 



WJiJlcEfe 



■hk. 



LMZ 



\ ,^/i 



U 



LAST REF OES USED 
Ci.7 
C/P3& 
FB9 
IC/4 
R7Z 
SW4 

FZ 



<?. ees/STOQs a/ze //sw^ /y^^Mr 

3. e£S/5TAAJCE /N OHMS 

2. CAFAC/TANCE IN MICROFARADS 

I. * -M.P. lOK isESisroizs 



NOTE UNLESS OTHERWISE SPECIFIED 



ORAUVN 

D. COOPER 



DATE 



iJ2ejg: 



3 



RELEA_ 

TOLE/feicE UNLESS 

OTHERWISE SPECIFIED 

XXX '.OlO ANGLES •! 

.XX ;.030 



DO NOT SCALE DWG 



Vv^VETEK 



SCHEMATIC 
T2IG/PU13E BOAR.D 
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T 



f^ lO K O "O ■O'O I J 



^ ae ot oc 
WW 



SW3 



E49 



E23 



I 
E36 I 

I 




± 

€ 

4t 



V V 



FB5 



R1 



FB6 



Q19Q 

-C55- 
-R68- 



-R62- 




IC13 


i* 


\ 




' -C50- 




I 





-R44- 



IC6 



I ' 



ia2 



J 



— R49— ■* ■* 
-«45~ . 

-R46- FB3 

n I 

^1 

014 TRIGGER SQUARING CIRCUIT 



-R53— 
-C40- 






Qois 



R5 



E22 E19 



/ — R41- 
-C30- 



-«70- 



IC5 



J 



R6 



A 
/ \ 



E35 



E48 



E21 



ASSEMBLY REV 



SW2 



SW5 



E50 



' E18 013 
„oo -R33- tf 
-R32- T 

<R14M 
KR15- 



-R35- 
KR16- 



IC2 




IC4 



u 



swi 

SW4 



i 

V 
IC3 



T 

-C64- 

T 



E51 E20 

TRIGGER/PULSE LOGIC 



J. 

+v 



MADE FROM 0100-00-0565-3G 



lELEASE APPROV 



TOLERANCE UNLESS 

OTHERWISE SPECIFIED 

XXX • 010 ANGLES 1 

XX 030 



DO NOT SCALE DWG 



NA^^avETEK 
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MODEL NO 
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REV I ECN BY I DATE 



PLATE 

SWITCH WAFEfS. 




3/o-///rEemL 
TOOTH L0CJ(WA5HER. (3) 

■3/e"PNL NUT 



^TACK-UP 



BLf( E^9 




BLKE50 
5W3 



BLK ESI 

5WZ 5W1 




FED E3& 



-B£NEZ3 




B£N E20 



LILUUUUU 




3W5 
WIRING DETAIL 



SWZ 
WIRING DETAIL 



3^1 

WmiNG DETAIL 



DETENT SHOWN F/20M 
FRONT VIEW IN FULL COUNTER. 
CLOCKWISE POSITION 



I 



I 



NOTE UNLESS OTHERWISE SPt 



6 



4 



D.COCP£fi 



AAVETEK PROCESS 



^2777 



>E LEASE ACPBOV 



TOLERANCE UNLESS 
OTHERWISE SPECIFIED 
IXX 010 ANGLES 1 



DO NOT SCALE DWG 



Na^^Vetek s.. 
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/45 
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i 



BY I DATE I APP 



REFERENCE DESieNATORS 



NONE 
NONE 
NONE 

NONE 
NOfE 
NONE 
NONE 



PART DESCRIPTION 



ASSY DRMC TRIC- 'PULSE 

SCHEMATIC TRIG PULSE 

KIT, PRE WAVE LOAD 
145-0565 

BRKT.HEAT SINK 

ajPER KIT 

SUPER KIT 

STANDOFF 1.750 H, . 250 
HEX4-40 

WASHER 

WASHER, LOCK REC, S/S 



LOCK WASHER, INTERNAL 
TOOTH. SS #4 

SCREW PLPS PAN M/S 
18-8 S/S 4-40X1/4 

MS, PH, PHLPS, 4-40 X 
1/2, SS 18-8 SS, 
#4-40X1/2 

NUT, MACHINE SCREW, 
18-8 SS, #4-40 



OR I S-MFGR-PART-ND 



MFGR 



VAVETEK 

RMTTSUST 



0101-00-0565 
0103-00-0565 
145-1557 

182-308 

2500-0145-02 

2500-0145-03 

P -609-M03-F05-440 

5607-150 

MS 35338-135 

MS 35333-70 

MS 51957-13 

MS 51957-17 



TITLE 

PCA, TRIGOER/PULSE 



WVTK 
WVTK 
WVTK 

WVTK 
WVTK 
WVTK 
UNICP 

SESTM 
CMRCL 



WAVETEK NO. 



0101-0O-0565 
0103-00-0565 
1208-00-1557 

1400-00-5143 
25OO-0 145-02 
2500-0145-03 
2800-02-0O16 

2800-11-0015 
2800-45-4O00 

2800-45-4001 

28OO-48-4104 

28OO-48-4108 

280O-5O-4100 



REFERENCE DESIGNATORS 



ASSEMBLY NO. 1 100-00-0565 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIO-MFGR -PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


2 


INSULATOR(T0-22O) 


60-11-8302-1674 


CHOMR 


3100-00-0010 


6 


R26 


RES, MP, 1/8W, IX. 8. 06K 


RN55D-8061F 


THW 


4701-03-8061 




G4 


TRANS, NPN, TO-220 


TIP-29 


noj 


49O2-0O-029O 




Q2 


TRANS, PNP, TO-220 


TIP30 


TI 


4902-00-0300 




SW5 


SWITCH, TOGGLE 


7103 P3Y9AV2Q 


C&K 


5106-00-0019 




SW4 


SJITCH, TOGGLE 


7108 P3Y9AV2Q 


C«cK 


5106-00-0020 




09 


VOLT REGULATOR, 
PCSITIVE 


7824 


FAIR 


70O0-78-24O0 




Q12 


VOLT REGULATOR, 
NEGATIVE 


MC7905CP 


MOT 


7000-79-0 5O0 




QIO 


VOLT REC«.ATOR, 
NEGATIVE 


7924 


FAIR 


700O-79-24OO 




Qll 


VOLT REGULATOR 


MA7805UC 


FAIR 


8000-78-0500 




'IC8 


XLATR, 4 TTL-ECL, ECL 


MC10124P 


MOT 


8O0 1-0 1-2400 




IC14 IC7 


LINE DRIVERS, DUAL 4 
INPUT POSITIVE-NAND 
50 OHM 


74S140 


TI 


8007-41-4001 


2 


V/AVETEK p'c'k! 


TRIGGER/PULSE 




ASSEMBLY NO. 


1100-C 


(0-0565 


REV 
U 


FwrrsusT 






Pl« 


iGE 2 







NOTE UNLESS OTHERWISE SPECIFIED 



NONE 
NOt>C 
C50 C65 

C27 

Cll C17 C19 C2 C22 C24 C25 
C26 C32 C35 C36 C38 C39 C4 
C46 C48 C5 C51 C52 C54 C64 
C7 C9 

C13 C15 

C30 C49 C66 

C67 

C31T C33 

C40T C55T 

C28T 

C21 C23 

CI C3 

C29 C60 C61 C62 C63 



PART DESCRIPTION 



OR IG-MFCR-P ART-NO 



NA^VETEK 

RMHSLIST 



ASSY DRWC TRIG/PULSE 
SCHEMATIC TRIG/PULSE 



CAP, CER 

DISK, 5PF, IKV, lOX 



CAP, CER, lOPF, IKV 



CAP CER MON . OlMF 
50V, AXIAL 



CAP, CER, MON, . IMF, 50V. 
AXIAL 

CAP, CER, 22PF, IKV 

CAP, CER, 33PF. IKV 

CAP, MICA, 220PF. 500V, R 
ADIAL 

CAP, MICA, 50PF, 500V 

CAP, MICA, 560PF. 300V 

CAP. ELECT, lOOMF, 16V 

CAP, ELECT, lOOOMF, 35V 

CAP. ELECT, 22MF, 25V, RA 



0101-00-0565 
0103-00-0565 
0311-00018 

DD-100 
CAC0225U103Z100A 

CAC03Z5U104Z050A 

DD-220 
DD-330 
DM15-221J 

DM15-50OJ 

DM15-561J 

ECEBICUIOI 

39D108G035GL6 

5RA25VB22RM6X7LJL 



MFGR 



WVTK 
WVTK 
WVTK 

CRL 
CORNG 



CRL 
CRL 
ARCO 

ARCO 

ARCO 

PANAS 

SPRAG 

UNCON 



WAVETEK NO. 



0101-00-0565 
0103-00-0565 
1500-00-5011 

1 500-01 -OOll 
1500-01-0310 

1500-01-0405 

1500-02-2011 
1500-03-3011 
1500-12-2100 

15O0- 15-0000 
1500-15-6100 
1500-31-0101 
1500-31-0212 
1500-32-2002 



TITLE 

KIT, PRE WAVE LOAD 145-0565 



ASSEMBLY NO. 



1208-0O-1557 



REFERENCE DESIGNATORS 



CIO 






C14 


C16 




C6 C8 




C41 


C56 




C42 


C57 




C43 


C58 




C44 


C59 




C45 






CIS 


C20 


C34 C47 


C12 


C37 


C53 


NOHE 





PART DESCRIPTICW 



FBI FB2 FB3 FB4 FB5 FB6 FB7 
FB8 FB9 



VAVETEK 

FWTTSUST 



DIAL 

CAP. ELECT. 400OMF. 15V 
CAP. ELECT. 50fF, 50V 
CAP, ELECT, 500MF, 50V 

CAP, MYLAR, . ooirrioov 

CAP, MYLAR, . OlMF, lOOV 

CAP, MYLAR. . IMF, lOOV 

CAP, TANT, IMF, 35V 

CAP,TANT. lOMF, 20V 

CAP, TANT, 33MF. lOV 

CAP, TANT. 5. 6MF, 35V 

TRIGGER/PULSE REF: 
SPEC 0008-00-0455 REV 
C 

SKT, IC, 16PIN 

SKT, IC. 14 PIN 

FERRITE BEAD 



OR I G-MFOR -PART-NO 



TCC402U015N1L 

500D506G050DD7 

39D5070050GL4 

225P10291WD3 

225P10391WD3 

225P10491WD3 

150D105X9035A2 

15OD106X9O2OB2 

150D336X9010B2 

150D565X9035B2 

145-0565 

DILB16P-108T 
DILB14P-108T 
56-590-65/3B 



WAVETEK NO. 



MAL 


1500-34-O211 


SPRAG 


1500-35-0003 


SPRAG 


150O-35-0103 


SPRAG 


1 500-4 1-0204 


SPRAG 


1500-41-0314 


SPRAG 


1500-4 1-0444 


SPRAG 


1500-71-0502 


SPRAG 


1500-71-0601 


SPRAG 


150O-73-3601 


SPRAG 


1500-75-6502 


WVTK 


170O-0O-O565 


BURND 


2100-03-0028 


BURND 


210O-03-0066 


FERRX 


310O-0O-0OO1 



TITLE 

KIT, PRE WAVE LOAD 145-0565 



ASSEMBLY NO. 



1208-00-1557 



T 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR IG-MFGR -PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


R27 


POT, TRIM, IK 


91AR1K 


BECK 


4600-01-0209 




R18 POT, TRIM, 20 


91AR2D 


BECK 


4600-02-0000 




Rll R17 


RES, C, 1/2W, 5X, 4. 7 


RC-1/2-4R7J 


STKPL 


4700-25-0479 




R9 


RES.C. 1/2W, 5X, 220 


RC-1/2-221J 


STKPL 


4700-25-2200 




R31 


RES, C, IW, 10%. lOK 


RC32GF103J 


AB 


4700-35-1002 




R33 R41 R54 R67 


RES, MF, 1/8W, IX, 100 


RN55D-1000F 


TBW 


4701-03-1000 




R13 R15 R20 R21 R48 R61 


RES, MF, 1/SW, IX, IK 


RN55D-10O1F 


TRW 


4701-O3-10O1 




R45 R46 H49 


RES.MF, 1/8W, IX, lOK 


RN55D-1002F 


TRW 


47O1-O3-10O2 




R47 R53 R60 R68 


RES.MF, 1/8H, IX, 10 


5O43ED1OR10OF 


MEPCO 


4701-03-10O9 




R39 


RES.MF, 1/8W, 1%, 1. 5K 


RN55D-1501F 


TRW 


4701-03-1501 




R32 


RES.MF, 1/8U. IX. 15K 


RN55D-1502F 


TRW 


4701-03-1502 




R35 


RES.MF. 1/8W. IX, 1.78K 


RN55D-1781F 


TRW 


4701-03-1781 




R272 


RES,MF, 1/8W, IX. 20O 


RN55D-20O0F 


TRW 


4701-03-20OO 




R42 R44 R58 R59 


RES. MF. 1/8U. IX. 2. 21K 


RN55D-2211F 


TRW 


4701-03-2211 




R23 


RES.MF, 1/8W. 12. 2. 37K 


RN55D-2371F 


TRW 


4701-03-2371 




R51 R65 


RES,fF. 1/8H, 1X,2. 49K 


RN55D-2491F 


TRW 


4701-03-2491 


2 


R37 


RES, MF, 1/8U. IX. 24. 9K 


RN55D-2492F 


TRW 


4701-03-2492 


1 


VviWETEK 


TITLE 

KIT. PRE WAVE LOAD 145-0565 


ASSEMBLY NO. 


1208-00-1557 


REV 
U 


FWnSUST 






PAGE 3 







REFERENCE DESIGNATORS 



R19 




R57 R70 




R24 




R38T 




R7 R8 




RIO R16 


R43 


R12 R14 


R2S 


R56 R69 




R28 




R36 




R55 R66 




Rl R2 




R29 30 





RSO R62 R63 R64 
R34 R40 R52 R71 



PART DESCRIPTION 



RES. MF. 1/8W. IX. 301 

RES. fF. 1/8W, IX. 392 

RES. MF, 1/8W, IX, 3. 92K 

RES. MF. 1/8W, IX, 432 

RES.MF, 1/8W. IX. 4. 75K 

RES.MF, 1/8. IX. 499 

RES. MF, 1/8W. IX, 4. 99K 

RES, MF, 1/SH. IX, 51! 

RES. 1^, 1/8U, IX, 5. 76K 

RES, tV. 1/BW, IX. 6. 98K 

RES, MF. 1/8W. IX. 78. 7K 

RES NETWORK lOK 2X 
lOPIN SIP BUSS 

RES. SET, 2-lOK, 1/8W 
OTY: 2: 4701-03-1002 

RES, O OHM JUMPER 

DIODE, REFERENCE, LOW 
LEVEL. TEMP COMP 



C« I G-MFGR -PART-NO 



RN55D-3010F 
RN55D-3920F 
RN55D-3921F 
RN55D-4320F 
RN55D-4751F 
RN55D-4990F 
RN55D-4991F 
RN55D-51 lOF 
RN55D-5761F 
RN55D-6981F 
RN55D-7B72F 
4310R-101-103 

4789-0O-0019 

JP02T68G 
1N4581 



TRW 
TRW 
TRW 
TRW 
TRW 
TRW 
TRW 
TRW 
TRW 
TRW 
TRW 
BOURN 

IRC 

ROHM 
MICRO 



WAVETEK NO. 



4701-03-3010 
4701-03-3920 
4701-03-3921 
4701-03-4320 
4701-03-4751 
4701-03-4990 
4701-03-4991 
4701-03-5110 
4701-03-5761 
4701-03-6981 
4701-03-7872 
4770-00-0008 

4789-00-0019 

4799-0O-OO87 
4801-01-4581 



VviWETEK 

RMTTSUST 



TITLE 

KIT, PRE WAVE LOAD 145-0565 



ASSEMBLY NO. 



120B-00-1557 



DO NOT SCALE ORAMNG 



RELEASE APPROV. 



UNLESS OTHERWISe SPEOFIEO 
DIMENSIONS ARE IN INCHES 
TOLERANCES ARE: 
FRACTIONS DECnULS ANGLES 



\/v*«^ETEK 



PARTS LIST 
PCA, TRIGGER/PULSE 



SSe FSCH no. DWG. NO. 

D 23338 1100-00-0565 



145 h 



U 



1 °^ 2 



TMS DOCUMRT COHTMHi PROnOETAIiy WFOMUTION 
AMD MSMH MOHT* ■e.OHQMO TO WAVETSC AND HAY NOT 
M NVnOOUCB) POM ANY WAaON EXCB>T CAUMATKM, 
OKRATION, AMD MAINTBIANCE WITHOUT VHRTTSI AU- 
THOMZATKM. 



1 



BY I DATE APP 



NOTE UNLESS OTHERWISE SPECIFIED 



REFERENCE DESIONATORS 


PART DESCRIPTION 


ORIO-MFCR-PART-NO 


nFOT 


MAVETEK NO. 


QTY/PT 


CRl CRIO CRll CR12 CR2 CR3 
CR4 CR9 CR4 CRT CRS CR9 


DIODE. 1N4002 GEN 
PURPOSE RECT. lOOV. lA 


1N4O02 


FAIR 


4801-02-0001 


12 


CR14 CR15 CR16 CR17 CRIB 
CRl 9 CR20 CR21 CR22 CR23 
CR24 CR29 CR26 CR27 CR2e 
CR29 CR30 CR31 CR32 CR33 
CR34 CR3S CR36 


DIODE 1N414S 
COMPUTER, C/P, 75V, 200M 
A,8HITCHINC 


lN414e 


FAIR 


4807-02-6666 


23 


01 013 014 015 05 06 


TRANS, OENERAL 
PURPOK.NPN, TO-92 


2N3903 


NSC 


4901-03-9030 


6 


017 018 020 021 03 07 OB 


TRANS, OENERAL 
PURPOSE, PUP, TO-92 


2N39{» 


ITT 


4901-03-9050 


7 


016 019 


TRANS, NPN, TO-92 


HPS2369 


MOT 


4902-02-3690 


2 


ICl 


OP AHP, DUAL, HICH 
OAIN, INTERNALLY COW 


MC145BP1 


MOT 


7000-14-5800 




IC3 


SATE, NAND, QUAD 
2-INPUT 


7400 


TI 


8O0O-74-0OO0 




1C6 


6ATE. NAND, OUAD 
2-INP, TTL 


SN74LS00N 


TI 


80O0-74-0O10 




IC5 


BUF/DRIVERS, HEX, M/OC 
HI0H VOLTACE OUTPUTS 


7407 


TI 


8000-74-0700 




IC4 


OATE AND. OUAD 2-INP, 
TTL 


74LS0e 


TI 


BOOO-74-OaiO 




FWilSUST 


TITLE 

KIT, PRE HAVE LOAD 145-0569 


ASSEMBLY NO. 1206-00-1557 
PACE S 


REV 
U 



REFERENCE DESICNATORS 


PART DESCRIPTION 


ORIC-MFOR-PART-NO 


MFGR 


HAVETEK NO. 


QTY/PT 


ICIO IC12 

IC2 

IC9 

ICU IC13 


FLIP-FLOP DUAL D- POS 
EDOE TRIO 

FLIP-FLOP DUAL, D-POS 
EDOE TRIO, TTL 

OATE, XOR OUAD 2INP 
TIONLY 

OATE, NAW, S/TRie, 
QUAD 2-INP POS 


74S74 
74LS74 
SN74L»6N 
74S132 


TI 
TI 
TI 
TI 


BOOO-74-7401 
BOOO-74-7410 
8000-74-8611 
8007-41-3201 


2 
1 
1 
2 


VAVETEK 

RWTSUST 


TITLE 

KIT, PRE HAVE LOAD 145-0565 


ASSEMBLY NO. 120B-0O-1557 
PACE 6 


REV 
U 



REFERENCE DESIONATCKS 



NONE 
NONE 

NONE 

NONE 
NONE 
NONE 
NONE 
NONE 
NONE 



PART DESCRIPTION 



KIT. HARNESS t. HIRE 
-145 

ASSY. LAMP 143-145 

ASSY, COAX 
143-145-0985 

ASSY, COAX 
143-145-0585 

ASSY, COAX 145-0565 

ASSY, COAX 145-0565 

ASSY, COAX 145-0565 

ASSY, COAX 145-0565 

ASSY, COAX 145-0565 

ASSY, MOLEX CONNECTOR 
HARNESS 145-0565 



ORIG-MFBR -PART-NO 



143-145-1960 
143-145-1962 

143-145-1963 

145-1778 
145-1979 
145-1980 
145-19B1 
145-1982 
145-1983 



Vv{\VETEK 

fWTTSLIST 



TITLE 
SUPER KIT 



HVTK 
HVTK 

HVTK 

HVTK 
HVTK 
HVTK 
HVTK 
HVTK 
HVTK 



HAVETEK NO. 



1207-00-1562 

1207-0O-196O 
1207-00-1962 

1207-00-1963 

1 207 -OO- 1978 
1207-00-1979 
12O7-0O-1980 
1207-00-1981 
1207-00-1982 
1207-00-1983 



ASSEMBLY NO. 2900-0145-02 



REFERENCE DESIONATORS 


PART DESCRIPTION 


OR I e-MFCR -PART-NO 


MFCR 


HAVETEK NO. 


QTY/PT 


NONE 
NONE 
NONE 


ASSY, SWITCH &t-l 
145-0565 

ASSY, SHITCH 5U-2 
145-0565 

ASSY, SWITCH SU-3 
145-0965 


145-19S9 
149-1560 
145-1561 


HVTK 
HVTK 
HVTK 


1202-0O-1559 
1202-0O-1960 
1202-00-1561 


1 

1 
1 


VAVETEK 

R\KISIJST 


TITLE 
SUPER KIT 


ASSEMBLY NO. 2500-01 45-03 
PACE 1 


REV 



DO NOT SCALE DRAWING 



RELEASE AI><>ROV. 



UNLESS OTHERWISE SPECIRED 
DIMENSIONS ARE IN INCHES 

TOLERANCES ARE; 



Na^^vetek 



N MEOO • CALIFOMIA 



PARTS LIST 
PCA, TRIGGER/PULSE 



FSCMNO. 

23338 



DWG. NO. 

1100-00-0565 



SCALE I MODEL 145 I SHEET 2 OF 2 



I 
i 
I 
i 
i 
I 
I 
I 
I 



i' 



4 



THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 



A 4073 

e I ="^6(0 






w 



T£USS HEAD SC£EW 
NO. 6-22 X S/Q'(Q) 



#4-40 STANDOFF. 6Z5L6 



F20NT PAMEL 



NOTE: UNLESS OTHERWISE SPECIFIED 




2E)N 
(8) 


'm—3.S&2 » 


w.o 

//.273 




i 


i 


-3 




en 








5.25 (STYLE 1,2,5) 
7.00 (STYLE 3) 










' 


3) 






^ 







/? EAR PANEL 



^DE PANEL Ce.M.) 



BOTTOM COVER 



PAN HEAD SCREW 

#6 FI&RE WASHER Hy 

#G SPLIT LOCK WASHER C4) 

*S HEX NUT (4) 



1400-01-5651 

CUT TO INDICATED HEH5HT AND BOND 
TO R.H. SIDE PANEL AS SHOWN 
USING RTV 3145 (1600-13-0014) 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR lO-MFSR-P ART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


NCME 


COVER. HALF, R/M 


183-5412 


WVTK 


1400-00-5412 


2 


NONE 


PL, SIDE. R/n, RH 


183-5443 


WVTK 


1400-00-5443 


1 


NONE 


PL, SIDE, R/M, LH 


183-5633 


MVTK 


1400-00-5633 


1 


NONE 


FRONT PANEL R/M 


145-7600 


MVTK 


140O-0O-760O 


1 


NONE 


INSULATOR, R/M SIDE 
PANEL 


1400-01-5651 


WVTK 


1400-01-5651 


1 


NOUE 


STANDOFF 


013-003-9 


WVTK 


1420-00-0093 


4 


NONE 


SPEEDNUT, TYPE/U 


C8091-632-4 


TINN 


2800-09-0004 


8 


NONE 


MASHER. SHOULDER 


2661 


SMITH 


280O-27-0O02 


4 


VAVETEK 

Rt^KISUST 


TITLE 
R/M 


ASSY-MODEL 14S STYLE 1 




ASSEMBLY NO. 


1101-00-2894 


REV 










PAGE 1 







DCOOPEP. 



-tt 



-H- 



DATE 

\i-297 



TOLERANCE UNLESS 

OTHERWISE SPECIFIED 

.XXX !.010 ANGLES'!" 



DO NOT SCALE DWG 



NONE 



W^^VETEK 



ASSEMBL Y 
RAOC MOUNT 



/43//45 



23338 



DWG NO. 

0/02'00-0(o2/ 



B 



SHEET / OF / 



THIS DOCUMENT CONTAMS mOraiETADV INFOfl- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPflOOUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION. AND 
MAINTENANCE WITWXJT WRITTEN AUTHORIZATION. 



A ELQ #2«-2fo£. 



M-b 



DATE APP 



r/^fr 



B 



SEE DETAIL'S" 
AND WIRE CHART 



SEE DETAIL 'A' 

FORI PARTS INSTALLATION 




100-00-0556 
(QEidERAJOR BD; 



IR301 
0, 



MODEL 145 -STD 




B 



EXISITINC \ 
JUMPEf? Of? rRACi 

DETAIL ^'A 

(SCALE: FULL) 



•FRONT PANEL 



(WITH COVER REMOVED) 



MARK MODEL NO. "145-5-620 



/AuPON CDMP\_E.T\QN OF CAUBRATION ANO aUAUTY 
— ^CONTROL ACCLFTANCL APPL^ 5l&NEIi CALIBRATION 
LABEL m AREA lND\CJSrED. 

/i\ MARK LABEL FOR OPTION OQZ. 

NOTE: UNLESS OTHEBWISE SPECIFIED 



WIRE CHART 


FROM 


TO 


WIRE 
COLOR 
22 GA 


leng™ 


R30-1 


SW2-4 


BARE 


0.5 


SW2-4 


E31 


RED 


9.0 


R30-2 


SW2-2 


ORN 


1.0 


SW2-2 


E32 


CRN 


9.0 


R30-3 


SW2-3 


YEL 


1.5 


SW2-3 


E33 


YEL 


9.0 


SvV2-i 


E30 


BRN 


9.0 



<> ORA^KrSlACCUPftt&S 



SHITH 



;^7r 



5^- 



lELEASE ^PI>B9|V. 



OATE 

ill 



TOLERANCE UNLESS 
OTHERWISE SPECIFIED 

.XXX :.010 ANGLES !l 

XX ; 030 



DO NOT SCALE DWG 



NONE 



Vs^VETEK .. 



MODEL 145-002 OPTION 
SYMMETRY CONTROL 



l45'S-<h20 

-D°" 2 333~ 



m\-0O-32.^Z 



8 




^^^@-\^ 

'™-''''^^-^^^- 



AFTER IMSTALLATIOK/ OF Ff^OA/T AAJO R£fiFi F£er, 
APPLY (1 i DROP OF- LOCJITE. 4/4- (O/? £QU/V. ) TO SC/PeW 
THREADS (<c). ALLOW ////?. A'/M TO ORY W/TH FFFT Ufi 



SEE DETAIL yiEW "B" 

(FOJZJSEAB PANEL) 



YEL, EZG 
V^HT/BLKjEZ7 



A fi^PPL^ IK15ULATOR TO BOTTOM SIDE AS ARROV\/ INDICATES 

A (MSTALL ITEM 2S USIUS DOW C0RNIIU6 RTV 31^ 

TOZOMER.THEU APPu lUSULATlDR'. SEE /^ 
A CEMENT l7EMC(-i)TQ ITEM S(jyP. BOTH 5lDEt,') 
A MOUNT SWITCH TO RC. BD/IE'D PRIOR TO INSTALL/WG 
^ FRDtjr PANEL USE N0-2-5Q K 1/4- PAN HEAD SC/SEW 

MOTE: UNLESS OTHERWISE SPECIFlEb yy-jj-jy A/L/T" (.2) 



Tl 

FOE WJZIAJG SEE 
DETAIL "D- 
SHT20F2. 



5f)(l5) 
SEE SEPARATE PARTS Z./ST //oq-qo ~ 32^3 



WAVETEK PROCESS 



SaXA^^VETEK 



TOLERANCE UNLESS 

OTHERWISE SPECIFIED 

XXX : 010 ANGLES =1 



DO NOT SCALE DWG 



ASSEMBLY 
STANDARD CHASSIS 



23338 



J^-5-6Z0 1/01-0(9-32^3 A 



a Of 3 



THIS DOCUMENT CONTAINS PROPRIETARY INFORMATION 
AND DESIGN RIGHTS BELONGING TO WAVETEK AND MAY NOT 
BE HEPnODUCEO FOR ANY REASON EXCEPT CALIBRATION, 
OPERATION, AND MAINTENANCE WITHOUT WRITTEN AU- 
THORIZATION. 



BY I DATE I APP 



REFERE^4CE DESICNATORS 


PART DESCRIPTION 


OR I C-rrOR -P ART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


^40^IE 


ASSY DHC. 14^-002 
OPTION, SYMNtTRY 
CONTROL 


0102-00-0487 


WVTK 


0102-0O-O487 


1 


NONE 


PC A, TRieCER/PULSE 


145-565 


WVTK 


1 100-00-0565 




NOI>E 


A/D CHASSIS 145-S-620 


1101-00-3243 


WVTK 


1101-00-3243 




NONE 


REAR PANEL ASSY 
14&-S-620 


1200-00-3244 


WVTK 


120O-0O-3244 




NONE 


ASSY, FRONT PANEL 
-145 


145-1555 


WVTK 


1206-0O-1555 




27 


SHIEU>, PUR 


801-6210 


WVTK 


140O-0O-6210 




NONE 


INSULATOR PLATE 
REF: :»00-03-O0O4 


145-3931 


WVTK 


1400-01-3931 




18 


COAX KNOB SET 


RB-67-l-SB+0-«-9 


ROCAN 


2400-01-0009 


3 


NCME 


CLAW, CABLE 


E-4 


RICH 


2S0O-OO-O022 


1 


48 


MASHER, LOCK, SPLIT 
S/S *2 


liS35338-134 


MS 


280O-45-20O0 


2 


33 


WASHER. LOCK REC. S/S 
•4 


MS 35338-135 


CMRCL 


2800-45-40O0 


3 


39 


WASHER, LOCK, REC S/S 


MS 35338-136 


CMRCL 


280O-45-60O0 


9 


40 


WASHB?, FLAT, SS, *b 


AN 960C6 


CMRCL 


2800-46-60O1 


1 


VAVETEK 

FAKISUST 


TITLE 

CHASSIS ASSY 14S-S-620 


ASSEMBLY NO. 11 0O-O0-3243 
PACE 1 


REV 
B 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR I C-MFCR -PART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


NONE 


ASSY DRWC, CHASSIS 


0102-00-0575 


WVTK 


0102-00-0575 


1 


Tl 


TRANSFORMER 


143-574 


WVTK 


1204-0O-O574 


1 


NONE 


ASSY. CONDUCTOR CABLE 
143-145 


143-145-1959 


WVTK 


1207-00-1959 


1 


2 


END BELL 


1400-00-0174 


WVTK 


140O-OO-O174 


1 


7 


POST 


180-302 


WVTK 


140O-OO-5O2O 


4 


NONE 


INSULATOR, PWR SWITCH 
REF: 1600-99-0001 


801-8370 


WVTK 


1400-00-8370 


1 


2 


LMEL, OPTION, MODEL 
23 


1400-01-9890 


WVTK 


14OO-O1-9890 


1 


11 


REAR PANEL 


14OO-02-O6O0 




1400-02-060O 


1 


CI 


CAP CER HON . OlMF 
50V. AXIAL 


CAC02ZSU103Z100A 


CORNC 


1500-01-O310 


1 


JIO J9 


CONN BNC 


KC-7946 


KINC 


2100-01-0002 


2 


Jll 


CONN. RECEPTACLE 


6VJ1 


CORCM 


2100-03-0026 


1 


16A 


SOLDER LUC 


1497 


SMITH 


210O-O4-0O12 


2 


15A 


Sn DER LUC 


11A144 


ZIER 


2100-04-0025 


3 


4 


KNCm STD 


RB-67-1-SB-M 


ROCAN 


2400-01-0008 


1 


Fl 


FUSE. 1/2A,250V 


313. 50O 


LITFU 


2400-05-0010 


1 


Vv^VETEK 

R^KISUST 


TITLE 
REAR 


PANEL ASSY 14S-S-620 




ASSEMBLY NO. 120O-0O-3244 
PACE 1 


REV 
B 



REFERENCE DESICNATORS 



NONE 
NONE 



Jl J2 J3 J4 J5 »J6 J7 J8 



PART DESCRIPTION 



VV^VETEK 

R^RTSUST 



ASSY DRWC, CHASSIS 
DIAL ASSY-145 

INDICATOR, DIAL 

i 

i PANEL, FRONT 

CONN BNC 

SOLDER LUG 

SOLDER LUC 

BUSHINC NYLINER 

WASHER, SHOULDER, WHITE 

WASHER, WAVE SPRINC 

WASHER, FLAT, BRASS. 
. 025 ID, . 4O0 QD 

WASHER. LOCK REC. S/S 
#4 

SCREW PLPS PAN M/S 
18-e S/S 4-40X3/8 

SCREW PLPS PAN M/S 
18-e S/S 6-32X3/8 

NUT. MACHINE SCREW, 



DRIC-MFCR -PART-NO 



0102-00-0575 

1201-OO-1B85 

180-303 

145-6770 
KC-7946 

1497 

11A144 

4L2FF 

2668 

5804-133-1 

5714-62-32 

MS 35338-135 

MS 51957-15 

MS 51957-28 

NAS 671C4 



MFCR 



WVTK 

WVTK 

WVTK 

WVTK 

KINC 

SMITH 

ZIER 

THOMN 

SMITH 

SEA 

SESTM 

CMRCL 



TITLE 

ASSY, FRONT PANEL -145 



WAVETEK NO. 



0102-00-0575 
1201-00-1B85 
14OO-0O-4970 
1400-00-6770 
2100-01-0002 
2100-O4-0012 
210O-04-OO25 
280O-01-0002 
2800-27-00O4 
280O-28-O021 
2800-28-0022 

280O-4S-4O0O 

2800-48-4106 

2800-48-6106 

280O-5O-410O 



ASSEMBLY NO. 1206-OO-195S 



REFERENCE DESICNATORS 


PART DESCRIPTION 


CM le-MFCR -PART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 




LARCE OUTLINE 










46 


SCREW PLPS PAN M/S 
18-8 S/S 2-56X1/4 


SCREW PH 2-56X1 /4S/S 


CMRCL 


2800-4B-2104 


2 


32 


SCREW PLPS PAN M/S 
18-8 S/S 4-40X3/8 


MS 51957-15 


CMRCL 


2800-48-4106 


3 


42 


SCREW PLPS PAN M/S 
18-8 S/S 6-32X3/8 


MS 51957-28 


CMRCL 


28OO-48-6106 


1 


38 


SCREW, 

MACH, PH, PHLPS, 6-32 X 

1/2, SS 18-8 SS, 

•6-32X1/2 


MS 51957-30 


CMRCL 


2800-48-6108 


1 


47 


NUT. MACHINE SCREW. 
IS-B SS. 42-56 


2-56 M/S NUT 18-8 S/S 


CMRCL 


2800-50-2100 


2 


41 


NUT, MACHINE SCREW, 
18-8 SS, *6-32 


MS 35649-64 


CMRCL 


2800-50-6101 


2 


V^VETEK 


TITLE 

CHASSIS ASSY 145-S-620 




ASSEMBLY NO. 






REV 

B 
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REFERENCE DESICNATORS 


PART DESCRIPTION 


OR I C-MFGR-P ART-NO 


MF6R 


WAVETEK NO. 


QTY/PT 


5 


NUT, PANEL, 3/8X 1 /2X. 09 
2. Z 


3/8 X 1/2 NUT 


CWCL 


2800-16-0000 


2 


24 


HASHER. SHOULDER, WHITE 


2668 


ailTH 


2800-27-0004 


4 


6 


WASHER, INTERNAL 
TOOTH, 3/8 IN. 


3/8ITLW 


CMRCL 


280O-28-00O0 


2 


29 


PLUC BUTTON 


2663 (BLACK) 


HEYCO 


280O-35-O0O4 


1 


39 


WASHER, LOCK, REC S/S 
•6 


MS 35338-136 


CMRCL 


280O-45-60OO 


4 


NONE 


WASHER, FLAT, SS, th 
LARCE OUTLINE 


AN 960C6 


CMRCL 


^K>0-46-6001 


4 


43 


MS, PH, PHLPS, 6-32 X 
1 1/2, SS 18-8 SS, 
#6-32X1. 5 


MS 51957-36 


CMRCL 


2800-48-6124 


4 


30 


SCREW, CAP, SOCKET 
HD, 6-32X3/8 


MS 16995-17 


CMRCL 


2800-49-6106 


2 


41 


NUT, MACHINE SCREW. 
18-8 SS, #6-32 


MS 35649-64 


CMRCL 


280O-5O-61O1 


4 


31 


NUT, LOCKINC, MS, 
6-32, SS IS-B SS, 
•6-32 


MS 20364-632 


CMRCL 


280O-5D-6102 


2 


35 


SCREW, SELF-TAP, PH, PHL 
PS, #6 X 3/8, SS TYPE 
BF, #6X3/8 


MS24626-19 


CMRCL 


2900-59-6006 


4 


R30 


CONTROL SHAFT, 
SWITCH-POT, CERMET, 
LINEAR SOK lOX, CCU 
DETENT 


72LIN048SSO3H 


AB 


4602-05-0304 


1 


SWl 


SWITCH ASSY PB 


1 XTA0O03TA100B-W/NE1 5: 


ECC 


9102-00-OOOe 


1 


NONE 


PWR CORD 


17251 


BELDN 


6001-80-0005 


1 
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REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR IS-MFGR -PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


NONE 


A/D GENERATOR BD 
145-S-620 


1101-00-3245 


WVTK 


1101-00-3245 




NONE 


SCHERMATIC GENFRATOR 
BD 145-S-620 


1104-0O-3245 


WVTK 


1104-00-3245 




13 


PCA, CURRENT LI MITER 


143-1008 


WVTK 


1208-00-1008 




NONE 


KIT, PRE WAVE LOAD 
145-3245 


1208-00-3246 


WVTK 


1208-00-3246 




C49 


CAP, CER, 56PF, JKV 


DD-560 


CRL 


1500-05-6001 




C37 38 39 


CAP SET, POLYC MIXED 
MATCHED SET 


1509-30-0008 


BISHD 


1509-80-0008 




Jl 


CONN, 9P IN 


09-60-1091 


MOLEX 


2100-02-0052 




18 


SOCKET, MINISERT 


75060-012 


BERG 


210O-03-0O76 




NONE 


KNOB STD 


RB-67-1-SB-M 


R06AN 


240O-0 1-0008 


3 


NONE 


COAX KNOB SET 


RB-67-1 -SB+O-M-9 


ROCAN 


2400-01 -0OO9 


2 


NONE 


SUPER KIT 


2500-0145-01 


WVTK 


2500-0145-01 


1 


NONE 


HEAT SINK 


207 


MAKE 


2800-11-0001 


2 


NONE 


TRANS I PAD 


531-218 


BIVAR 


2800-1 1-0004 


2 


14 


hEATSINK 


2606SHSE 


MAKE 


2800-11-0012 


2 


11 


NUT, MACHINE SCREW, 


NAS 671C6 


CMRCL 


2800-50-6100 


2 
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REV 
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REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIO-MFCR -PART-NO 


rFCR 


WAVETEK NO. 


QTY/PT 


NONE 


ASSY DRWC. CURRENT 
LIMITER BOARD 


0101-0O-10O8 


WVTK 


0101-00-1008 


1 


NONE 


SCKEMATIC GENERATOR 


0103-00-0556 


WVTK 


0103-0O-0556 


1 


12 


HEATSINK BRACKET 


143-5083 


WVTK 


1400-01-5083 


1 


(«JNE 


CURRENT LIMITER BD 
REF: SPEC 
0OO8-0O-O455 REV C 


143-1008 


WVTK 


170O-OO-10O8 


1 


10 


WASHER 


5607-150 


SESTH 


280O-U-0O15 


2 


7 


MASHER, LOCK REC. S/S 
•4 


MS 35338-135 


CMRCL 


28O0-45-4O0O 


2 


16 


LOCK MASHER, INTERNAL 
TOOTH. SS «4 


MS 35333-70 


CMRCL 


2800-45-4001 


1 


6 


SCREW PLPS PAN M/S 
18-8 S/S 4-40X3/8 


MS 51957-15 


CMRCL 


280O-48-4106 


3 


S 


NUT, MACHINE SCREW. 
18-8 SS. #4-40 


NAS 671C4 


CMRCL 


280O- 50-4100 


3 


R285 R287 


RES,C.1/2W, 5X, 4. 7 


RC-1/2-4R7J 


STKPL 


4700-25-0479 


2 


R284 R286 


RES,MF, 1/8M, 1%, 100 


RN55D-1000F 


TRW 


4701-03-1000 


2 


CR47 CR48 CR49 CR50 


DIODE, ZENER. lOV 


1N758A 


FAIR 


4801-01-0758 


4 


U13 


VOLT REGULATOR, 3 
TERMINAL ADJUSTABLE 


LM317T 


NSC 


700O-03-170O 


1 
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PA^ 1 


REV 
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Q44 
Q45 



PART DESCRIPTION 



18-8 SS. *i,~3S SMALL 
PATTERN 



VnAvetek 
FWTTSUST 



OR IG-MFGR -PART-NO 



2N3866 
345160-18 



TITLE 

PCA, GENERATOR' BD 145-S-620 



MOT 
MOT 



WAVETEK NO. 



4901-03-866O 
4901-05-1600 



ASSEMBLY NO. 11 00-00-3245 



REFERENCE DESIGNATORS 



VvAvE-TEK 

RMTTSUST 



PART DESCRIPTION 



POS 

VOLT REGULATOR 



OR lO-TFOR -PART-NO 



TITLE 

PCA, CURRENT LIMITER 



WAVETEK NO. 



7000-03-3700 



ASSEMBLY NO. 1 208-0O- 1 0O8 



NOTE UNLESS OTHERWISE SPECIFIED 



T 



BY I DATE 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR I G-r«=GR -PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


NONE 


ASSY DRWG GENERATOR 


0101-0O-0556 


WVTK 


0101-0O-0556 


1 


NONE 


SCHEMATIC GENERATOR 


0103-00-0556 


WVTK 


0103-0O-O556 


1 


C55 


CAP, CER, 5PF, IKV 


DD-050 LONG LEAD 


CRL 


1500-00-5001 


1 


C108T C61 C76 C77 


CAP, CER 

DISK. 5PF. IKV, 10% 


0311-00018 


WVTK 


150O-0O-5O11 


4 


C59 CB2 


CAP, CER, lOPF, IKV 


DD-100 


CRL 


15OO-O1-0O11 


2 


C102 C87 


CAP, CER, lOOPF, IKV 


DD-101 


CRL 


150O-01-O111 


2 


C13 C22 C9 


CAP. CER. . OOIUF. IKV 


DD-102 


CRL 


150O-01-O211 


3 


CI ClOl C103 C104 CU Clio 
C16 C17 CIS C20 C21 C24 C27 
C29 C3 C30 C32 C33 C4 C42 
C43 C44 C5 C53 C54 C56 C57 
CS6 C6 C60 C62 C63 C66 C68 
C7 C71 C72 C73 C74 C75 C80 
CBl C83 C84 C89 C90 C92 


CAP CER MON .OlMF 
50V, AXIAL 


CAC02Z5U103Z100A 


CORNC 


15OO-O1-0310 


47 


C105 C106 C107 C109 C67 C78 
C79 CSS C86 C88 C91 C93 C94 


CAP, CER, MON, . IMF, 50V, 
AXIAL 


C AC03Z 5U 1 04Z05OA 


CQRNG 


1500-01-0405 


13 


C2 


CAP. CER, 150PF, IKV 


DD-151 


CRL 


1500-01-5111 


1 


CIO C14 


CAP, CER, 330PF, IKV 


DD-331 


CRL 


150O-03-3111 


2 


C26 


CAP. MICA. lOOPF, 500V 


DM1 5-101 J 


ARCO 


15OO-11-010O 


1 


C25 


CAP. MICA. 15PF. 500V 


DM15-150J 


ARCO 


1500-11-5000 


1 


\ » / 
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VSW/ET^K 

FAKISUST 


KIT. PRE WAVE LOAD 145-3245 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR I C-MFOR -PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


C2S C31 C99T 


CAP, MICA, 220PF, 500V, R 
ADIAL 


DM15-221J 


ARCO 


15OO-12-210O 


3 


C41T. 


CAP, MICA. 30PF, 500V, RA 
DIAL 


DM15-300J 


ARCO 


150O-13-00O0 


1 


C46 C51 


CAP, MICA. 47PF, 50OV 


DM15-470J 


ARCO 


150O- 14-7000 


2 


C47 C50 NONE 


CAP. MICA. 68PF. 500V 


DM15-680J 


ARCO 


1500-16-8000 


3 


C36 


CAP. MICA. 820PF, 300V 


DM15-821F 


ARCO 


1500-18-2101 


1 


C69 


CAP. ELECT, 22MF, 25V, RA 
DIAL 


SRA25VB22RM6X7LL 


UNCON 


150O-32-2002 


1 


C19 


CAP, POLYC, IMF, lOOV, AX 
lAL 


B1A105F 


ELPAC 


1500-41-0504 


1 


C34 C40 


CAP. VAR, 3. 5-1 3PF, 
250V 


7S-TRIK0-O2 3. 5/13PF 


TRIRO 


1500-51-3000 


2 


C12 C8 C96 C97 


CAP, TANT, IMF, 35V 


150D105X9035A2 


SPRAG 


1500^71-0502 


4 


C95 C98 


CAP,TANT 

27UF. 35V+/-10X, 0. 25LS 


199D276X9035FE4 


SPRAG 


1500-72-7602 


Z 


CI 11 CI 12 C64 C65 


CAP, TANT. 5. 6MF. 35V 


150D565X9035B2 


SPRAG 


1500-75-6502 


4 


NONE 


GENERATOR REF: SPEC 
0006-00-0455 REV C 


145-0556 


WVTK 


1700-00-O556 


1 


NONE 


PIN, MALE 


60B09-2 


AMP 


2100-05-0020 


20 


. - 






ASSEMBLY NO. 1208-00-3246 
PAGE 2 


REV 
A 


Vw^VETEK 

FWilSUST 


KIT, PRE WAVE LOAD 145-3245 



DO NOT SCALE DRAWING 



RELEASE APPflOV. 



UNLESS OTHERWISE SPECIFIED 
DIMENSIONS ARE IN INCHES 
TOLERANCES ARE: 
"RACTIOMS DEC»aAl.S ANGLES 
.XX ± 
XXX 1 



NA^^VETEK 



PARTS LIST 
PCA, GENERATOR 



FSCHNO. IDWQ. NO. I REV 

23338 1100-00-3245 B 

1 OF 3 



1 45-S-620 1 
1 



i 



TW* OOCUBBfT CO»IT*IM« HtOIWCrMY WFOMUTION 
»IIDDe»IOHWQHT«»aOMOINQTOW»¥ETWAlB)ll»VHOT 
BE RCTMHNICeO FOR ANY REASON exCB^ CAUBMTION, 


























REV 1 ECO 1 '^ 1 '**^ 1 *"* 






























OMRATHM. AND MAINTENANCE WTTHOUT WRITTEN AU- 




























THORIZATnN. 






























REFERENCE DESIOHATORS 


PART DESCRIPTION 


ORIO-MF0R -PART-NO 


MFCR 


WAVETEK NO. 


QTV/PT 




REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR lO-MFOR -PART-NO 


MFOR 


HAVETEK NO. 


QTV/PT 


REFB^ENCE DESIGNATORS 


PART DESCRIPTION 


ORIO-MFCR -PART-NO 


MFOR 


WAVETEK NO. 


QTV/PT 


D 
















R166 R170 


RES, MF, 


1/8U, 


IX, 21. 5 


RN55D-21R5F 


TRH 


4701-03-2159 


2 


R133 R136 R138 R160 R164 


RES. MF. 1/6W. IX. 7. 5K 


RN55D-7501F 


TRH 


4701-03-7501 


9 






NONE 


TRA|M!;tPAD 




10123N 


METRS 


2800-1 1-O003 


2 




R237 R248 


RES.MF. 


l/BU. 


IX. 23. 7K 


RN55D-2372F 


TRU 


4701-O3-2372 


2 


R261 R266 R77 R78 
















HONE 


TRANSIPAD 




931-218 


BIVAR 


280O-11-O004 


2 




R102 R137 R144 R159 R186 


RES. MF. 


1/8U. 


IX, 249 


RNS5D-2490F 


TRH 


4701-03-2490 


11 


R154 


RES. MF. 1/8U. IX, 76. 8K 


RN55D-7682F 


TRH 


4701-03-7682 


1 






FBI 


FERRITE BEAD 




5A-990-69/3B 


FERRX 


310O-OO-O0O1 


1 




R230 R242 R249 R29 R262 R39 
















R125 


RES.MF. 1/8U. 1X,825 


RN55D-825<»^ 


TRH 


4701-03-8290 


1 






R4 R48 


POT. TRIN. IK 




91AR1K 


BECK 


4600-0 1-0209 


2 




R147 R151 R196 R171 R188 
R1B9 R19 R254 R255 R274 


RES.MF, 


1/8W, 


IX, 2. 49K 


RN550-2491F 


TRH 


4701-O3-2491 


12 


R238 R249 R58 


RES. MF. 1/8U, IX, 8. 29K 


RN55D-8251F 


TRW 


4701-03-8251 


3 






R12 R162 R99 


POT. TRIM. lOK 




91AR10K 


BECK 


4600-01-0315 


3 




R278 R33 
















R197T R208T R99 


RES,MF, 1/8W, IX, 82. 3 


RN55D-B2R5F 


TRW 


4701-03-8259 


3 






R13 R16 R181 R252 


POT. TRIM, lOOK 




91AR100K 


BECK 


4600-0 1-O402 


4 




R161 R213 R281 R283 


RES, MF, 


1/8W, 


IX, 24. 9K 


RN55D-2492F 


TRU 


4701-03-2492 


4 


R122 R228 


RES. MF. 1/8W. IX. 909 


RN55D-9090F 


TRW 


4701-03-9090 


2 






R120 


POT. TRIM, 200 




91AR200 


BECK 


460O-O2-O101 


1 




R1B7T 


RES, MF. 


1/8W, 


IX. 27. 4 


RN95D-27R4F 


TRH 


4701-03-2749 


1 


R271 


RES,MF. 1/BU, IX, 90. 9 


RN55D-90R9F 


TRW 


4701-03-9099 








R107 R35 R93 


POT, TRIM. 900 




91AR900 


BECK 


4600-05-0104 


3 




R150 R177 R178 R43 


RES, MF, 


1/8U, 


IX. 3. OIK 


RN9SD-3011F 


TRH 


4701-O3-3011 


4 


R7 


RES.MF, 1/4U, IX. IM 


RN60D-1004F 


TRW 


4701-13-10O4 








Rll R8 


RES, C, 1/2H. lOX, 


9. IM 


RC-1/2-919J 


STKPL 


4700-25-5104 


2 




R131 R256 


RES, MF, 


1/8U, 


1X,301K 


RN99D-3013F 


TRH 


4701-O3-3O13 


2 


R233 


RES.MF. 1/4U, IX, 121 


RN6OD-1210F 


TRH 


4701-13-1210 








R17 


RES.C. 1/2U, lOX, 


t>. SN 






4700-25-6804 


1 




R134 R67 R71 R88 R89 


RES, MF. 


1/8W, 


IX. 316 


RN990-3160F 


TRH 


4701-03-3160 


5 


R229 


RES, MF, 1/4U. IX, 124 


RN60D-1240F 


TRH 


4701-13-124O 








R118 R124 R127 R12S R129 


RES.MF, 1/8W. IX. 


100 


RN95D-1000F 


TRU 


4701-03-1000 


17 




RlOl R103 R109 RllO R119 


RES.MF. 


1/8W. 


IX, 33. 2 


RN59D-33R2F 


TRH 


4701-03-3329 


22 


R175 


RES, W. 1/4U. IX. 49. 9 


RN60D-49R9F 


TRH 


4701-13-4999 








R142 RMS Rt47 R153 RlSe 
















R126 R130 R140 R192 R204 
































RJ74 R180 R214 R216 R49 R57 
















R253 R269 R272 R65 R68 R69 
















R6T 


RES, MF, 1/4U, IX, 69BK 


RN60D-6983F 


TRW 


4701-13-6983 








R73 
















R72 R75 R76 R79 R82 R95 
















R224 R225 R226 R227 


RES.MF, 1/2H, IX. 49. 9 


RN65D-49R9F 


TRW 


4701-23-4999 








R104 RlOe Rill R159 R163 


RES.MF. 1/8U, IX, 


IK 


RN59D-10O1F 


TRH 


4701-03-1001 


14 




RIOOT R105T 


RES.MF, 


1/8U, 


IX, 3. 97K 


RN59D-3971F 


TRU 


4701-03-3571 


2 


















R168 R200 R297 R49 R47 R91 
































R52 R93 R54 


RES.MF. MIXED SET 


4789-00-0043 


IRC 


4789-00-0043 








R94 R98 R99 
















R191 R202 R258 R80 R83 


RES, MF, 


1/BH, 


IX, 3. 69K 


RN9M)-3691F 


TRH 


4701-03-3651 


5 


R56 


RES. MF. . 6W. IX. lOM 


ML-181 


CADDO 


4799-OO-00O3 








R112 R14A R203 R269 R41 


RES.MF, 1/BW, IX, 


lOK 


RN95D-1002F 


TRH 


4701-O3-1OO2 


9 




R115 R193 R194 R195 


RES, MF, 


1/8W, 


IX, 392 


RN99D-3920F 


TRH 


4701-03-3920 


4 


17 


RES, OHM JUMPER 


JP02T68G 


ROHM 


4799-00-00B7 


10 


C 




R116 R123 R139 R141 R172 


RE8,MF, 1/8U, IX, 


10 


9O43ED10R100F 


MEPCO 


4701-03-1009 


18 




R199 R42 


RES,MF, 


1/8U, 


IX, 4. 02K 


RN590-4021F 


TRU 


4701-O3-4021 


2 
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TITLE 
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A 




.^ , 


TITLE 
KIT. 


PRE WAVE LOAD 145-3245 




ASSEMBLY NO. 


1208-00-3246 


REV 
A 


V . , 


TITLE 

KIT. PRE HAVE LOAD 145-3245 
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REV 
A 




VVW/ETEK 


NAW/ETEK 


NA/W^fcXSK 






PMnSUST 
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FARTS LIST 
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RftFTSUST 




PACE 7 








REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR I O-MFOR -PART-NO 


MFCR 


WAVETEK NO. 


OTV/PT 




REFERENCE DESIGNATORS 


PART DESCRIPTION 


OR ie-MF6R -PART-NO 


MFCR 


HAVETEK NO. 


QTV/PT 


REFERENCE DESIGNATORS 


PART DESCRIPTION 


OHIO-MFOR -PART-NO 


MFCR 


WAVETEK NO. 


QTV/PT 


4 


R173 R19& R210 R236T R24 






























CR3 CR33 CR4 CR5 


DIODE, ZENER, 6. 2V, 


1N823A 


MOT 


4801-01-0823 


4 






R273 R38 R90 R61 R64 R74 
















R106 R205 R206 R207 


RES, MF, 


1/6U, 


IX. 464 


RN5aD-4640F 


TRH 


4701-03-4640 


4 




IN823 














R81 RB4 






























































R201 


RE8,MF, 


1/8M. 


IX. 46. 4K 


RN9aD-4642F 


TRU 


4701-03-4642 


1 


CR16 


DICmE, REFERENCE, LOU 


lN4Sei 


MICRO 


4801-01-4581 


1 






R211 R212 


REB,MF, 1/8U, IX. 


1. IK 


RN550-1 lOlF 


TRW 


4701-O3-1101 


2 




R5 


RE8,MF, 


1.8W, 


IX, 46. 4 


RN5aD-46R4F 


TRU 


4701-03-4649 


1 




LEVEL, TEMP COMP 














R239 R240 R290 R291 


RES, MF. 1/eW, IX, 


UK 


RN99D-1102F 


TRW 


4701-03-1102 


4 




R34 


RES,MF, 


1/8W. 


IX, 4. 79K 


RM5aD-4791F 


TRU 


4701-03-4791 


1 


CR19 CR28 CR29 CR30 CR31 
CR6 CH7 CRB CR9 


DIODE, ULTRA FAST 


1N4244 


T/CSF 


4807-02-0777 


9 






R96 R97 


RE8,MF, 1/eW, IX, 


1.21K 


RN95D-1211F 


TRH 


4701-03-121 1 


2 




















































R231 R259 


RES,MF, 


1/8. IX, 499 


RN9SD-4990F 


TDH 


4701-O3-499O 


2 


CRl CRID CRll CR14 CR15 


DimiE 1N4148 


lN4t48 


FAIR 


4807-02-6666 


20 






R114 R241 R247 RM 


RES, MF, 1/8U, IX, 


150 


RN95D-19O0F 


TRW 


4701-03-1900 


4 




R117 R14 R152 R20 R22 R232 


RES, MF, 


1/8W, 


IX, 4. 99K 


RN9S>-4991F 


TRW 


4701-03-4991 


10 


CR17 CRIB CR20 CR21 CR22 
CR23 CR24 CR29 CR27 CR32 


COMPUTER, G/P, 79V, 200H 
A, SUITCHING 














R113 R17A R18 R19e R23 R267 


RES, MF, 1/BU. IX, 


1. 9K 


RN59D-1901F 


TRW 


4701-03-1501 


11 




R26 R27 R3 R37 
















CR34 CR39 CR36 CR37 CR46 
















R32 R36 R62 R&3 R9 












































h 




















R157 


RES,MF 


1/BU. 


IX, 49. 9K 


RN5S)-4992F 


TRU 


4701-03-4992 


1 


CR12 CR13 


DIODE 9082-2811 


90S2-2811 


HP 


4809-02-281 1 


2 






R132 R163 R2 


RES,MF, 1/8U, IX, 


19K 


RN990-t902F 


TRW 


4701 -03-1 502 


3 




RB5T R92T 


RES, IF 


1/8W, 


IX, 54. 9 


RN9SD-54R9F 


TRU 


4701-O3-5499 


2 




SCHOTTKV. 19V, 20nA 














R1S2 


REB,MF, l/aW, IX 


190K 


RN9M>-1903F 


TRW 


4701-03-1903 


1 




R235 


RES,MF 


1/8W, 


IX, 56. 2 


RN530-56R2F 


TRU 


4701-O3-5629 


1 


CR2 26 


DIODE, M/PR, FD-777 
QTY. 2: 4807-02-0777 


489B-00-0004 


KLC 


48^-00-0004 


1 


— 




R218 R219 R220 R221 


RES,MF, 1/8U, IX 


19 


RN99D-15R0F 


TRW 


4701 -03-1 909 


4 




















































R148T R243 R246 


RES, MF, 


1/8U, 


IX, 976 


RN530-5760F 


TRU 


4701-03-5760 


3 


CR3B 39 40 41 42 43 44 49 


DIODE, SET, B-FD-777 


4B9B-O0-O010 


KLC 


4898-00-0010 


1 






R263T 


RE8,MF, 1/BW, IX, 


17. 4K 


RN99D-1742F 


TRW 


4701 -03-1 742 


1 




R21 R40 R44 R86 R91 


RES, MF, 


1/8W, 


12,604 


RN53D-6040F 


TRH 


4701-O3-6O40 


5 




QTY: 8: 4807-02-0777 














R169 


RES,MF, 1/eU, IX 


1.78K 


RN99D-17B1F 


TRW 


4701 -03-1 781 


1 




R215 R217 R234 R244 R260 


RE8,MF 


1/8W, 


IX, 61. 9 


RN59CH-61R9F 


TRH 


4701-03-6199 


7 


042 


TRATB 2N2219A l«>N 
GENERAL PURPOSE TO-9 


2N2219A 


NSC 


4901-02-2191 


1 






R184 


RES, MF. 1/8U, IX. 


1. 96K 


RN99D-19&1F 


TRW 


4701-03-1961 


1 




R268 RZ75 
















043 


TRANS 2N2909A PNP 


2N2909A 


NSC 


4901-02-9051 


1 






R179 


RES.MF, 1/8M, IX, 


200 


RN55D-2000F 


TRW 


4701-03-2000 


1 




R264 R270 


RES,MF 


1/BU, 


IX. 661 


RN59D-6810F 


TRU 


4701-03-6810 


2 




GENERAL PURPOSE TO-5 














Rl R19 R183 R209 R28 R31 


RES, MF, 1/8U, IX, 


2K 


RN55D-2001F 


TRW 


4701-03-20O1 


6 




R46 


RES,MF 


1/8U, 


IX. 6. 98K 


RN99D-6981F 


TRU 


4701-03-6981 


1 


Q12 036 Q90 


TRANS, NPN, TO-92 


2N3563 


FAIR 


4901-03-5630 


3 


~ 




R143 


RES,MF, 1/BM, IX. 


219 


RN99D-2190F 


TRW 


4701-03-2190 


1 




R135 R167 R190 R60 R70 


RES, MF 


1/BU, 


IX. 790 


RN53P-7500F 


TRU 


4701-03-7500 


5 


015 016 Q37 Q49 


TRANS, PNP. TO-92 


MPS3640 


MOT 


49O1-03-640O 


4 
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A 
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REV 
A 
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WVKISUST 








PA 


GE 4 








R(U{|SUST 












PACE 6 






Rt^lSUST 




PACE 8 
































REMOVE ALL BURRS 
AND BREAK SHARP EDGES 


DRAWN 


DATE 


na< 




aOsCALIFOItHIA 


_ 


JlVETEK »«.o« 




HATBtlAL 


CHECKED 








TITLE 




P«OJ. EMOH 






































PARTS LIST 
PCA, GENERATOR 




RELEASE «PPBOV 






FINISH 

WAVETEK PROCESS 




































UNLESS OTHERWISE SPECIFIED 




^ 






























DIMENSIONS ARE IN INCHES 


SIZE 


FSCM NO. 


DVW3. NO. 


REV 




NOTE UNLESS OTHERWISE SPECIFIED 




























TOLERANCES ARE; 

FRACTIONS DECIMALS ANGLES 


D 


23338 


1100-00-3245 


B 


































DO NOT SCALE DRAWING 
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_ 




SCALE 1 145-S-620 h"^^ 2 0-= 3 1 



THIS DOCUMENT CONTAINS PROPRIETARY INFORMATION 
AND DESIGN RIGHTS BELONGING TO WAVETEK AND MAY NOT 
BE REPRODUCED FOR ANY REASON EXCEPT CALIBRATION. 
OPERATION. AND MAINTENANCE WITHOUT WRITTEN AU- 
THORIZATION. 



BY I DATE I APP 



REFERENCE DESIGNATORS 



PART DESCRIPTION 



Q13 Q21 
Q31 040 

010 Qll 
026 030 
046 047 



022 025 027 028 Q29{ TRANS> CEhERAL 

PURPOSE, NPN, TO-92 



014 017 019 023 024 
032 033 034 04 041 
051 



Vvi^VETEK 

R^RTSUST 



TRANSi CEhERAL 
PURPOSE, PW>, TO-92 



TRANS, P-CHANNEL 
JFETS 

TRANS, N-CHANNEL JFETS 

TRANS N-CHANNEL JFETS 

TRANS, M/PR, 2N3563 
QTY: 2: 49O1-O3-5630 

TRANS, SEL, 2N5462 
QTY; 1 : 4901-05-4620 

TRANS, n/PR, 2N548S 
OTY: 2: 4901-05-4850 

OP AMP, 

LOHOFFSET/DRIFT JFET 
INPUT TIDNAL AMPLI 

OP ATP, INTERNALLY 
CQMP, HieH 



DRie-MFOR -PART-NO 



2N3e66 
2N3903 



2N5160-18 
2N5460 

2N5485 
2N5486 
4998-OO-O0O4 

4998-00-0008 

4998-00-0009 

LF411CN 



MOT 
NSC 



MOT 
MOT 

MOT 
MOT 
RLC 

KLe 



TITLE 

KIT, PRE HAVE LOAD 145-3245 



WAVETEK NO. 



4901-03-8660 
4901-03-9030 

4901-03-9O5O 

4901-05-1600 
4901-O5-46OO 

4901-05-485O 
4901-05-4860 
4998-0O-00O4 

4998-00-00O8 

4998-00-0009 

70O0-04-1100 

7000-07-4 lOO 



ASSEMBLY NO. 1208-00-3246 



REFERENCE DESIGNATORS 



PART DESCRIPTION 



ASSY, SWITCH SU-1 
145-0556 



ASSY, SWITCH SW-2 
145-0556 



ASSY, SWITCH SW-3 
145-0556 



ASSY, SWITCH SW-4 
145-0556 



ASSY, SWITCH SW-5 
145-0556 



OR I e-MFCR -PART-NO 



VAVETEK 

BWTSUST 



TITLE 
SUPER KIT 



WAVETEK NO. 



1202-00-1565 
1202-00-1566 
1202-00-1567 
1202-00-1568 
12O2-0O-1569 



ASSEMBLY NO. 250O-O145-O1 
PACE 1 



REFERENCE DESIGNATORS 



035 048 
ICl IC2 IC6 



"VV^VETEK 
FyXRTSUST 



PART DESCRIPTION 



PERFORMANCE 

TRANS, MONO, DUAL, NPN 



OP AMP, DUAL, HIGH 
GAIN, INTERNALLY COMP 



DIFFERENTIAL AMP, 
DUAL HIGH FREQ 



OP AMP, BIMOS MOSFET 
INPUT/BIPOLAR OUTPUT 



ORIO-MFGR -PART-NO 



LS312-52 
MC1458P1 



TITLE 

KIT, PRE WAVE LOAD 145-3245 



LINSY 
MOT 



WAVETEK NO. 



7000-08-1200 
700O-1 4-5800 

70OO-30-4900 

700O-31-4001 



ASSEMBLY NO. 1208-00-3246 
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NOTE UNLESS OTHERWISE SPECIFIED 



DO NOT SCALE ORAWMG 



RELEASE APPnoV. 



UNLESS OTHERWBE SPECIFIED 
DIMEHSKmS ARE IN MCHES 
TOLERANCES ARE: 
FRAcnOMS DCCIHALS AMQLES 
t JCXi 

JtXX ± * 



VV^i\/ETEK, 



PARTS LIST 
PCA, GENERATOR 



FSCHNO. 

23338 



DWQ. NO. 

1100-00- 3245 
1 45-S-B20 I 



B 



3*3 



1 



ECN BY 



EE] 



THIS DOCUMENT CONTAINS PROPRIETARY INFOR 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CAtlBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 



I TVU\STED PAll^- XQLOR.S 
I RED AMD &LACIL 




4 ) (REF) 



( TOTAL Ti NAD 
P2 Ml 



RED 



fcUL 



1100-00-0556 
(GEKIERATOR BD) 



SCHEMATIC 



%—b.0^% 



CABLE ASSEMBLY 



• SEE DETAIL A 
(ITEM 3 ? 7 INSTALLATION") 



-RtKAOVE EXISTING PLUG 
BUTTON FROM THIS HOLE 



100-00-0556 
(GENERATOR BD.) 



B 





REAR PAWEL 



DETAIL A 

SCALE 2-\ 



] ) MODEL 145 -STD 



BOTTOM V1E>M 
f WTHCCiVERRtrACNtD) 



REFERENCE DESIGNATCmS 


PART DESCRIPTION 


OR IC-MFOR -PART-NO 


nFQR 


WAVETEK NO. 


QTY/PT 


NOhE 
1 

2 
3 
4 

5 

6 
7 


INSTALLATION DUC 

MODEL 143 20mz PULSE 
FUNCT I ONCENER ATOR 

LABEL. OPTION 

CONN HEADER 3 PIN 

HEADER, CONN 3 PIN 

INDICATOR. ELAPSED 
TIME (5000 HR) 

HOLDER. TIMER 

REG, MP. 1/8U. ir.. 2. 15M 


0102-00-0221 
145-STD 

270-4960 
640456-3 
640440-3 
T-OOO-4 

T-102 
RN55D2154F 


MVTK 
WVTR 

MVTK 
AMP 
AMP 
FRED 

FRED 
TRH 


0102-00-0221 
1000-00-0101 

1400-01-4960 
2100-02-0116 
2100-02-0117 
2400-06-0006 

240O-06-0OO7 
4701-03-ai34 




ViAVETEK 

FWnSUST 


TITLE 

MODEL 145-001 OPTION 5000 HOUR 
TIMER 


AobEMBLY NO. 

1000-00-0221 

PACE 1 


REV 



N 
O 

6 

<? 



^h^fK^lC MODE-L. WO." 145-9.-&72. ' 



^ MARK LABEL FOR OPTION 001. 
I. FOR P^RT5UST ?.LE lmO-QQ-Q2.^l 



NOTE UNLESS OTHERiV'SE SPEC'flED 



-tV- 



-7^ 



S.M/vc.:-..-Lli\ 1-.^!. 



TOLERANCE UNLESS 
OTHERWISE SPECIFIED 
(XX T 010 ANGLES 'l 



DO NOT SCALE DWG 



NA^^VETEK 



MODEL l4S-00\ OPT\OU 
5000 WOUR-TlhALe. 



MODEL NO 

145-OOi 

^4s-'B-e>'7z. 



23338 



0\QZ-CiD-OZZ' 



I 

I 
I 
I 
I 
I 



nSHOP GRAPH fCS/ACCUPBESS 



THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION. AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 



A 61 



7 9 — 



irSi 



'Hi 



00-00-0556 
IGENFRATOR BD.) 



^WIRE TO BE AWG 22 GA 
/ ~W15TED PAIR, COLORS 
/ RED AND BLACK 




m RED 

BLK 



METER 
(TOTAL TIME) 
Ml 
\2 



-\2_ 
|3 



SCHEMATIC 



CABLE ASSEMBLY 



SEE DETAIlX" 
AND WIRE CHART 



SEE DETAIL '^B" 

FOR PARTS INSTALLATION 



1100-00-0555 
(GENERATOR BD.) 



B 





REAR PANEL 



DETAIL '-'A^' 

(SCALE 2:1) 



100-00-0556 



[SH2) 




detailX" 



JUMPER 



1 MODEL 145-STD 




exisiting"^ 
jiynPEP 



DETAIL'S 



FRONT PANEL 



B 



m 



o 

o 

1 

o 
o 



(SCALE : FULL) 



/3\ UPON COMPLETION OF CALIBRATION AND 
QUALITY CONTROL ACCEPTANCE APPLY 
SIGNED CALIBRATION LABEL IN AREA INDICATED, 

/2\ REMOVE REAR PANEL 1400-00-676C FROM 
FUNCTION GENERATOR 1000-00-0101 AND 
DRILL A .375 HOLE PER 1400-02-0603 
AND SILKSCREEN REAR PANEL PER 
•i400-02-0600. REASSEMBLE REAR PANEL. 

/l\ MARK LABEL FOR OPTION 003. 

NOTE: UNLESS OTHERWISE SPECIFIED 



S BGHOP GRAPHlCS/aCCuraCSS 



WIRE CHART 1 


FROM; TO 


WIRE 
COLOR 
22 GA 


LENGTH 


R30-1 S\A/2-4 


BARE 


0.5 


SW2-4 E31 


RED 


S.O 


R30-2 SW2-2 


CRN 


LO ; 


SW2-2 E32 


ORN 


9.0 


R30-3 SW2-3 


YEL 


1.5 



SW2-3 . E33 YEL 



9.0 



SW2- 



E30 ' BRN : 9.0 



SEE SEPARATE PARTS LIST 1000-00-0442 



DRAWN 

A.TALMADGE 



PROJ ENGR 

). E. F/5H 



3/n/ 



TOLERANCE UNLESS 

OTHERWISE SPECIFIED 

XXX =.010 ANGLES tr 



DO NOT SCALE DWG 



MPikl 



8 



Vv^Vetek 



9IEG0 ■ CALIFORNIJ 



MODEL 145-003 OPTION 
5000 HOUR TIMER & 
SYMMETRY CONTROL 



145-003 
145-S-fQ2/ 

fAS 23338 



0102-00-0442 



B 



THIS DOCUMENT CONTAINS mOPHlETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION. AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 



B 



BY DATE APP 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


aRie-MFSR-P ART-NO 


IWQR 


WAVETEK NO. 


QTY/PT 


NONE 
NONE 

1 

NONE 

2 

9 
3 
C6 C7 

J2 

P2 

4 
5 


SCHEMATIC, INSTRUMENT 

ASSY DRWO. MODEL 145 
WTION 5000 HOUR 
TIMER AND SYI*1ETRY 
CONTROL 

MODEL 145 20MH2 PULSE 
FUNCTIONOEINCRATOR 

ATP FOR MODEL 145 AHO 
OPTIONS 

LABEL, OPTION, MODEL 
23 

REAR PANEL 

LABEL, WVTK CALIB 

CAP CER MON OlhF 
50V, AXIAL 

COWl. HEADER, 3 PIN, 
. 100 MTA 

CONN, HEADER, 3 PIN 

KNOB STD 

INDICATOR, ELAPSED 
TIME (5000 HR) 


0O04-OO-0101 
0102-00-0442 

149 

1002-00-0101 

1400-01-9890 

140O-O2-O60O 
1400-O2-1460 
CAC02Z5U103Z100A 

640456-3 

640440-3 
RB-67-1-SB-M 

T-000-4 


WVTK 
WVTK 

WVTK 
WVTK 
WVTK 

WVTK 
CORNO 

AMP 

AMP 
ROCAN 

FRED 


0004-00-0101 
0102-00-0442 

1000-00-0101 

1002-00-0101 

1400-01-9890 

1400-02-0600 
1400-02-1460 
1300-01-0310 

2100-(a-0116 

2100-02-0117 
2400-01-0008 

2400-06-0006 
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ASSEMBLY NO. lOQQ-C>n-eUt.AS 


REV 
C 


VvAVETEK 

FWnSUST 


MODEL 145 WITH SPECIAL OPTION 
S-1021 


PACE 1 





REFERENCE DESISNATORS 


PART DESCRIPTION 


OR 1 0-MFOR-P ART-NO 


MFCR 


WAVETEK NO. 


QTY/PT 


6 




HOLDER. TIMER 


T-102 


FRED 


2400-06-0007 


1 


7 




NUT, PANEL, 3/BX 1 /2X . 09 
2, Z 


3/8 X 1/2 NUT 


CMRCL 


2800-16-0000 


2 


8 




MAStCR, INTERNAL 
TOOTH, 3/8 IN. 


3/8ITLH 


cmcL 


2800-28-0000 


2 


R30 




CONTROL SHAFT, 
SWITCH-POT, CERfCT, 
LINEAR 50K 10%, CCW 
DETENT 


72LIN04^303W 


AB 


4602-05-0304 


1 


R28 




RES,MF, 1/8W. IX, 2K 


RN55I>-2001F 


TRW 


4701-03-2001 


1 


R284 




RES,MF, 1/8W, 1%,2. 19M 


RNSSDS154F 


TRW 


4701-03-2154 


1 


R26 R27 




RES, MF, 1/8W, IX, 4. 99K 


RN55D-4991F 


TRW 


4701-03-4991 


2 


IC3 




OP AMP, INTERNALLY 
COMP, HIGH 
PERFORMANCE 


LM741CN 


NSC 


7000-07-4100 


1 


Vm^VETEK 

RMIISUST 


TITLE 

MODEL 145 WITH SPECIAL OPTION 
S-1021 


ASSEMBLY NO. 1000-00-0442 
PACE 2 


REV 

c 



B 



I 



NOTE UNLESS OTMehwisE 



8 



4 



lELEASE APPROV 



Xa/^Vetek 



TOLERANCE UNLESS 

OTHERWISE SPECIFIED 

XXX -010 ANGLES -1 



PARTS LIST 
TIMER & SYMMETRY CONTROL 



DO NOT SCALE DWG 



MODEL NO 

145-S-1021 

?A\ 23338* 



DWG NO 

1 000-00-0442 
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